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SUMMARY 

Random  vibration,  a  test  screen  found  to  be  extremely  effective  for 
disclosing  vorlsnanshlp  problems  in  various  equipment,  is  also  extremely 

.  .  t  t  i  t 

expensive  to  generate,  aniitmen-  has  eogeeive^  a  technique^  for  economically 
producing  random  vibration  utilizing  an  audio  tape  deck  as  a  signal  source. 

The  concept  was  proven  feasible  on  a  production  basis. 

nils  study  was  undertaken  to  refine  the  technique,  establish  its 
validity  for  universal  application  and  prepare  a  step-by-step  procedure  for 
its  Implementation. 

A  series  of  laboratory  tests  was  conducted  on  various  electronic 
units  to  evaluate  variations  in  hardware  and  determine  what  impact  this  could 
have  on  the  overall  approach.  In  addition,  tests  were  also  performed  on  basic 
test  equipment  and  tape  decks  to;  establish  any  inherent  performance  limitations, 
assess  the  potential  effect  on  the  technique,  and  develop  the  coo^ensating 
factors  necessary  to  mitigate  these  problems. 

The  results  obtained  indicate  that  ^ile  some  variations  were 
apparent  between  items  of  genericaUy  identical  manufacture  and  certain  test 
equipment  idiosyncrasies  existed,  compensating  factors  could  be  developed  to 
account  for  these  differences.  Utilization  of  the  required  factors  in  the 
construction  of  a  synthetic  random  tape  permitted  the  generation  of  random 
vibration  on  actual  hardware  within  acceptable  tolerances. 

A  detailed  procedure  was  prepared  delineatiz;g  the  steps  required  to 
construct  a  synthetic  random  tape  and  to  eiqploy  this  tape  to  conduct  random 
vibration  acceptance  tests. 

V 


vl 


hjtbokjction 


1.1  BACKGBOUiro 

The  use  of  random  vibration  as  a  screen  for  latent  workmanship 
problems  normally  found  in  avionic  equipment,  has  proven  to  be  significantly 
more  effective  than  the  sinusoidal  form  of  excitation  normally  eiiq>loyed.  This 
fact  has  been  demonstrated  by  G-rumoan  and  other  organizations  and  is  now  re¬ 
quired  for  acceptance  testing  by  I1A.VM/LT  INSTRUCTION  3000 .lA  and  MIL-STD-781C . 

The  major  deterrent  to  universal  acceptance  of  this  technique  is  the 
impact  this  type  of  test  would  have  on  program  costs  since  a  random  vibration 
facility  is  extremely  expensive.  The  development  of  a  technique  idiich  permit¬ 
ted  economical  generation  of  random  vibration,  would  eliminate  the  high  cost 
factor  normally  associated  with  this  type  of  test. 

There  are  currently  several  industry  investigations  being  conducted 
to  develop  new,  inexpensive  random  vibration  generating  systems.  As  a  viable 
alternate  to  the  development  of  totally  new  systems,  Grumman  has  evolved  a 
technique  which  capitalizes  on  the  fact  that  most  equipment  manufacturers  main¬ 
tain  electrodynamlc  sinusoidal  test  facilities  and  was  structured  to  utilize 
these  existing  capabilities.  This  approach,  which  employs  a  $300.00  audio 
tape  deck  in  lieu  of  $ho,000  worth  of  standard  random  programming  devices  to 
excite  the  shaker  system,  is  predicated  on  the  fact  that  sine  response  data  can 
be  used  to  predict  random  transfer  characteristics.  The  technique  which  was 
developed  successfully  and  applied  on  a  production  basis  is  accomplished  as 
follows : 

o  The  system  transfer  characteristics  to  a  l.Og  peak  sine 
sweep  input  are  recorded  (Fig.  1). 
o  The  synthetic  random  spectrum  characteristics  are 
calculated  by  adjusting  the  required  random  spectrum 
as  a  function  of  the  transfer  characteristics  obtained, 
o  The  resulting  synthetic  spectrum  is  recorded  on  tape 
(Fig.  2). 

o  The  tape  is  then  used  to  drive  an  electro-dynamic  shaker 
system  (Fig.  3). 
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Figure  1  Syitrnn  Tramfer  Charactarittic*  Dalarmination 


Figur*  2  Taping  Synthetic  Random 


figute  3  With  T*p«d  Synlhrtlc  RiwJom 


1.2 


OBJECTIVES 


The  preliminary  work  accomplished  showed  that  the  technique  was 
conceptually  feasible.  The  principal  objectives  of  this  study  were  to: 

o  Verify  that  the  approach  was  valid  for  universal 
application. 

o  Refine  the  technique  and  establish  required  factors  and 
tolerances. 

o  Select  and  evaluate  suitable  commercially  available  audio 
tape  decks. 

o  Srepare  a  detailed  procedure  which  would  permit  implementation 
of  the  technique. 

1.3  Approach 

The  total  effort  was  divided  into  two  tasks.  Task  A  was  structured 
to  confirm  the  practicality  of  Tiniversal  application  of  the  technique  and 
Task  B  was  established  to  refine  the  concept  and  prepare  a  detailed  procedures 
document . 

Task  A  included  the  following  interrelated  activities: 

0  A  series  of  tests  was  conducted,  using  a  mass  mock-up  of 
a  computer,  and  audio  tape  decks,  to  confirm  the  overall 
approach  and  assess  any  variations  occurring  due  to  extended 
operation . 

o  Variations  in  dynamic  characteristic  of  generically  identical 
and  generically  different  electronic  equipment  were  evaluated. 

This  evaluation  was  performed  to  determine  the  range  of  variations 
that  could  be  expected  in  response  data,  the  magnitude  of  transfer 
errors  and  the  need  for  and  type  of  compensating  factors  required. 

o  A  comprehensive  review  of  cassette  tape  decks  and  tapes  was 
undertaken  to  select  units  potentially  suitable  for  use  with 
the  technique.  These  items  were  thoroughly  evaluated  to  determine 
inherent  linearity  and  error  characteristics  and  variations 
that  mi^t  be  time  related. 

0  Additional  tasks  included: 

-  Investigation  of  various  shaker  system  characteristics 
and  their  impact  on  the  program. 

-  Study  of  controls  necessary  for  open  loop  operation. 
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Tasic  B  included  the  following  activities: 


o  Preparation  of  synthetic  random  tapes  was  accomplished  for 
six  different  production  units  in  one  to  two  different 
test  iuces. 

o  Random  vibration  tests  were  performed  on  multiple 
samples  of  these  production  units  using  the  random 
tape  technique. 

o  Analysis  of  the  test  data  was  undertaken  to  determine 
the  test  tolerances  that  could  reasonably  be  maintained. 

o  An  ir  ;stigation  of  out-of -tolerance  test  results  was 
conducted  to  determine  the  cause  of  the  problem,  and 
establish  methods  of  condensation  or  correction  for  these 
conditions. 

o  Evaluation  of  test  techniques  to  be  applied  in  the  re¬ 
cording  and  use  of  the  test  tape  was  performed  and  a 
detail  procedure  for  application  of  the  technique  was 
prepared. 

o  Continued  evaluation  of  conmercial  stereo  cassette  tape 
decks  was  acconplished  to  determine  if  their  frequency 
response  characteristics  and  long  term  stability  would 
satisfy  program  requirements. 

o  The  validity  of  the  test  procedure  was  verified  by 
test  laboratory  personnel  within  Grunman,  who  were  not 
involved  in  the  technique’s  development. 


2  -  TECHKISAL  DISCUSSION 


2.1  IHTOQDUCTION 

As  previously  indicated  this  study  was  accco^lished  in  two 
separate  phases.  Task  A  and  Task  B. 


o  Task  A  included  the  following  investigations: 
>  Mass  Mock-up. 

-  Baseline  l^ansfer  Characteristics 

-  Shaker  System  Variations 

-  Open  Loop  Operation 

-  Tape  Deck 


o  Task  B  included  the  following  investigations: 

-  Evaluation  of  Production  Hardware 

-  Tape  Decks  -  Evaluation 

-  Preparation  of  Procedures 

-  Verification  of  Procedure 


The  evaluations  and  investigations  conducted  and  the  results  of 


these  efforts  are  presented  in  the  following  sections  of  this  report. 


2.2 


TASK  A 


2.2.1  MASS  MXK-UP  IKVESTIBATION 

In  order  to  develop  and  refine  the  techniques  necessary  for  the 
preparation  and  performance  of  random  vibration  tests  using  synthetic 
tapes,  an  extensive  evaluation  was  performed  on  a  computer  mass  mock-up. 

Over  100  individual  vibration  teat  runs  were  made  with  this  unit  to 
identify  significant  parameters,  and  to  develop  and  experimentcQly  verify 
the  technical  methods  and  procedures  utilized. 

2. 2.1.1  Test  Article 

The  unit  used  in  these  tests  is  a  very  exact  mass  representation 
of  an  in-flight  computer.  This  mass  representation  is  complete  to  the 
circiiit  board  level.  Circuit  board  components  have  been  simulated  by 
small  metallic  representations  glued  to  the  boards.  All  electrical  connectors 
and  major  wiring  bundles  have  been  included. 

The  Mass  Mock-up  weighs  Uo  lbs.  and  measiares  13"  x  13"  x  7".  It 
mounts  on  a  flat  surface  using  two  spade  lugs  on  the  rear  which  slide  into 
retainers,  and  two  1/4"  dia.  screws  in  a  self -aligning  spherical  fitting 
designed  to  hold  the  unit  in  place.  This  type  of  mount  is  typical  for 
replaceable  electronic  assemblies. 

2. 2.1. 2  Test  Set-up 

All  tests  were  performed  on  an  MB  model  C-25H  shaker  (rated  1700  lbs. 
RMS  force  capacity  -  random)  and  an  MB  model  T-351  Power  Amplifier  (rated 
6KVA).  The  random  control  console  used  was  a  Ling  Model  AS]2E-80  system, 
while  the  sinusoidal  vibration  control  console  was  a  hybrid  system  composed 
of  a  Spectral  Dynamics  Model  104a  Sweep  Oscillator  and  a  Model  105B  Servo 
Controller.  See  Figures  4,  5  and  6  which  depict  the  test  set-up  pictorially 
and  schematically. 

2. 2.1.3  Test  Description 

The  following  paragraphs  describe  in  detail  the  specific  tests 
that  were  conducted  during  this  investigation.  Testing  consisted  of  106 
individual  runs  zsade  on  20  calendar  days.  A  detailed  log  was  maintained 
by  the  laboratory  personnel  and  a  chronological  summary  of  the  log  is 
presented  in  Appendix  A. 
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Test  operations  with  the  laass  aoch>up  were  divided  Into  the 
following  categories  for  coovenlent,  separate  consideration: 

o  Dynaalc  characteristics  of  the  mass  nock-up 
and  shaker  systen. 

o  Sinusoidal  vibration  testing  teehnlgues. 

o  Random  vibration  testing  %>ltb  taped  inpat. 

o  Reparation  and  testing  with  synthetic 
random  tape. 

a.  Dyrnnii<e  Charaeterlstlca  of  the  Mass  Mock-up  and  Shaker  System 

Several  sinusoidal  test  sweeps  were  nade  over  the  frequency  range 
of  20  to  2000  Hz.  at  amplitudes  between  0.5  and  2.5g  (peak)  in  order  to 
measure  the  dynamic  characteristics  of  the  system.  Four  significant  resonances 
were  found: 

(1)  213  Hz.  -  axial  tie  down  resonance  -  relative 
gain  10.5  dB. 

(2)  780  Hz.  -  lat  rocking  mode  -  relative  gain 

5.5  dB. 

(3)  1620  Hz.  -  major  rocking  mode  -  relative  gain 

23.5  dB. 

(U)  1770  Hz.  -  3z'd  rocking  node  -  relative  gain 
1+.5  dB. 

(Rote:  Relative  gain  is  a  measure  of  maximum  to  minimum  output  voltage  at  a  resonant 
frequency; . 

Additional  test  runs  were  then  made  to  determine  the  effect  of 
variations  In  installation  on  these  resonances.  Only  two  parameters  would 
normally  be  variable  In  the  setup: 

(1)  torque  on  the  two  tie  down  bolts. 

(2)  alignment  of  the  unit  In  the  mount. 

Test  runs  were  made  with  tie  down  torques  of  25i  50  (nominal) 
and  75  la.  lbs.  without  any  significant  effect  on  the  measured  resraances. 

The  MASS  MDCK-OP  was  centered  In  its  mount  for  tliese  runs. 


A  second  series  of  runs  were  made  with  the  MASS  MOCK-UP  forced  to 
an  extreme  left,  center  (ncmlnal)  and  right  position  In  Its  mount  with  a 
nominal  bolt  torque  of  55  in.  lbs.  The  only  measurable  effect  was  at  the 
major  rocking  mode  (1620  Hz).  The  resonant  frequency  varied  between  I605  and 


l635  Hz.  (  A  «  30  Hz.)  and  the  relative  gain  between  I6  dB  and  25  dB 
(  ^  »  9  dB).  A  canpensation  factor  for  this  frequency  ^Ift  waa  derived 
and  used  in  the  calculations  for  the  synthetic  random  tape  as  es^lained 
in  subsequent  paragrai&s. 

b.  Sinusoidal  Vibration  Testing  Techniques 

The  principal  efforts  during  this  phase  were  directed  towards 
the  following: 

(1)  performing  sine  sweeps  with  unfiltered 
control  accelerometer. 

(2)  determining  the  magnitude  of  non-linearities 
in  sine  response. 

(3)  using  taped  sine  as  verification  of  the  random 
test  setup. 

The  advantage  of  performing  the  sinusoidal  vibration  sweep 
(to  obtain  sine  transfer  characteristics)  tirith  the  control  accelerometer 
unfiltered  is  that  it  minimizes  the  amount  of  test  equipment  a  lab  needs 
to  perform  this  test.  Several  test  runs  were  made  with  control  both 
filtered  and  unfiltered  with  no  significant  effect  on  the  measured  transfer 
function  (E/g).  There  is  one  minor  problem  associated  with  using  unfiltered 
accelerometers  when  the  taped  sine  sweep  is  played  back  thru  the  shaker 
system.  This  problem  is  manifested  in  the  control  accelerometer  waveshape 
irtiich  becomes  complex  and  noisy  near  resonant  frequencies  and  is  measured 
differently  by  different  peak  detecting  devices  and  meters.  It  is  suggested 
that  average  detecting  measuring  systems  be  used  in  the  control  and  play¬ 
back  modes  to  provide  closer  correlation  during  playback.  This  is  an  area 
that  will  be  investigated  further  during  Task  B. 

An  investigation  was  conducted  to  determine  the  effect  of  non- 
linearities  in  the  sine  response  on  the  transfer  characteristics.  Two  sine 
runs  were  made  from  20  to  2000  Bz.  and  the  sine  transfer  characteristics 
determined.  The  first  sweep  was  made  at  an  aaplltude  of  l.Og  peak  (which 
is  the  standard  level  we  have  used  throughout  the  program)  and  the  second 
at  an  amplitude  of  2.5g  peak  (which  is  approKimately  equivalent  in  peak 
amplitude  to  the  6g  rms  random  spectrum).  The  transfer  functions  (E/g) 
of  these  two  runs  were  compared  with  that  of  a  servo-controlled  random  test 
run  and  errors  in  the  sloe  runs  computed.  It  was  found  that  the  average 
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error  over  the  freiraency  range  was  +  1.70  d3  for  the  I3  peak  sine  sweep  and 
t  2..6k  cL3  for  the  2,5s  peek  sine  sweep.  Hie  only  significant  difference 
occurred  at  the  tie  down  resonant  frequency  (213  Hz.)  where  the  Ig  peak 
sine  transfer  function  had  an  error  of  +  6.9  dB  ccn^ared  to  +  2.5  dB 
error  for  the  2.5g  peak  sine  data.  This  non-linearity  is  due  to  the 
increaise  in  damping  with  amplitude  at  lower  frequency  resonances. 

A  compensation  factor  for  this  non-linearity  was  derived  and  used  in  the 
calculations  for  the  synthetic  random  tape  as  explained  in  subsequent 
paragraphs. 

A  limited  evaluation  was  made  when  using  the  taped  sine  sweep 
to  verify  the  random  test  set\^.  It  was  found  that  replaying  the  l.Og 
peak  sine  sweep  tape  through  the  shaker  system  provided  extremely  accurate 
data  on  slight  changes  in  the  dynamic  characteristics  of  the  system.  For 
example  a  -  15  dB  drop  out  at  the  major  rocking  mode  (I615  Hz.)  (when 
playing  back  the  sine  tape)  had  an  equivalent  drop  out  of  only  -  3  dB  at 
this  frequency  irtien  playing  back  th*  rand>vo  tape.  This  is  due  to  the 
fact  that  the  random  spectrum  is  averaged  over  a  wide  band  (50  Hz.  in 
this  case)  while  the  sine  data  :ts  a  single  distinct  frequency. 

While  this  does  not  diminish  the  usefulness  of  the  sine  tape  in  verifying 
the  setup,  it  points  up  the  need  ^or  improving  correlation  between  the  sine 
and  random  data. 

c.  Random  Vibration  Testing  With  Taped  Liput 

Initial  taped  random  tests  were  performed  by  recording  the 
random  output  voltage  of  servo-controUed  random  tests  and  subsequently 
playing  these  back  through  the  shaker  system.  Three  different  tape  decks 
were  used  in  this  phase  of  the  program: 

(1)  Ragra  III  (reel  to  reel  type  -  7-1/2  i.p.s.  tape 
speed) . 

(2)  Sony  a-7  (ELcaset  type  -  3-3/^  i.p.s.  tape  speed). 

(3)  Hitachi  D3500  (cassette  type  -  1-7/8  i.p.s.  tape 
speed) 

Results  of  these  tests  uncovered  no  operational  problems  associated  with 
driving  the  shaker  system  with  taped  random  noise.  Random  spectrums 


Preparation  and  utilization  of  the  synthetic  random  tape  was 
scheduled  for  the  latter  part  of  Task  A  in  order  to  permit  evaluation  of 
significant  parameters  and  derivation  of  methods  to  ccanpensate  for  them 
in  the  synthetic  random  tape.  A  single  tape  was  prepared  using  the  Sony 
El-7  recorder  and  played  through  the  shaker  system  five  times  for  verification 
of  the  spectrum.  AH  spectrums  were  within  ±  3  dB  of  nominal.  The 
formulation  and  preparation  of  this  tape  has  been  described  in  some  detail 
since  it  does  represent  the  end  product  of  this  study  program.  The  discussion 
was  divided  into  three  sequential  phases: 

0  formulation  of  the  synthetic  random  spectrum, 
o  synthesizing  and  recording  the  random  spectrum, 
o  test  operations  with  the  synthetic  random  tape. 

(1)  Formulation  of  the  Synthetic  Random  Spectrum 
The  first  step  in  this  process  was  the  measurement  of  the  sine 
transfer  characteristics  for  the  system.  For  this  purpose,  data  from  one  of 
the  many  Ig  peak  sine  sweeps  made  on  the  MASS  MOCK-U?  (chosen  at  random), 
was  used  in  the  calculation.  Figure  7  is  a  plot  of  the  output  voltage  and 
acceleration  recorded  during  this  test  run.  The  average  amplitude  of  the 
voltage  and  acceleration  in  each  of  83  bands  was  read  from  these  plots  and 
recorded.  Figure  8  shows  a  portion  of  the  tabulation  sheet  used.  The  sine 
transfer  function  (E/g)  in  each  band  was  calculated  by  subtracting  the  re¬ 
corded  peak  acceleration  (g)  from  the  recorded  output  voltage  (E)  and 
entered  in  the  3rd  column  of  the  tabulation  sheet.  (It  sho\U.d  be  noted  that 
all  data  is  handled  in  the  logarithmic  form  (dB)  so  that  mulitiplicatlon 
and  division  can  be  simplified  to  computations  involving  only  addition  and 
subtraction) . 

The  second  step  in  the  formulation  is  the  addition  of  cosqwnsation 
factors  for  variances  and  non-linearities  in  the  system.  Three  compensation 
factors  were  included: 
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FIQ.  8  TABULATION  SHEET  FOR  SYWrHEiriC  RANDOM  SPECTRUM 


(1)  Tape  recorder  characteristic:*  1  dB  gain  from  20 
to  2000  Hz. 

(2)  Non-linearity  due  to  damping;  -  3  iSB  at  the  tie 
down  resonant  frequency  213  Hz. 

(3)  Variance  in  resonant  frequency:  reduced  the  E/g  at 
the  three  major  resonant  frequencies  (213»  763, 

163d  Hz.)  to  the  mean  of  each  and  its  two  adjacent 
bands. 

The  compensation  factors  were  added  to  the  E/g  in  each  band  to  yield  a 
final  corrected  sine  transfer  function  in  column  0.  In  column  H  the 
required  random  g/Hz.  in  each  band  is  tabulated.  (This  is  the  nominal 
6.0g  rms  spectrum  used  in  tests  -  refer  to  Figure  I).  The  corrected 
sine  transfer  function  E/g  in  each  band  is  then  added  to  the  required 
randcan  function  g/Hz.  for  each  band  to  generate  the  synthetic  random 
voltage  (E/Ez.)  in  each  band.  (Column  I  in  chart). 

The  final  step  in  the  calculation  is  to  normalize  the 
synthetic  random  voltage  (E/Hz.)  expressed  in  dB  to  terms  of  g  /Hz  so 
it  can  be  programmed  into  the  automatic  randcan  equalization  system,  and 
the  actual  voltage  spectrum  generated.  This  is  accomplished  by  establishing 
a  dB  reference  such  that  all  values  of  the  synthetic  random  spectrum  are 

within  the  aiulyzer  range  of  the  ASDE  80  System  ( .001  to  10.0  g  /Hz  ) . 

2 

The  reference  used  was  0  dB  «  .125  g  /Hz.  The  ^synthetic  random  voltage 
in  each  band  was  normalized  in  this  manner  and  tabulated  in  column  J 
on  chart.  A  plot  of  the  synthetic  random  voltage  (un -normalized)  is 
presented  in  Figure  j. 

(2)  Synthesizing  and  Recording  the  Random  Spectrum 

For  this  step  the  automatic  random  system  was  operated  in  a  closed- 
loop  mode,  i.e.,  the  output  of  the  random  equalization  section  is  fed 
back  into  the  analyzer  section.  The  random  system  was  then  programmed  to 
the  normalized  random  spectrum  derived  in  the  previous  step.  The  output 
voltage  was  analyzed  with  a  spectrum  analyzer  and  ccjmpared  to  the  required 
voltage  plotted  in  Figure  10 .  Minor  adjustments  were  then  made  to  the 
program  to  correct  any  slight  deviations.  The  randan  output  voltage  was 
then  recorded  on  a  Sony  ELeaset  tape.  Approximately  ten  minutes  of  this 
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random  spectrum  was  recorded.  The  tape  was  then  played  back  into 
the  spectrum  analyzer  to  verify  the  spectrum.  No  errors  la  the  taped 
spectrum  were  found. 

(3)  Test  Operations  With  The  Synthetic  Random  Tape 

As  previously  noted  the  synthetic  random  tape  was  played  throu^ 
the  shaker  system  with  the  MASS  MOCK-UP,  a  total  of  five  times.  In  two 
of  the  test  runs  the  MASS  MOCK-UP  was  forced  to  the  extreme  left  and  then 
ri^t  side  of  its  mount  since  this  had  been  shown  to  have  the  most 
significant  effect  on  the  major  rocking  mode  frequency.  Spectrum  analysis 
of  these  five  runs  showed  them  all  to  be  within  +  2  and  -  3  dB  of  noms na i 
test  level.  (A  typical  spectrum  analysis  for  one  of  the  runs  is  shown  in 
Figure  U) . 

The  test  results  to  date  ccmspletely  validate  the  methods  utilized 
to  synthesize  the  random  tape.  As  demonstrated,  compensation  factors  for 
various  considerations  can  be  readily  applied  would  appear  to  yield 
satisfactory  results.  More  exact  formulation  of  these  compensation  factors 
were  undertaken  during  the  evaluations  conducted  in  Task  B. 

2.2.2  BASELINE  TRANSFER  CHARACTERISTIC  INVESTIGATION 

The  purpose  of  this  investigation  was  .o  review  response 
data  taken  on  various  electronic  equipment  to  determine  the  variability  be¬ 
tween  units  and  the  need  for  corrective  factory  to  be  utilized  when  defining 
a  synthetic  open  loop  taped  random  spectrum. 

It  has  already  been  shown  that  the  random  synthesization  technique 
is  feasible  on  a  one-for-one  basis,  as  stated  in  paragraph  2.2.1  herein.  The 
necessity  for  a  more  comprehensive  analysis  of  the  response  data  stems  from 
the  implementation  methodology  implicit  in  the  technique.  In  actual  practice 
only  one  sample  of  a  particular  generic  type  of  equipment  will  be  available 
for  evaluation,  i.e.,  the  l.Og  peak  sine  sweep  response  curve,  necessary  to 
establish  the  equipment/retentlon  fixture /shaker  system  transfer  characteristics 
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will  be  generated  for  that  sample  only.  Since  a  synthetic  random  spectrum 
Is  based  on  the  characteristics  of  that  specific  san^le,  it  Is  conceivable 
that  response  data  of  other  units  of  -Ute  same  generic  type  might  exhibit 
higher  or  lower  response  characteristics.  This  may  therefore  dictate  the 
application  of  suitable  adjustment  factors. 

In  order  to  evaluate  the  feasibility  of  applying  the 
synthetic  random  spectrum  technique  over  a  broad  range  of  test  articles 
in  day  to  day  laboratory  operations,  a  program  was  initiated  to  measure  the 
dynamic  transfer  characteristics  of  a  large  and  diverse  population  of 
electronic  assemblies.  The  Environmental  Test  Laboratory  located  in  the 
GAC  Avionics  Center,  Plant  Od,  was  chosen  for  this  investigation  since  this 
laboratory  routinely  performs  200  random  vibration  tests  a  year  on  avionic 
equipment  associated  with  GAC  aircraft  programs.  For  this  study, data  was 
acquired  on  only  the  more  frequently  tested  electronic  units  (see  Appendix  B), 
to  assure  the  acquisition  of  enough  data  for  statistical  analysis  of  the  results. 
Four  electronic  units  were  chosen: 


Unit  # 

1 

2 

3 

k 

2. 2. 2.1  Data  Acquisition  and  Analysis 


Equipment  Type 

Data  Converter 
Programmer 
Multiple  Display 
Computer 


Sinusoidal  and  random  vibration  data  was  acquired  on  each 
of  the  electronic  equipment  types  by  subjecting  each  of  the  units  to  the 
following  tests: 

o  Sinusoidal 

A  sweep  was  performed  firCTi  20  to  2000  Hz.  at  a  constant 
level  of  l.Og  peah.  The  sweep  rate  was  one  octave /min. 

0  Random 

Two  curves  were  generated,  applying  the  spectrum  shown  in 
Figure  9 ,  as  follows : 


■*  - 
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(a)  One  minute  at  half  power  (approx.  3*0  Grms) 

(b)  Five  minutes  at  full  power  (approx.  6.0  Grms) 

During  each  of  these  test  periods  two  parameters  were  recorded: 

(a)  Control  acceleration. 

(b)  Mixer /amplifier  output  voltage. 

This  data  was  subsequently  analyzed  using  a  Real  Time  Az^alyzer  with 
3  Hz.  bandwidth  filters,  and  X-Y  plots  were  made  of  amplitude  versus 
frequency.  A  typical  plot  (for  the. mass  mock-up)  Is  shown  in  Figure  7.  . 

A  block  diagram  for  the  test  setup  is  presented  In  Figure  6  . 

Since  a  considerable  amount  of  data  was  generated,  several 
computer  programs  were  written  and  utilized  to  expedite  the  evaluation. 

The  initial  program  digitized  the  X-Y  response  curves  (both  the 
acceleration  (g)  and  mixer /amplifier  voltage  (E))  for  each  of  the  83  frequency 
bandwidths,  with  each  point  representing  the  amplitude  at  the  center  frequency 
of  the  bandwidth.  The  output  of  the  program  produced  an  i'E/g)  relationship 
value  required  for  further  analysis. 

A  second  program  was  written  to  provide  the  mean(E/g) 
value  for  each  of  the  individual  units  and  also  the  generic  means  for  each 
of  the  equipment  types  examined.  This  program  also  provided  a  common  base  for 
accurate  evaluation  and  comparison  purposes,  necessitated  by  the  fact  that 
some  shaker  control  input  variation  existed.  This  variation  occurred  since 
the  data  was  acquired  over  several  months,  and  normal  day  to  day  differences  in 
shaker  system  controls  were  reflected  in  the  overall  level  of  the  mixer  out¬ 
put  voltage.  Normalization  to  a  common  mean  level  was  provided  by  the  second 
computer  program,  which  established  a  normalizing  factor  (generic  mean  divided 
by  unit  mean)  whi^  was  then  applied  by  multiplying  each  of  the  83  bandwidth  values 
for  all  units  within  a  generic  type.  The  resulting  correct  (E/g)  relation¬ 
ships  were  then  processed  to  determine  the  maximum,  minimum  and  mean 
values  for  each  bandwidth.  The  program  also  identified  the  specific  unit 
(by  number)  associated  with  the  mavimim  and  minixoum  values.  A  graphic  re¬ 
presentation  depicting  the  sinusoidal  response  relationship  between  maximum, 
mean  and  minimum  values  was  plotted  in  frequency  (Hz  )  versus  (E/g)  values. 

These  curves  are  shown  in  Figures  12, 13 , and  15 .  An  additional  curve 
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Fig.  12  Plot  of  Frequency  Versus  (Voltage/Acceleration) 


UNIT  #2 
PROGRAMMER 
LATERAL  DIRECTION 
SINUSOIDAL 


Fig. 13  Plot  of  Frequency  Versus  (Voltage/Acceleration)  -  (E/6) 


Frequency  Versus  (Voltage/Acceleratl 


(Figure  16 )  for  unit  Type  #£  vas  generated  to  examine  the  random  vibration 
transfer  characteristics  and  permit  sine-random  comparisons  for  one  generic 
type  of  equipment. 

2. 2. 2. 2  Results  of  Analyses 

Examination  of  the  sine  data  (Figures  12 ,  13  and  15 )  for 
each  of  the  generic  types  investigated,  indicates  an  insignificant  (average 
less  than  1.0  ds)  variation  in  response  level  over  the  total  bandwidth  except 
at  equipment  and  fixture  resonances.  The  variation  at  resonant  conditions 
averaged  3.0  dB.  This  level  of  variation  can  be  accounted  for  during  the 
development  of  the  synthesized  random  test  profile  and  its  feasibility  has 
been  demonstrated  in  the  mass  mock-up  discussion  (reference  2.2.1). 

The  minimal  overall  variation  plus  the  demonstrated  practicality 
of  accoTuiting  for  resonance  variations  confirms  the  fact  that  for  any  equipment 
type,  one  sinusoidal  frequency  sweep  can  be  utilized  to  represent  the  transfer 
characteristic  of  that  generic  group. 

It  should  also  be  noted  that  a  5  Hz.  filter  (extremely  narrow) 
was  utilized  for  both  random  and  sine  data  during  this  investigation  in  order 
to  obtain  very  precise  data.  In  actual  practice,  random  analysis  filter  band- 
widths  in  the  range  of  25  to  100  Hz.  are  permitted  by  Military  Specifications. 
Data  averaging  over  this  wider  bandwidth  significantly  reduces  the  amplitudes 
of  narrow  resonant  peaks. 

A  review  of  the  random  vibration  data  acquired  on  unit  type  #2, 
again  indicates  an  insignificant  variation  throughout  the  20-2000  Hz.  range 
except  at  resonant  conditions.  This  variation  is  even  less  than  the  sinusoidal 
variation  for  the  same  unit  type  and  indicates  that  the  l.Og  peak  sine  level 
input,  used  for  response  determination  can  be  used  and  appears  to  have  minimal 
non-linear  input  level  effects. 

Since  some  variations  occur  in  resonant  condition  frequencies, 
a  factor  necessary  to  correct  this  variation,  must  be  considered.  A  review 
of  this  variation  was  conducted  by  examining  resonant  frequency  shifts  for  the 
various  units  studied.  Preliminary  indications  are  that  a  tolerance  band  of 
approximately  3^  shotild  be  provided  for  frequencies  below  ICOO  Hz.,  and  a 
value  of  approximately  i  5‘S  applied  between  1000-2000  Hz. 
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To  determine  the  approximate  level  of  transfer  error 
existing  between  the  developed  synthesized  random  spectrum  and  the 
required  random  spectrum,  a  comparison  study  was  completed  for  one  of  the 
generic  types  of  electronic  equipment,  i.e..  Group  #2.  This  study  compared 
the  maximum  and  mean  value  for  the  sine  and  random  (E/g)^  values  at  . 
each  bandwidth  and  concluded  that  the  maximum  variation  in  resonant  frequency 
bands  was  approximately  +3.5  oB.  As  previously  indicated  this  situation 
can  be  compensated  for  in  the  development  of  the  synthesized  random  spectrum. 

Further  tests  and  data  analysis  undertaken  in  Task  B  finalized 
the  correction  factors  necessary  relating  to  the  level  and  frequency  variations. 

2.2.3  SHAKER  SYSTEM  VARIATIONS 

During  this  program  phase  four  different  electrodynamic  shaker 
system  arrangements  (see  Figure  17)  were  utilized  in  obtaining  equipment 
response  data.  No  significant  problems  were  encountered  with  any  of  the 
systems  or  set-ups  employed.  In  order  to  evaluate  variations  due  to  extended 
usage  an  in-depth  study  was  made  of  the  characteristics  of  one  shaker  system 
to  assess  any  changes  occurring  over  a  long  time  period.  It  was  iz5>ortant 
that  relatively  stationary  characteristics  were  maintained  to  minimize  the 
need  for  additional  compensation  due  to  shaker  systems  variation. 

This  investigation  included  two  basic  evaluations: 

(a)  Shaker  system  characneristics  as  a  f-unction  of  time. 

(b)  Shaker  system  characneristics  with  variaile  operational 
parameters. 


2. 2. 3.1  SheUcer  System  Characteriszics  As  a  F^unction  of  Time 

For  this  series  of  tests  the  MB  model  C25HB  Shaker  (rated 
2300  lbs.  RMS  force  capacity  -  random),  driven  by  the  model  T-666  Power 
■Amplifier  (rated  15  KVA)  was  used.  The  shaker  was  attached  to  a  GAC  oil 
film  slip  table  to  which  only  the  test  fixture  for  the  test  article  had 
been  bolted.  A  ig  peak  sine  sweep  with  the  eapty  fixture  was  made  and 
si.ne  transfer  characteristics  determined.  Eight  sine  runs  were  made, 
distributed  evenly  o'.'er  a  six  month  period.  No  special  atte.Tpt  was 
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Fig.  17  -  Shaker  Systenis  Used  In  Program 


Mass  Mock-up  &  C-25H  shaker  head  (rated  1700  lbs  SMS  force  capacity  - 

Unit  #1+  random)  and  T351  Power  Amplifier  (rated  6  KVA) 


Unit  #1  C-25HB  shaker  head  (rated  2800  lbs  SMS  force  capacity 

Unit  #3  Si  random)  with  oil  film  slip  table  and  T-666  Power 

Amplifier  (rated  15  KVA) 


Unit  #5  C-10  shaker  systems  (rated  850  lbs  SMS  force  capacity 

Unit  #2  random  with  flexure  table  and  T351  Bower  Amplifier. 

Unit  #7 


Mass  Mock-up  2e 
Unit  ^ 

Unit  #7 
Unit  #2 


C-10  shaker  head  and  T351  Power  Amplifier 
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made  to  duplicate  the  setup  from  test  to  test,  except  that  .T';'Tiially  required 
by  good  laboratory  practices. 

Sinusoidal  data  plots  for  each  run  were  made  in  the  normal 
manner  used  for  production  hardware.  For  the  purpose  of  this  investigation 
da-a  was  read  from  the  plots  at  7  different  frequencies  lAich  represent  the 
minimum  and  maximums  of  the  transfer  function.  The  amplitude  at  each  data 
point  was  normalized  to  a  0  dB  reference  at  600  Hz.  to  account  for  minor 
variations  in  system  gains  and  instrumentation  calibrations  from  run  to  run. 

The  maximum  variation  in  resonant  frequency  was  +  29  Hz 
and  -  lU  Hz  with  an  average  max /min  variation  over  the  seven  frequencies 
and  8  data  plots  of  12.5  Hz.  This  represents  only  half  a  bandwidth  with 
the  random  equalization  system  which  is  used  in  synthesizing  the  random  tape , 
and  as  such  would  be  considered  insignificant. 

The  maximum  variation  in  the  transfer  function  (E/g)  was 
+  2.1  dB  and  -  2.3  dB  with  an  average  max/min  variation  over  the  seven 
frequencies  and  8  data  plots  of  i  1.3  dB.  Considering  the  sensitivity  of  the 
sine  run  compared  to  the  random  run,  we  could  expect  a  random  spectrum  variation 
of  less  than  0.5  dB. 

2. 2. 3. 2  Shaker  System  Characteristics  With  Variable  Operational  Parameters 

In  order  to  evaluate  the  effect  of  shaker  system  gains  on  the 
dynamic  characteristics  of  a  setup,  a  series  of  l.Og  peak  sine  sweeps  were 
made  using  the  MASS  MOCK-UP.  For  these  tests,  the  MASS  MOCK-UP  was  removed 
and  the  shaker  system  operated  with  only  the  'cest  fixture  bolted  to  the 
shaker  head. 

The  shaker  system  as  previously  noted  is  composed  of  an 
MB  C-25H  shaker  and  an  MB  T351  Power  Amplifier.  Only  two  variables  are 
readily  controlled  by  the  operator  of  the  system: 

(a)  Shaker  field  current  -  which  is  directly  proportional 
to  force  which  the  shaker  can  develop. 

(b)  Output  tube  plate  voltage  -  which  is  directly  proportional 
to  the  output  voltage  and  inversely  proportional  to  the 
output  current  of  the  power  amplifier. 
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A  third  variable  was  also  included  in  this  test,  tightness  of  control 
accelerometer.  Although  it  is  unrelated  to  system  gain,  it  is  a  variable 
that  could  be  easily  introduced  into  a  test  setup  and  result  in  possible 
errors  in  the  transfer  function. 

Four  test  runs  were  made  with  the  mixer  output  voltage 
recorded  in  each.  The  variable  in  each  run  was  as  follows: 

(a)  Nominal  test  conditions. 

(b)  Control  accelerometer  only  finger  tight, 

(c)  Shaker  field  current  25^  below  nominal. 

(d)  Output  tube  plate  voltage  15^  below  nominal. 

The  relative  gain  of  the  mixer  output  was  measured  at  the  four  major 
resonances  with  the  following  results: 


760  Hz. 

1550  Hz. 

1615  Hz. 

1765  Hz 

Run  #1  (nominal) 

h.3  dB 

19.5  dB 

6.2  dB 

7.4  dB 

Run  4^  (accel  loose) 

h.3  dB 

17.3  dB 

7.6  dB 

9.6  dB 

Run  #3  {-2%  field) 

k.7  dB 

19.7  dB 

5.6  dB 

7.7  dB 

Run  #4-  (-15%  plate) 

4.8  dB 

19.2  dB 

6.4  dB 

8.0  dB 

The  variations  in  system  gain  (Run  #3  end  k)  have  a  negligible 
effect  on  transfer  characteristics  with  a  worst  case  of  =0.6  dB  from  nominal. 
The  looseness  in  the  control  accelerometer  has  a  more  significant  effect  at  the 
higher  frequency  resonances:  i  2.2  dB  from  nominal. 

In  summary,  the  result  of  these  and  other  teszs  with  this 
shaker  system  lead  to  the  conclusion  uhat  minor  variations  in  system  parameters 
have  little  or  no  effect  on  transfer  characteristics.  The  significance  to  the 
taped  random  technique  is  two  fold: 

(a)  Normal  degradation  of  system  gain  due  to  aging  of  components 
will  not  be  a  problem. 

(b)  Requirements  for  exact  duplication  of  all  system  parameters 
in  each  test  setup  can  be  relaxed. 

It  should  be  noted  that  these  results  are  prelimijoary  since  they  involve  a 
single  shaker  system.  A  more  extensive  evaluation  of  all  three  shaker  systems 
will  be  undertaken  in  the  next  phase  of  the  program. 
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2.2.U  OPEN  LOOP  OPERATION 


In  a  standard  vibration  test  facility  a  servo,  utilizing 
an  accelerometer  as  a  feedback  device,  is  used  to  drive  a  shaker  system. 

This  closed  loop  mode  of  operation  normally  provides  good  control  of  the 
vibration  systems  power  levels.  However,  if  the  feedback  loop  is  lost,  the 
servo  rapidly  increases  the  drive  voltage  to  the  shaker  in  an  attempt  to 
re-establish  the  lost  feedback  signal  level.  This  can  result  in  overtest 
and  equipment  damage.  The  open  loop  mode  of  operation  utilized  in  the 
taped  random  approach  utilizes  manual  control,  wherein  the  operator  becomes 
the  feedback  loop,  and  should  incur  no  greater  potential  for  equipment  damage 
than  the  automatic  system.  The  purpose  of  this  discussion  is  to  review 
open  loop  testing  with  the  taped  random  technique  and  demonstrate  how  levels 
can  be  controlled  with  a  minimum  risk  of  overtest. 

2.2.U.1  Manual  Control  of  System 

The  essential  element  of  this  technique  is  manual  control  of 
the  shaker  amplitude.  With  maniial  control  a  single  gain  control  is  substituted 
for  the  sine  or  random  servo  system  employed  in  most  modern  vibration  systems. 
This  is  inherently  a  safer  system  than  servo-control  since  problems  in  the 
accelerometer  feedback  system  will  not  automatically  increase  the  shaker 
amplitude  as  it  will  in  a  servo  system.  The  main  disadvantage  of  course 
is  control  speed.  Even  the  most  skilled  operator  could  not  keep  pace  with  the 
quickly  changing  input  voltages  required  during  a  constant  acceleration  frequency 
sweep.  However,  if  the  operator  is  supplied  with  preprogrammed  voltages  (rather 
than  the  normal  constant  voltage  from  an  oscillator)  necessary  to  maintain  an 
acceleration  level,  he  needs  to  manually  adjust  the  vibration  level  only  once 
at  the  start  of  the  vibration  test.  This  is  the  only  control  the  operator 
need  adjust  for  the  test  since  all  the  other  control  variables  have  been  pre¬ 
recorded  on  the  tape  used  'co  drive  the  system.  A  control  feedback  is  still 
provided  to  the  operator  in  the  form  of  an  RMS  meter  which  indicates  control 
acceleration  and  which  was  utilized  in  setting  the  gain  control  initially. 

This  is  the  heart  of  the  proposed  test  system  and  is  basically 
the  same  for  both  sine  and  random  testing. 
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2,2. U. 2  Sinusoidal  Testing  With  Taped  Input 


Preparation  of  the  sinusoidal  tape  is  the  simpler  of  the 
two  tasks  since  it  utilizes  the  original  tape  which  was  recorded  during 
the  servo-controlled  sine  sweep  for  determination  of  transfer  characteristics. 
The  essential  elements  of  the  servo-controlled  sine  sweep  (during  tape 
recording)  are  as  follows: 

(a)  Sweep  2000  to  20  Hz. 

(b)  Control  amplitude  of  l.Og  peak. 

(c)  Sweep  rate  1  oct/min. 

(d)  Dwell  1  minute  at  2000  Hz.  at  start  of  sweep. 

As  was  pointed  out  in  previous  sections,  the  control  accelerometer  need  not 
be  filtered  for  this  test  but  if  the  equipment  is  available,  it  is  desirable. 

The  frequency  range  of  2000  to  20  Hz.  was  chosen  to  provide 
transfer  functions  for  the  normal  range  of  random  vibration  test  spectrums. 

The  sweep  rate  is  that  normally  specified  in  MIL-STD  Qualification  Tests 
and  is  slow  enough  to  allow  resonant  amplitudes  to  rise  to  90  to  100^ 
of  their  peak  for  accurate  transfer  function  calculations.  An  amplitude  of 
Ig  peak  was  chose  for  two  reasons; 

(a)  Small  enough  amplitude  at  20  Hz.  (0.05"  D.A)  to  permit 
a  constant  g  sweep  over  the  entire  frequency  range. 

(b)  Amplitude  is  well  below  qualification  levels  in  the  mid 
and  high  frequency  ranges  where  variations  in  test  article 
characteristics  coxild  cause  higher  level  spikes. 

A  one  minute  dwell  is  recorded  at  2000  Hz.  at  the  start  of  the  tape  to  permit 
the  operator  (when  using  a  tape  input  to  the  shaker  system)  to  adjust  his 
system  gain  control  until  he  reads  Ig  on  his  RMS  meter.  Gain  is  adjusted 
at  2000  Hz.  rather  than  20  Hz.  since  any  operator  error  resulting  in  over¬ 
shooting  the  Ig  peak  amplitude  will  have  minimal  effect  on  the  test  article. 

During  the  playback  of  the  tape  through  the  system  the 
operator  will  monitor  the  acceleration  level  on  the  RMS  meter  to  verify 
that  the  acceleration  stays  within  reqixired  tolerance  levels.  (These  tolerances 
will  be  developed  in  Task  B  of  the  Program).  Graphic  recording  techniques 
using  oscillographs  or  X-Y  plotters  would  be  desirable  in  pinpointing  problem 
areas  but  are  not  considered  essential  for  test  operations. 
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2. 2. ^.3  Random  Testing  With  Taped  Input 

The  technical  details  associated  with  preparation  of 
the  synthetic  random  tape  is  discussed  in  depth  in  paragraph  2.2.1. 

Testing  operations  required  utilizing  the  random  tape  are  identical  to 
those  conducted  using  the  sine  tape.  The  operator  increases  his  gain 
control  until  he  reads  the  correct  G  ms  level  (for  the  spectrum)  on  his 
RMS  meter.  Since  the  random  noise  is  a  stationary  process  he  can  start 
and  stop  the  tape  at  any  point  to  verify  test  article  operation  and  then 
resume  testing.  At  least  10  minutes  of  random  noise  should  be  recorded 
on  a  tape. 

There  is  however  no  method  of  verifying  the  test  spectrum 
during  the  test  without  an  expensive  spectrum  analyzer.  While  this  would 
be  a  desirable  asset  to  this  procedure,  the  program  method  of  verifying 
the  spectrum  with  a  prior  taped  sine  sweep  is  a  viable  and  satisfactory 
alternative . 

2.2.1+.U  Overtest  Protection 

In  any  testing  operation,  the  best  safeguard  is  an 
alert  operator.  Utilizing  this  manual  control  system,  the  operator  directly 
controls  the  vibration  level  of  the  system  with  the  gain  control.  He  can 
reduce  the  level  at  any  time  during  a  test  run  if  he  suspects  a  problem. 

One  of  the  potential  problems  associated  with  this  system 
is  the  use  of  the  wrong  tape  cassette  with  a  test  article.  It  has  been 
pointed  out  in  the  general  discussion  of  this  technique  that  each  tape  is 
tailored  for  a  particular  type  of  test  article  for  a  specific  test  axis 
on  a  particular  fixture  and  shaicer  system.  The  use  of  the  wrong  tape  would 
not  necessarily  be  apparent  when  running  a  random  test  (without  a  spectrum 
analyzer)  but  would  be  readily  detected  with  the  sine  run.  For  this  reason 
it  is  recommended  that  the  sine  run  be  recorded  immediately  before  the  random 
run  on  the  tape  cassette  and  that  a  sine  run  always  be  conducted  prior  to  a 
random  test  run. 

A  failure  in  the  control  accelerometer  feedback  will  not 
result  in  an  overtest  as  it  might  in  a  servo-controlled  system.  The  operator 
will  immediately  detect  a  loss  of  signal  on  his  RMS  meter  and  car  turn  down 
the  gain  and  correct  the  problem. 


2.2.5  tah:  deck  evaluation 

The  success  and  feasibility  of  the  taped  random  technique  was 
extremely  dependent  on  the  availability  of  an  economical  audio  tape  deck 
which  coiild  meet  the  performance  requirements  of  the  program.  A  comprehensive 
investigation  was  therefore  included  in  the  study  to: 

(a)  Review  specifications  for  a  variety  of  tape  decks  and 
select  a  suitable  unit. 

(b)  Procure  and  test  the  tape  deck  selected  to  verify  its  short 
and  long  term  capabilities. 

The  operating  log  presented  in  Appendix  C  summarizes  the  tasks  performed  during 
this  investigation. 

2. 2. 5.1  Specification  Review 

An  in-depth  review  of  various  audio  trade  journals  provided  the 
initial  information  required  to  selectively  contact  equipment  manufacturers  and 
discuss  the  program  needs  in  terms  of  their  units  performance.  In  effect, 
this  review  served  as  a  screen  which  reduced  a  large  number  of  available  decks 
to  only  a  few  potential  candidates.  Following  this  phase  of  the  effort,  the 
manufacturers  of  the  candidate  units  were  requested  to  submit  specifications  for 
review.  After  a  detailed  evaluation  of  this  documentation  two  units  were 
purchased  and  subsequently  evaluated.  Unit  number  one  was  a  Sony  Zlcaset 
Model  EL-7  and  was  considered  the  primary  candidate  since  it  apparently  met  or 
exceeded  all  our  requirements.  The  second  unit  a  Hitachi  Model  D3500, 
also  met  the  study  requirements,  and  was  purchased  to  provide  a  second, more 
economical  source  for  the  tape  deck. 

2. 2. 5. 2  Test  and  Evaluation  Program 

Each  of  the  units  was  initially  checked  to  confirm  operational 
status  after  delivery.  A  limited  test  program  was  then  conducted  to  verify 
manufacturers  claims. 

Figure  l8  depicts  the  setxip  that  was  used  during  these  preliminary 
as  well  as  subsequent  tests.  Table  1  presents  the  results  of  the  preliminary 
tests  conducted. 

Detailed  Evaluation  Test  program 

The  tests  performed  in  this  section  were  selected  in  order  to  best 
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TABLE  1  -  ITTITIAL  MEASUBEMEKTS 


Specimen:  SONY  ELcaset  EL-7  with  SLH-60  Type  I  tapes. 

Tests;  Operational  check  of  Manufacturer's  Specifications. 


PABAMETER 

MAlfJFACTURER'S  DATA 

TEST  RESULTS 

Freq.  Response 

25  -  20000  Hz  i3dE 

20  -  16300  Hz  ±3dB 

Sig.  to  noise  ratio 

59  <3B  at  peak  level 

58.6  dE 

(DOLBY  NR  off) 

Line  Input 

Line  Output 

0 . 095V(  -l8dE)  into  lOOKohms 
0.775V(0dE)  into  lOOKbhas 

0.057  V?MS 

0.712  VPMS 

dejscmstrate  the  tape  deck’s  capability  to  meet  the  unique  program  requirements. 
These  requirements  can  be  summarized  as  foUovrs: 

(a)  Linear  frequency  response  over  a  range  of  20  to  2000  Hz. 

(b)  Usable  dynamic  range  of  UO  dB. 

(c)  Stability  and  repeatability  of  tape  system. 

The  techniques  normally  used  in  evaluation  of  audio  decks  were  not  employed 
since  the  data  would  not  be  applicable  to  the  tape  deck  final  utilization.  The 
tests  were  therefore  modified  in  order  ^o  present  more  meaningful  information 
when  determining  the  error  contributed  by  the  tape  deck  in  meeting  these  require¬ 
ments  . 

It  should  be  noted  that  the  Hitachi  deck  became  inoperative  after 
a  very  limited  amount  of  testing  and  was  returned  to  the  manufacttarer  for  re¬ 
pair. 

2.2. 5.2.1  Frequency  Response  Tests 

These  tests  were  conducted  to  determine  the  magnitude  of  the 
error  introduced  by  the  tape  deck  when  the  voltages  are  played  back  over  the 
20  to  2000  Hz.  frequency  band.  They  included  the  following  tests; 

o  Frequency  Response  With  Nominal  Input  Signal 

A  constant  level  sinusoidal  input  signal,  indicating  0  dB  on  each 
recorder  VU  meter  (highest  mfg.  recommended  level  for  continuous 
recording)  was  recorded  in  a  frequency  sweep  from  20  to  2000  Hz. 

The  tape  was  then  played  back  through  the  spectrum  Malyzer  to 
measure  the  linearity  of  the  recorder.  Using  the  indicated  level 
at  1000  Hz  as  the  0  dB  reference,  the  following  errors  were  found 
over  the  frequency  range: 

(a)  Sony  EL-7  -  +  0.85dB,  -  0.3dB,  ref:  Figure  19. 

(b)  Hitachi  D3500  -  +  1  dB,  -  6.5  dB 

An  exploded  view  of  the  low  fi-equency  (20  Hz.)  response  of  the  recorder 
was  aiade  using  the  same  0  dB  input  with  the  following  results: 

(a)  Sony  SL-7  output  signal  was  only  -  0.8  dB  at 
20  Hz.  ref;  Figure  20. 

(b)  Hitachi  D3500  was  not  specifically  tested  at  this  level. 
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Fig.  19  Response  vs  Signal  Level  (Playback  -  Sony  EL-7) 


Fig.  20  Low  Frequency  Response  (Sony  EL-7) 


o  Usable  Dynamic  Range 

In  order  to  determine  the  change  in  frequency  response  as 
a  function  of  input  signal  level,  a  series  of  recordings 
of  a  constant  amplitude  sinusoisal  signal  were  made  vrith 
the  input  voltage  In  each  frequency  sweep  at  -10,  -20,  -30, 

-40,  and  -50  dB  below  the  0  dB  level  used  in  the  previous 
tests.  Response  data  for  the  Sony  is  presented  in  Table  2 
and  Figure  19. 

The  results  of  these  tests  can  be  summarized  as  follows: 

(a)  Sony  -  no  significant  errors  introduced  when  the 
inpu'*'  signal  varies  from  0  dB  to  -Uo  dB. 

(b)  Hitachi  -  the  response  plots  indicate  significant 
non-linearity  when  the  input  signal  is  approximately 
-20  dB,  with  the  error  increased  by  approximately 

3  dB  at  both  the  high  aivi  low  frequency. 

o  Stability  and  Repeatability  of  Tape  System 

This  investigation  was  performed  in  two  parts  to  evaluate  both 
the  short  and  long  term  variations  in  the  tape  system  response. 

Test  data  is  available  only  for  the  Sony  due  to  operational 
problems  with  the  Hitachi  which  were  previously  noted. 

For  short  term  response, a  tape  (No.  1)  was  recorded  ••ith  a  sine 
sweep  recorded  at  different  level  as  described  in  previous 
paragraphs.  This  tape  was  played  back  and  the  data  analyzed 
periodically  every  few  days  to  determine  whether  the  response 
error  increases  with  repeated  utilization. 

For  long  term  response  a  similar  tape  (No.  3)  was  recorded  and 
periodically  every  few  weeks,  played  back  emd  the  data  analyzed 
to  determine  whether  the  recorder  performance  had  deteriorated. 

The  results  of  both  of  these  investigations  are  presented  in 
Table  2.  No  significant  variations  were  found  in  either  program. 
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2.2. 5.2.2  Additional  Tape  System  Tests 


Several  other  tests  to  evaluate  characteristics  of  uhe  tape 
system  were  performed,  and  are  summarized  below: 

(a)  Circuit  Loading  -  a  test  was  run  to  measure  the  effect  on 
frequency  response  of  varying  shaker  system  input  impedances. 
Loading  was  varied  over  a  range  of  lOOK  to  IK  ohms.  Both 
tape  decks  are  within  -L  d3  at  5K  ohms  but  drop  to  -12  and 
-7  dB  at  an  input  loading  of  only  IK  ohm. 

(b)  Time  Base  Distortion  -  a  test  was  performed  to  measure  time 
base  distortion  due  to  such  causes  as  tape  stretch  or  binding, 
variation  in  tape  deck  speed,  etc.  A  100  Hz.  squarewave  and  a 
300  Hz.  sinewave  were  recorded  on  the  Sony.  The  tape  was 
played  back  30  times  and  the  data  analyzed  to  measure  actual 
frequency.  With  an  analyzer  resolution  of  1  Hz  no  frequency 
shifts  were  observed. 

(c)  Tape  Deck  Cleaning  -  an  ir5)rovement  of  approximately  0.2  dB 
in  response  error  resulted  when  the  heads  were  cleaned  after 
60  hours  of  use. 

(d)  Dolby  Noise  Reduction  -  this  tape  deck  feature  is  effective  only 
above  2000  Hz.  and  bad  no  measurable  effect  on  the  data. 


2.2. 5. 3 


Summary  of  -est  Results 
(1)  Hitachi  D3500 

o  Frequency  response  at  the  low  end  (20  Hz)  indicates 
a  problem  with  the  level  being  greater  than  6  dB 
o  Frequency  response  as  a  function  of  input  signal 
deteriorates  between  -10  and  -30  dB 
o  Failure  of  the  unit  prevenued  checking  the 
manufacturers  data  and  of  establishing  some 


confidence  of  the  units  long  term  operation 
(2)  Sony  FL-7 

o  Frequency  response  of  ±  1  dB  from  20  to  2  KHz 
o  Frequency  response  as  a  function  of  input  signal 
from  0  dB  to  -LO  dB  remains  within  the  ±  1  dB  band. 
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o  Moderate  testing  on  a  day  to  day  basis  does 
not  cause  immediate  deterioration  of  either  the 
taps  deck  or  the  tape, 
o  All  other  contingency  checks,  Dolby, 
cleaning,  etc.,  appear  satisfactory. 

0  Time  base  distortion  does  not  appear  to 
be  a  major  consideration. 

The  design  of  the  Sony  tape  deck  has  been  considerably  altered 
to  overcome  the  dynamic  and  frequency  response  problems  of  the  standard 
cassette  tape  deck,  i.e.,  the  Hitachi.  The  larger  cassette  (SLcaset), 
stationary  heads  and  higher  playing  speeds  make  the  Sony  closely  resemble 
a  reel  to  reel  recorder. 

The  results  of  the  evaluation  clearly  indicane  the  Sony  tape 
deck  is  the  superior  of  the  two  units  tested.  The  tape  deck  meets  nl i 
the  immediate  requirements  of  the  program,  which  was  verified  during  the 
sythesizing  of  the  first  random  tape.  The  recorded  voltage  included  an 
error  attributable  to  the  recorder  of  ±1  dB.  The  first  and  subsequent  play¬ 
backs  indicate  the  tape  deck  operation  was  satisfactory. 


2.3  TASK  B 

2.3.1  EVALUATION  OF  PRODUCTION  HABWARE 

In  Task  B,  the  major  effort  concentrated  on  the  application  of  the 
taped  random  technique  to  actual  production  tests.  Six  different  production 
electronic  assemblies,  utilized  in  two  different  Grumman  aircraft,  were 
chosen  for  evaluation  based  on  the  frequency  of  testing  in  the  Plant  3  En¬ 
vironmental  Laboratory,  Calverton,  N.  Y.  Four  of  the  units  were  tested  in 
two  different  test  axes  in  effect  providing  ten  distinct  test  setups.  Ten 
test  tapes  were  prepared  and  used  to  perform  a  total  of  23  individual  tesx 
sequences.  Appendix  B,  Task  B,  tabulates  the  data  for  the  production 
units  tested. 

2. 3.1.1  Preparation  of  Tapes 

All  tapes  prepared  for  the  production  hardware  were  recorded  using 
the  Sony  Elcaset  Tape  Deck.  A  typical  test  setup  is  shown  in  Figure  l5  . 

Each  cassette  included  the  data  for  a  single  type  of  production  unit.  When 
testing  was  conducted  in  two  axes,  the  data  for  one  axis  was  recorded  on 
side  A  of  the  cassette,  and  the  other  axis  on  side  E  of  the  cassette.  The 
sequence  of  data  recorded  on  the  tape  cassette  is  shown  in  Table  3, 

2. 3. 1.1.1  Recording  of  Sine  Sweep  for  Transfer  Functions 

The  sine  sweep  was  made  at  an  amplitude  of  l.Og  peek  (with  the  con¬ 
trol  accelerometer  unfiltered)  and  the  frequency  swept  from  2C00  to  20  Hz 
at  a  logarithmic  rate  of  1  octave  per  minute.  The  amplitude  was  servo  con¬ 
trolled  during  the  sweep  using  the  unfiltered  control  accelerometer  feedback. 
The  input  voltage  to  the  power  amplifier  was  recorded  on  the  left  channel  of 
the  tape  deck,  and  the  control  acceleration  on  the  right  channel.  A  one 
minute  dwell  at  a  designated  constant  frequency  and  at  an  amplitude  of  l.Cg 
(peak)  was  recorded  on  the  tape  prior  to  the  start  of  the  sweep.  This  served 
as  a  gain  reference  for  the  test  operator  when  performing  the  sine  test  using 
this  tape.  Initially,  the  gain  reference  frequency  selected  for  all  tapes 
was  2000  Hz.  Unfortunately  this  initial  selection,  made  early  in  the  pro¬ 
gram,  did  not  produce  acceptable  results  on  ell  production  test  units.  A 
new  set  of  guidelines  was  therefore  derived  for  the  choice  of  the  gain  re¬ 
ference  frequency  and  Implemented  in  preparation  of  subsequent  tapes.  These 
new  guidelines  are  discussed  in  par.  2. 3.1.3.^. 
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Tabi*  3  SaquantisI  Listing  of  Data  Raeordad  on  Tapa 


Elapsad 
Tapa  Tima 

Titla  of 
Sagmant 

Left  Recorder  Channel 
(P.A.  Input  Voltage) 

Right  Recorder  Channel 
(Control  Accalaration) 

0  Min 
to 

1.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

1.0  Min 
to 

2.0  Min 

Calibration 

Sine  Signal  —  P.A.  Input 
Voltage  (IK  Hz  ryp.) 

3.0g  peak  Sine  Signal  - 
Charge  Amplifier  (IK  Hz 
typical) 

2.0  Min 
to 

3.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

3.0  Min 
to 

4.0  min 

Gain 

Reference 

Sine  Signal  —  P.A.  Input 
Voluge 

1  .Og  peak  Sine  Signal  — 

Charge  Amplifier 

4.0  Min 
to 

4.5  Min 

Reset 

Frequency 

Low  Level  Sine  Signal  — 

P.A.  Input  Voltage 

Low  Level  Sine  Signal  — 

Charge  Amplifier 

4.5  Min 
to 

11.3  Min 

Sine 

Sweep 

Varying  Sine  Signal  —  P.A. 
Input  Voltage  (freq.  2000 
to  20  Hz) 

1  .Og  peak  Sine  Signal  - 
Oarge  Amplifier  (freq.  2(XX) 
to  20  Hz) 

11.3  Min 
to 

30.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

NOTE:  Table  above  applies  to  the  tape  when  cassette  is  placed  in  recorder  with  side 

"A"  marker  facing  outward.  Because  of  the  narrow  width  and  staggering  of  the 
tape  heads,  a  completely  separate  recording  in  the  reverse  direction  can  be 
obtained  when  cassette  is  reversed  with  side  "B"  marker  facing  outward.  See 
illustration  below. 


ELAPSED  tape  TIME  IN  MINUTES 
1  2  3  4  454  n  1/3 


LEFT 
TAPE  HEAD 


LEFT  A 
RIGHT  B 
RIGHT  A 
LEFTB 


CAL 


GAIN 


RESET  SINE  SWEEP 


RIGHT 
TAPE  HEAD 


293S-10W 


2.3.1-1.2  Synthes ization  of  Random  Spectrum 

The  sine  tapes  for  each  test  setup  were  played  back  through  the 
Ubiquitous  WjOA  Real  Time  Analyzer  using  5  Hz  bandwidth  filters.  This  data 
was  used  to  calculate  the  sine  transfer  functions  (E/g)  for  the  test  system 
in  the  same  manner  as  described  in  para,  2. 2. 1,3,  Task  A.  The  sine  transfer 
function  in  each  bandwidth  was  then  modified  by  the  addition  of  the  following 
compensation  factors; 

a.  Tape  Deck  Response  Characteristics 

b.  Resonance  Linearity  Factor 

c.  Resonance  Variance  Factor 

d.  Lower  Tolerance  Limit  Factor 

a)  The  Sony  SLcaset  Tape  Deck  which  was  used  for  production  unit 
evaluations  has  approximately  a  1  dB  increase  in  amplitude  from  20  to  2000  Kz. 
The  compensation  factor  was  therefore  the  inverse  of  this  value  i.e.,  a 

+1  dB  factor  at  20  Hz  decreasing  to  0  dB  at  2000  Hz. 

b)  The  compensation  factor  for  linearity  is  intended  to  correct 
for  difference  in  response  between  a  l.Og  (peak)  sine  run  and  a  5.0  Gms 
random  test  due  to  non-linear  damping  effects.  (Ref,  Task  A  para. 2. 2. 1.3) 

None  were  used  when  production  unit  tapes  were  prepared, 

c)  The  variance  compensation  factor  is  used  to  correct  for  shifts 
in  resonant  and  anti-resonant  frequencies.  It  was  found  in  the  Task  A  baseline 
study  (ref .para. 2. 2.2.2) , that  this  shift  would  normally  be  in  the  range  of 
±3^.  A  set  of  rules  was  derived  for  the  determination  of  compensation  fac¬ 
tors  at  significant  inflection  points  in  the  P.A.  input  voltage  curve,  (both 
maxima  and  nini™  points).  These  rules  are  presented  in  the  order  in  which 
they  were  applied  to  the  production  unit; 

(1)  determine  frequency  of  inflextion  point 

(2)  calculate  average  sine  transfer  function  (Z/g)  in  the  25  Hz 
bandwidth  in  which  the  inflection  point  occurs, end  the 
ad.’ecent  25  Hz  band  on  either  side  (for  an  inflection  point 
between  bands  use  i  2  bandwidths  in  average) 

(3)  reduce  the  E/g  function  to  the  average  value  in  any  of  the 
three  or  four  bands  where  it  is  exceeded,  (reduction  is  not 
to  exceed  -3  HB) 

The  purpose  of  applying  only  negative  compensation  factors  (E/g  will 
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always  be  reduced)  was  to  minimize  the  possibility  of  overshooting  the  test 
level  due  to  a  slight  shift  in  frequency. 

d)  A  compensation  factor  was  applied  to  center  the  test  amplitude 
within  the  tolerance  band,  llie  tolerance  band  applied  to  the  production 
units  were  obtained  from  MIL-STD-81OC  Method  51^-2: 

"20  to  500  Hz  +  3  dB,  -  1.5  dB 
500  to  2000  Hz  X  3  dB 
except  deviations  as  large  as  x  6  dB 
shall  be  allowed  over  a  cumulative 
bandwidth  of  100  Hz  maximum,  between 
500  and  2000  Hz" 

In  order  to  comply  with  this  lower  tolerance  limit  of  -1^  dB,  a  compensation 
factor  of  +1  dB  was  applied  to  the  transfer  functions  below  500  Hz. 

The  sine  transfer  function  (E/g)  ’/as  corrected  with  these  compensa¬ 
tion  factors  and  multiplied  by  the  required  random  test  spectrum  to  deter¬ 
mine  the  synthetic  random  voltage.  This  random  voltage  spectrum  was  then 

2 

normalized  in  terms  of  g  /Hz  to  facilitate  programming  compatible  with  the  Ling 
ASDE/ESDE  80  Random  Control  Console  which  was  used  to  synthesize  the  spec¬ 
trum.  The  formulas  and  procedures  used  in  these  calculations  are  presented 
in  para, 2. 2. 1,3.  A  sample  sine  transfer  curve  is  presented  in  Figure  21 
The  calculation  sheets  for  the  synthetic  random  spectrum  are  shown  in  Figure  £2 

2.3‘1<1*3  Recording  Random  Spectrum  on  Tape 

The  synthetic  random  voltage  for  each  production  iu:it  was  recorded 
in  parallel  on  both  the  left  and  right  channel  of  the  tape  immediately  after 
the  sine  sweep  data  on  the  tape.  Where  a  particular  production  unit  was 
tested  in  two  axis,  the  random  spectrum  for  the  1st  axis  was  recorded  on 
side  A  and  the  second  axis  on  side  B. 

2. 3. 1.2  Test  Operations  Using  The  Tape 

Vibration  testing  with  the  taped  input  was  performed  on  production 
hardware  from  Grumman  aircraft  programs  which  was  directed  to  the  test  Lab 
for  Engineering  investigation  of  functional  problems  or  verification  of  re¬ 
pair  actions.  The  units  were,  for  the  most  part,  new  production  electronic 
assemblies  which  had  either  not  yet  been  Installed  on  aircraft,  or  had  been 
removed  from  the  aircraft  after  one  or  two  flight  tests. 
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Figur*  21  Sin«  Trantfar  Curva  (Unit  No.  5) 
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All  vibration  tests  were  performed  vith  all  bench  checkout  inter¬ 
face  cables  connected  to  the  production  unit.  The  initial  unit  in  each 
series  was  used  to  make  the  sine  transfer  tape  and  then  the  random  portion 
of  the  test  was  conducted  in  the  normal  manner  using  the  automatic  random 
control  system.  Subsequent  production  units  were  tested  using  the  taped  in¬ 
put.  The  test  for  each  item  consisted  of  two  runs: 

a.  Run  ?To.  1  -  Taped  Sine  Sweep 

o  l.Og  (peak)  sine  sweep  from  2000  Hz  to  20  Hz  at  a 
rate  of  1  octave  per  minute 

3  on  line  plot  made  of  control  accelerometer  using 
ITbiquitous  MtOA  Real  Time  Analyzer  with  5 
BW  filters. 

b .  Run  No.  2  -  Taped  Random  Run 

o  5  minute  random  test  with  an  overall  Grms  *  6.3 
(see  note  below) 

o  on-line  plot  made  of  control  accelerometer  using 
’Jbiquitous  klOA  Real  Time  Analyzer  with  5  Hz 
3W  filters 

o  recording  of  control  accelerometer  made  using 
itapex  FR-I300  Instrumentation  Recorder  for 
subsequent  analysis  with  wider  analyzer  filter 
bandwidth  of  25  and  50  Hz 

NOTE:  Unit  No.  It  was  not  tested  to  the  nominal  6.0  Grms  test 
spectrum  (see  details  of  special  test  spectrum  for 
Unit  No.  ^  in  para.  2. 3.1. 2. 2.) 

A  summary  tab’ulatlDn  of  all  test  data  taken  on  the  production  units 
is  presented  in  Appendix  B,  Task  B.  A  brief  description  of  each 

type  of  production  unit  which  was  tested  including  significant  details  of 
the  test  setup  and  data  is  discussed  in  the  subsequent  paragraphs. 

2. 3. 1.2.1  Unit  No.  1  (Converter) 

Description  of  Test  .Article 

This  unit  is  an  electronic  data  converter  used  to  convert  flight 
measurements  to  digital  format  for  display  on  a  CRT.  It  measures  10"  W  x 
22"  L  X  9"  H,  weighs  5°  and  mounts  to  a  flat  surface  with  two  retain¬ 

ing  pins  at  one  end  and  two  bolted  flanges  at  the  other  end. 
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Description  of  ?esz  Setup 

The  unit  was  tested  in  the  "X"  axis  only,  which  is  an  axis  parallel 
with  its  longitudinal  plane.  Tests  were  performed  on  a  Grummah  oil  film 
slip  table  driven  by  an  MB  C-25HE  shaker  (rated  5000  lbs  force  -  sine) 

Random  Test  Spectrum 

The  random  test  spectinim  utilized  in  the  test  program  was: 

Frequency  Range  Spectral  Density 

2C  to  30  Hz 
30  Hz  to  350  Hz 
350  Hz  to  2000  Hz 
S-uamary  of  Test  Results 

A  total  of  five  units  were  tested.  Low  frequency  (below  1000  Hz) 
test  results  were  -universally  within  tolerances.  Out-of -tolerance  conditions 
of  r  6  dB  (using  narrow  band  analysis  -  5  Hz)  were  noted  in  two  of  the  test 
units  at  1300  Hz  and  above  iSOO  Hz.  It  should  be  noted  that  when  analyzed 
with  the  widest  bandwidth  filters  permitted  by  MIL-STD-SlOC  (100  Hz  above 
1000  Kz)  the  entire  spectrum  falls  within  tolerance.  See  Fig-ures  23  thru 
26  ). 


+3  dB/oct  rise  to  .01  g  /Hz 
0.01  g^/Hz 
-3  d£/oct  roll  off 


The  initial  out-of -tolerance  problem  was  attributed  to  a  teardown 
repair  and  reassembly  of  the  shaker  system  which  occ-ured  in  the  tine  between 
initieLL  sine  transfer  function  recording  and  the  taped  random  test  on  the 
fourth  unit  (S/N  HiIR-035).  Therefore,  a  new  synthetic  random  tape  was  re¬ 
corded  -using  the  sine  transfer  data  from  this  fourth  unit  (S/N  HJB-O35). 

The  test  of  the  final  unit  (S/N  HJR-O37),  however,  also  resulted 
in  a  i  6  dB  spread  at  1300  Hz.  This  condition  -was  not  noted  during  the  taped 
sine  sweep.  The  problem  was  therefore  suspeczed  to  be  caused  by  mis^^lignment 
of  the  slip  table  due  to  a  break  in  the  oil  film  at  higher  shaker  aaplit-udes 
(6.3  Grms)  which  did  not  appear  at  the  lower  1.0  (peak)  sine  s-weep  az^ilipude. 
As  noted  before  however,  these  exceedances  fall  within  MIL-STD-SlOC  tolerances 
when  analyzed  with  the  wider  filters  permitted  by  the  specification. 

2.3»1.2.2  Unit  No.  U  (Computer) 

Description  of  Test  Article 

This  unit  is  an  electronic  cozjiuter  -used  to  convert  signal  data  for 
use  in  flight  control  and  display  systems.  It  measures  13"  W  x  13"  L  x  7"  H, 
weighs  ho  lbs,  and  mounts  to  a  flat  surface  using  two  spade  lugs  which  slide 
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FREOUENCY  -  Hir 

Figura  23  Unit  No.  1  Spactrum  Analytit  (S  Hz) 
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Figure  2lf  Unit  No.  I  Spectium  Atialytit  (25  HW 
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FREQUENCY  -  Hi 
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Figure  26  Unit  No.  1  Spectrum  Analytii  (25  Hz/100  Hz) 


into  retainers,  end  tuo  dia.  screws  in  a  self  aligning  spherical  fitting 
designed  to  clamp  down  tho  front  of  the  unit. 

Description  of  Test  Setup 

The  unit  was  tested  in  the  "Z"  axis  only  which  is  an  axis  perpendicu¬ 
lar  to  the  mounting  sirrface  of  the  unit.  Tests  were  performed  on  a  MB  Model 
C-lOE  shaker  (rated  1200  lbs  force  -sine).  A  Kimbal  ^fodel  5030-3  Head  Expan¬ 
der  was  used  to  adapt  the  test  fixture  to  the  shaker  head. 

Random  Test  Spectrum 

This  was  the  only  unit,  of  all  those  tested,  that  was  subjected  to 
vibration  using  a  special  random  test  spectrum: 

Frequency  Range  Spectral  Density 


20  to  60  Hz 
6o  to  UOO  Hz 
kX)  to  500  Hz 
500  to  2000  Hz 


6  dB/oct  rise  to  0.03g  /Hz 

0.03g^/Hz 

9  dB/Oct  roU  off  to  0.015g^/Hz 
3  d3/oct  roll  off  to  0.0037g^/Hz 


Overall  Grms  =  i^.9 
Summary  of  Test  Results 

Three  units  were  tested  and  showed  a  +  6  to  3  d3  out-of- tolerance 
(narrow  tend  analysis)  condition  at  the  unit  tie-down  resonant  frequency  of 
250  Hz.  A  comparison  of  ?.A.  input  voltages  for  the  sine- transfer  unit  and 
the  test  unit  showed  the  problem  to  be  partially  due  to  a  3C  Hz  ( down)  shift 
in  the  resonant  frequency,  (see  test  c’mrves  Figure  2T  ).  Investigation 
made  -with  the  Mass  Mock-up  of  Unit  No.  in  this  test  setup  revealed  that  this 
resonant  frequency  is  extremely  sensitive  to  misalignment  or  misassembly  of 
the  tie-down  hardware. 

This  out-of- tolerance  condition,  when  analyzed  with  the  side  band 
filter  (50  Hz)  permitted  by  the  MIL-STD-SlCCj still  resulted  in  a  +  5  dE  ex¬ 
ceedance.  It  was  noted  in  the  investigation  of  this  problem  that  no  linear¬ 
ity  compensation  factor  for  this  resonance  had  been  applied  in  the  synthetic 
random  calculation.  As  a  result  of  the  Task  A  study,  a  linearity  compensation 
factor  of  -3  dB  had  been  recommended  for  this  resonance.  This  would  have  re- 
siiLted  in  an  in  tolerance  level  at  this  frequency. 

2. 3. 1.2. 3  Unit  No.  5  (Computer) 

Description  of  Test  Article 

This  unit  is  an  electronic  computer  used  to  process  data  for  the 


61+ 


P.  A.  INPUT  VOLTAGE 


Production  Teiti 


flight  control  system.  It  measures  9"  ^  x  15"  L  x  T"  H, weighs  33-2  lbs  and 
mounts  on  a  flat  surface  using  the  same  tie-down  hardware  as  Unit  No. para 
2. 3. 1.2. 2. 

Description  of  Test  Setup 

The  unit  was  tested  in  the  "X"  and  "Y"  axis  which  are  the  two  axes 
parallel  to  the  mounting  surface  of  the  unit.  The  "X"  axis  is  in-line  with 
the  mounts  (front-rear)  and  the  ”Y”  axis  is  perpendicular  to  the  mounting  axis 
(side-side).  Tests  were  performed  on  a  Grumman  flexure  table  driven  by  an 
MB  model  C-lOE  shaker,  (rated  1200  lbs  force-sine). 


Random  Test  Spectrum 

(see  Para.  2. 3. 1.2.1) 

Suffnnary  of  Test  Results 

A  total  of  three  units  (  2  axes  each)  were  tested.  All  sine  sweep 
data  averaged  about  +  5  dB  high.  This  was  due  to  a  change  in  the  response 
characteristics  at  2000  Hz  which  was  used  for  the  gain  reference  frequency  in 


recording  the  sine  tape.  The  change  was  also  reflected  in  the  random  data 
which  showed  a  drop  off  of  -6.0  dB  above  1850  Hz.  The  test  procedure  was  later 
modified  to  avoid  designation  of  resonant  frequencies  or  high  frequencies 
(greater  than  1500  Hz)  as  gain  references. 

One  or  two  narrow  exceedances  were  noted  in  both  axes  at  1100,  I3OO 
and  1500  Hz.  These  were  of  the  order  of  k  to  5  dB  and  are  believed  due  to 


changes  in  the  setup  and  alignment  of  the  flexure  table. 

The  "X"  axis  tie-down  resonance  occurred  at  5OO  Hz  and  resulted  in 


only  one  unit  having  a  slight  out-of- tolerance  exceedance  of  +3-3  dB. 

The  "Y"  axis  tie-down  resonance  occurred  at  250  Hz.  Slight  changes 
in  frequency  resulted  in  narrow  exceedances  as  large  as  +7.5/-1T  dB  (on  the 
sine  sweep).  However,  when  the  random  data  was  analyzed  with  a  wide  band  filter 
(50  Hz)  the  curve  at  this  frequency  fall  within  the  tolerances,  (see  test  curve 
of  Figure  28  through  31). 

2. 3. 1.2. 4  Unit  No.  7  (Programmer) 

Description  of  Test  Article 

This  unit  is  an  electronic  programmer  used  to  control  engine 
parameters.  It  measures  5"  W  x  15"  L  x  7"  H,  weighs  l4.1  lbs  and  mounts  on  a 
flat  surface  using  the  same  tie-down  hardware  as  Unit  #4,  para.  2.3'l-2.2. 
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Figur*  28  Sim  Swwap  Curv*  (Unit  N0.6 1 


Figur*  30  Unit  No.  6  Spectrum  Anelyiii  (2S  Mj) 
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Figure  31  Unit  No.  5  Spectrum  Analytii  (SO  Hx) 


'  Description  of  Test  Setup 

The  unit  was  tested  in  the  "X"  and  "Y"  axis  which  are  the  two  axes 
parallel  to  the  mounting  surface  of  the  unit.  The  "X"  axis  is  in-line  with 
the  mounts  (front-rear)  and  the  ”Y"  axis  is  perpendicular  to  the  mounting  axis 
(side-side).  Tests  were  performed  on  a  Grumman  flexure  table  driven  by  an  MB 
model  C-lOE  shaker  (rated  1200  lbs  force  -  sine). 

[  Bandom  Test  Spectrum 

'  (see  Para.  2. 2. 1.2.1) 

!  SuwmATy  of  Test  Results 

A  total  of  three  units  (2  axes  each)  were  tested.  All  sine  sweep 
data  averaged  about  +4  dE  high.  This  was  due  to  the  use  of  2000  Hz  as  the 
gain  reference  frequency  (as  discussed  in  pare.  2. 3. 1.2. 3  for  Unit  Kc.  5). 

High  frequency  exceedances  in  the  range  of  3  to  5  dB  were  encountered 
at  several  frequencies  above  1100  Hz.  These  are  suspected  to  be  due  to  'mria- 
tions  in  flexure  table  setup  and  alignment.  Since  they  are  extremely  narrow, 
they  would  probably  be  within  tolerance  when  analyzed  with  the  wider  filter 
1  bandwidths  (100  Hz)  permitted  by  MIL-STD-SlOC. 

Low  frequencies  (less  than  1000  Hz)  were  all  within  tolerance.  The 
tie-down  resonance  in  the  ”Y"  axis  at  210  Hz  showed  a  slight  shift  in  two  of 
the  units  but  remained  within  tolerance. 

2.3-1-2.5  Unit  No.  2  (Computer) 

Description  of  Test  Article 

This  unit  is  an  electronic  computer  used  in  the  automatic  flight  con¬ 
trol  system  of  the  aircraft.  It  measures  5"  W  x  l6"  L  x  7"  K, weighs  Ik.T  lbs 
and  mounts  on  a  flat  surface  using  the  same  tie-down  hardware  as  Unit  Ho.  4 
.  para.  2.3-l'2.2. 

Description  of  Test  Setup 

''  The  unit  was  tested  in  the  "X"  and  "Y"  axis  which  are  the  two  axes 

parallel  to  the  mounting  s^u•f^ce  of  the  unit.  The  "X"  axis  is  in-line  with 

J  the  mounts  (fror.t-rear)  and  the  "Y"  axis  is  perpendic'olar  to  the  mounting  axis 

'  (side-side)  test  was  nerformed  on  a  Grumman  flexure  table  driven  by  an  MB 

<0 

model  C-ICE  shaker  (rated  1200  lbs  force  -  sine) 

P.andom  Test  Spectrum 

(see  Para.  2. 3. 1.2.1) 

I 
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Siimmary  of  Test  Results 

A  total  of  three  units  (2  axis  each)  were  tesned.  All  sine  sweep 
data  averaged  +5  dB  high  due  to  the  choice  of  2000  Hz  as  the  gain  reference 
frequency  as  discussed  in  para.  2. 3. 1.2. 3  for  Unit  Nc.  5. 

Low  frequencies  (less  than  1000  Hz)  were  all  within  tolerance.  The 
tie-down  resonance  in  the  "Y"  axis  at  2U0  Hz  showed  a  slight  shift  in  two  of 
the  units  ^hut  did  not  result  in  an  out-of-tolerance  condition  in  the  random 
tests , 

A  high  frequency  drcp  out  of  greater  than  -6  dB  was  noted  in  all  'mits 
above  1750  Hz.  The  problem  appeared  to  be  due  to  the  alignment  and  setup  of 
the  flexure  table  as  noted  previously.  Tests  conducted  with  the  fixture  only 
showed  that  gross  misalignment  of  the  flexure  table  would  shift  resonant  fre¬ 
quencies  up  to  100  Hz  and  distort  the  sine  transfer  curve  significantly. 

2. 3-1. 2. 6  Unit  ?3o.  8  (Signal  Bata  Converter) 

Description  of  Test  Article 

This  unit  is  an  electronic  s.  ''  data  converter  used  with  CRT  dis¬ 
plays  for  flight  data.  It  measure  7-5''  x  26”  L  x  9^”  weighs  oO.lj-l  lbs 
and  mounts  on  two  flat  rails  located  on  the  bottom  of  the  unit  (along  its 
longitudinal  axis').  It  is  fastened  to  the  rails  with  four  l/k"  dia.  screws 
secured  through  mounting  flanges  on  the  unit. 

Description  of  Test  Setup 

The  unit  was  tested  in  the  "X"  and  ”2"  axis.  The  "X"  axis  is  paral¬ 
lel  to  the  mounting  rails  and  bottom  surface  of  the  unit.  The  "X"  axis  test 
was  performed  or.  a  Grumman  oil  film  slip  table  driven  by  an  MB  model  C-25KE 
shaker  (rated  50C0  lbs  force  -  sine).  The  "2"  axis  is  perpendicular  to  the 
mounting  s'urface  of  the  unit.  The  "2"  axis  test  was  performed  or.  the  :'tE  model 
G-25H  shaker  (rated  350C  lbs  force  -  sine). 

Random  Test  Spectrum 

(See  Para.  2. 3. 1.2.1) 

Summer:.^  of  Test  Results 

One  unit  was  tested  (2  axis  test). 

The  low  frequency  (below  1000  Hz)  in  the  "X"  axis  was  within  tolerance. 
Two  exceedances  were  noted  (narrow  band  analysis')  in  the  "x"  axis  above  1000 
Hz.  The  first  was  +-  dB  at  1200  Hz  which  would  be  within  tclerar.oe  with  the 
wider  filter  analysis.  The  second  was  a  +12  dB  exceedance  at  19~‘  Hz. 


This  level  would  also  be  reduced  using  the  wider  filters  end  was  probably  due 
to  slip  table  alignment  as  discussed  in  para.  2. 3. 1.2. 5. 

The  "Z"  axis  test  res\:ltE  were  within  tolerance  only  up  to  6C0  Hz.  Mos 
of  the  problem  with  this  unit  were  attributed  to  poor  fixture  design  and 
assembly  errors .  The  fixture  overhangs  the  shaker  head  with  a  resultant  sharp 
fixture  resonance  at  IO60  Hz.  The  mass  distribution  with  respect  to  the 
shaker  head  was  unsymmetrical  requiring  the  addition  of  a  counterweight  which 
created  additional  resonances.  The  use  of  rubber  damping  material  below  the 
counterweight  further  complicated  the  system.  A  complete  fixture  redesign 
was  indicated. 

2. 3.1.3  Analysis  of  Results 

The  overall  results  of  the  test  on  production  hardware  were  success¬ 
ful.  Of  the  twenty  eight  tests  that  were  run,  only  one  yielded  unacceptable 
results.  Most  of  the  problems  encountered  were  due  to  lack  of  precision  in 
duplicating  the  mechanical  test  setup.  These  and  other  proced'ural  problems 
encountered  were  discussed  and  incorporated  in  the  detailed  procedure  (Appen¬ 
dix  3  )  which  also  described  the  techniques  to  preclude  such  problems. 

The  discussion  of  the  test  results  are  divided  into  the  fcllcvinc  sect: 

a.  .Method  of  data  analysis 

b.  Statistical  evaluation  of  data 

c.  development  of  tolerances 

d.  Type  of  problems  encountered. 

2.3‘1‘3-T  Method  of  Data  Analysis 

As  previously  discussed,  the  goal  for  these  production  tests,  using 
the  taped  random  noise  was  to  ccmpl;’-  with  test  tolerances  specified  in  MIL-STD- 
SlOC.  The  required  tolerances  developed  as  part  of  this  study  is  specified  in 
para. 2. 3. 1.3.3.  MIL-STL-SlOC  also  prescribes  the  method  of  analysing  the  random 
spectrum; 

"Confirmation  of  these  tolerances  shell  be  cade  by  use 

of  an  an  analysis  system  providing  statistical  accuracies 

corresponding  to  a  bandwidth- time  constant  product: 

2T  =  50  minimum.  Specific  analyzer  characteristics  shell 

be  as  specified  below; 

(a'  On  line,  contlg-jous  filter,  equalization/analysis 
system  having  a  bandwidth  as  follows: 


aExinum  between  20  and  20C  Hz 


E  =  25  Hz, 

B  =  50  Kz,  aaxiEum  bexveen  200  and  1000  Hz 

3  =  100  Hz,  maximum  between  1000  and  2000  Hz” 

The  analyzer  used  for  the  major  portion  of  the  data  analysis  was  the 
;todel  4i*OA  Mini -Ubiquitous  Spectrum  Analyzer  menufacured  by  Kicolet  Scientific 
Corp.  The  bandwidth-time  constant  for  all  random  analysis  was  maintained  at 
61.  (3T  a  61).  The  data  from  each  test  run  was  analyzed  as  follows; 

(1)  Sine  sweep  analyzed  with  analyzer  in  peak  detecting  mode  using 
5  Hz  Fw’  filters. 

(2)  Random  data  analyzed  with  analyzer  in  averaging  mode  using 
5  Hz,  25  Hz,  and  50  Hz  BV  filters  in  separate  test  plots. 

For  convenience  the  narrow  band  analysis  (5  Hz  3W  filters)  was  plot¬ 
ted  on  graph  paper  with  a  linear  frequency  scale  to  permit  more  precise  fre¬ 
quency  determination.  For  determination  of  compliance  with  the  tolerance  re¬ 
quirements  the  data  was  analyzed  with  the  wide  bend  filters  (25  Hz  and  50  Hz 
3n)  and  plotted  in  the  convennional  manner  using  graph  paper  with  a  logarith¬ 
mic  frequency  scale.  It  should  be  noted  that  while  a  100  Hz  bandwidth  filter 
can  be  used  above  1000  Kz,  the  Ubiquitous  Analyzer  utilized,  did  not  have  this 
capability.  Where  the  100  Hz  BW  was  used  (ref.  Figure  26  )  a  spectral  Dyn¬ 
amics  Mode  101- A.  Tracking  Filter  was  employed. 

2.3.1-3-2  -Analysis  of  Data 

For  the  purpose  of  this  analysis,  only  the  random  data  analyzed  with 
the  50  Hz  bandwidth  is  usable  above  200  Hz,  it  can  be  applied  to  ell  toler¬ 
ance  exceedances  found  since  none  occurred  below  200  Hz.  The  data  from  the 
two  Unit  ITo.  3  tests  was  not  included  in  this  analysis  since  no  wide  band 
analysis  data  was  available.  The  data  tabulated  below  represents  26  indivi¬ 
dual  test  units. 


Table  1  -  Suanary  of  P.aaaoc  Tolerance  Exceedances 


Frequency  Band  in  Hz 

Statistical  Parameters 

20 

1000 

1500 

1750 

Eased  on  26  test  items 

to 

to 

to 

I  to 

1000 

1500 

1750 

i  2000 

Percentage  of  test  items 
having  out-of- tolerance  points 

1$^ 

1 

88$ 

;■  Average  value  of  exceedance 

1  (without  regard  to  sign) 

it-.?  dE 

— 

3.6  dB 

4.2  dE 

i 

i  5- 5  <13 

i 

■  Average  value  of  exceedance 
(with  regamd  to  sign 

-r4.7  dS 

1 

40.7  dS 

40.4  dE 

i  -5-5  dB 

1 

There  were  actually  only  four  tolerance  exceedances  below  1000  Ez 
and  all  but  one  (+2-3  d3  on  Unit  No.  5)  occurred  on  Unit  No.  ^4-.  The  problem 
with  Unit  No.  1  was  associated  with  the  tie-down  resonance  (as  discussed  in 
para.  2.2.2).  Tne  fact  that  all  the  tolerance  exceedances  were  positive  indi¬ 
cates  that  the  compensation  factors  for  Unit  No.  U  could  be  adjusted  to 
eliminate  this  problem.  And,  in  fact,  they  should  have  been,  since  Task  A 
results  indicate  that  this  unit  needed  a  linearity  compensation  factor  of 
-3  dE.  (ref.  Tasl'  A  para.  2. 2. 1.  3) .  This  factor  was  accidentally  emitted  in  oal- 
c’ulating  the  synthetic  random  spectrum  for  this  unit. 

The  high  frequency  range  of  1000  to  1750  Hz  has  average  exceedances 
of  approximately  -1  d3  which  were  only  slightly  above  '••olerance.  It  should 
also  be  noted  that  if  the  data  has  been  analyzed  with  a  100  Hz  bandwidth  fil¬ 
ter  (as  permitted  in  this  frequency  range).  The  exceedances  would  average 
only  slightly  above  +3  <iS. 

.Another  significant,  statistic  is  the  average  exceedance  with  respect 
to  sign  which  averaged  only  about  dE  in  this  frequency  range.  This  would 
seem  to  indicate  that  the  ’.reriance  compensation  factors  :o'ald  be  decreased 
about  -1  dr  since  the  desired  bias  of  tolerance  exceedances  should  be  on  the 
negative  side.  This  change  was  incorporated  into  the  formal  procedure 
(.Appendix  Z], 

Tl'^e  frequency  region  above  1~5C  Hs  gave  almost  uniformly  poor  re¬ 
sults.  This  area  appears  to  be  most  sensitive  to  minor  variations  in  the 


tesr  set\ip.  The  trend  in  this  frequency  range  was  heavily  toward  low  tolerance 
exceedances.  Since  this  portion  of  the  frequency  spectrum  contributes  little 
strain  energy  to  the  test  article,  it  is  recommended  thet  large  tolerance  ex¬ 
ceedences  be  permitted.  This  recommendation  was  also  included  in  the  formal 
procedure.  (Appendix  1) 

2. 3. 1.3. 3  Development  of  Tolerances 

As  previously  noted,  the  reference  tolerances  applied  to  random  vi¬ 
bration  tests  on  the  production  hardware  originally  were  those  defined  in 
MIL-STD-8IOC  used  for  qualification  tests.  While  these  were  obtainable  in 
about  of  the  tests  (excluding  the  drop-out  problem  above  1750  Hz)  It  was 
not  considered  a  reasonable  tolerance  to  apply  to  this  type  of  test.  Eased 
on  the  test  results  with  production  hardware  it  is  recommended  that  the  fol¬ 
lowing  tolerance  be  applicable  to  taped  random  tests : 

"20  to  1000  32  i  3  dB 
1000  to  2000  Hz  i  6  dB 

with  the  exception  that  low  tolerance  exceedences  of  -12  dB 
will  be  allowed  over  a  cumulative  bandwidth  of  3OC  Hz  between 
1000  and  2000  .Hz." 

The  permissible  bandwidths  for  analysis  are  those  specified  in  MIL-STD-8IOC 
end  tab'jlated  ir.  para.  2.3*1. 

Since  it  was  assumed  that  many  of  the  testing  laboratories  using  this 
tape  technique  will  not  have  spectrum  analysis  equipment  to  verify  tolerances, 
an  alternate  method  was  recommended.  This  method,  which  utilizes  the  results 
of  the  taped  l.Cg  (peah'  sine  sweep,  is  discussed  ir.  detail  in  para.  2.3-l-^- 
2.3.1-3-^  Typ)e  of  Problems  Bncountered 

The  problems  encountered  during  tests  of  productions  hardware  with 
the  tape  technique  fall  into  twc  categories: 

a .  Hardware  problems 

b .  Procedural  problems . 

The  most  significant  hardware  problem  was  encountered  during  the 
tests  conducted  on  Unit  Ho.  3  (in  the  vertical  "Z"  axis  -  see  para.Z. 3.1-2.6) 
The  test  fixture  was  too  flexible  and  included  unsymmetrical  weig.ht  distribu¬ 
tion.  It  demonstrated  the  need  for  careful  design  of  test  fixtures  to  pro¬ 
vide  maximum  rigidity  for  the  test  article. 

.cr.other,  though  less  severe  problem,  were  the  quick  release  mounts 
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used  on  many  of  the  replacable  electronic  assen^lies.  This  mount  proved  very 
sensitive  (with  respect  to  shift  in  the  tie-down  resonant  frequency)  to  align¬ 
ment,  torque,  and  test  article  stiffness.  The  only  solution  is  to  maintain 
extreme  precision  in  duplicating  the  mechanical  setup  from  test  to  test. 

The  most  common  problems  encountered  were  caused  by  imprecise  dupli¬ 
cation  of  the  test  setup  used  for  taping  the  sine  transfer  tape.  The  testing 
of  ten  different  items  on  three  shaher  systems,  using,  in  may  cases,  the  same 
test  fixture,  required  many  disassemblies  of  setups,  realignment  of  slip  and 
flexure  tables,  and  relocation  of  tie-down  mounts  on  the  fixtures.  Each  dis¬ 
assembly  and  hardware  relocation  between  the  original  taping  of  the  sine  sweep 
and  the  performance  of  the  production  test  increases  the  possibility  for  mis¬ 
alignment  from  the  original  setup.  Therefore  it  Is  strongly  recommended  that 
each  test  article  have  its  own  dedicated  test  fixture  to  minimize  disassembly 
cycles.  Whenever  disassembly  and  realignment  of  a  slip  table  is  required,  it 
is  recommended  that  the  sine  transfer  characteristics  of  the  fixture  only  be 
verified  prior  to  testing  the  production  unit.  These  recommendations  are  in¬ 
corporated  in  the  procedure  (Appendix  f). 

The  major  procedural  problem  encountered  during  the  testing  was  the 
use  of  2000  Kz  as  the  gain  reference  for  the  sine  sweep  tape.  This  resulted 
In  the  l.Og  (peak)  sine  sweep  using  the  tape  input  averaging  5  high  (ref. 
para.  2.2.3)  ib  several  of  the  units.  The  frequency  range  between  1750  and 
2000  Kz  was  most  sensitive  to  minor  variations  in  the  test  setup  and  should 
not  be  used  as  the  band  from  which  the  gain  reference  frequency  is  selected. 

The  procedure  provides  for  the  gain  reference  frequency  selection  in  a  reso¬ 
nant  free  band  100  Hz  wide  in  the  frequency  range  of  300  to  1500  Hz. 

Minor  procedural  problems  were  corrected  where  found  and  incorporated 
in  the  formal  procedure  (Appendix  D  ).  A  procedure  verification  test  was  also 
performed  to  further  verify  and  correct  any  procedural  problems  encountered 
in  actual  use  (see  para.  2.2.-). 

It  should  be  noted  that  no  problems  were  encountered  in  two  areas 
where  potential  problems  were  anticipated: 

a.  Test  article  variations 

b.  Variations  in  test  spectra. 

:io  problems  were  found,  attributable  to  'variation  in  the  test  article. 
While  only  three  units  of  each  type  were  tested,  there  were  in  most  cases 
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units  from  two  or  three  different  manufacturing  lots  (as  indicated  by  the 
prefix  to  the  serial  number)  with  as  many  as  100  units  separating  the  manu¬ 
facture  of  the  units  tested.  Most  problems  examined  were  caused  by  the 
mechanical  setup  variability  described  in  preceeding  paragraphs. 

In  order  to  examine  the  effect  of  a  test  spectrum  variation  on  the 
taped  technique,  one  of  the  production  units,  Unit  No.  h-  was  tested  with  a 
different  random  spectrum  than  was  used  for  the  other  production  units.  (Ref. 
para.2.3.1.2.2)This  spectrum  bed  steeper  slopes  than  the  normal  spectrum  with 
a  +6  dB  per  octave  rise  initially  and  a  short  segment  of  -9  dS/oct  roll  off  in 
the  mid  frequency  range.  No  significant  problems  were  noted  in  the  synthe- 
sization  of  non-standard  acceptance  test  random  spectrum.  The  only  problem 
encountered  during  this  test  was  at  the  tie-down  resonance  (as  discussed  in 
para.  2. 3. 1.2. 2  )  which  occurred  at  250  Ez  in  the  flat  portion  of  the  spectrum. 

These  situations  are  unique  to  this  type  of  attachment  hardware  i.e., 
"Mil  Spec"  swing  bolts  and  high  torque  nuts,  where  excessive  inputs  will  re- 
s^llt  in  an  off  loading  on  the  bolt  hardware.  For  these  conditions,  a  linearity 
compensation  factor  may  be  required  in  the  development  of  the  sjT.thesized 
random  spectrum. 

2.3.1. Utilization  of  Sine  Sweep  Data  to  Predict  Random 

One  of  the  basic  premises  for  the  application  of  the  taped  random 
technique  is  the  use  of  t.he  sine  sweep  data  to  predict  variations  in  the  ran¬ 
dom  spectrum.  During  the  testing  of  the  production  hardware,  a  plot  of  peak 

S  versus  frequency  was  made  during  the  taped  sine  sweep ;  and  a  plot  of 
power  spectral  density  (g^/Hz)vs  frequency  during  the  random  portion  of  the 
test.  Since  the  spectral  density  is  avaraged  over  the  bandwidth  analyzed,  the 
analyzed  bandwidth  should  be  as  small  as  practical  for  a  meaningful  comparison. 
For  the  production  tests  conducted  the  bandwidth  of  the  analyzer  was  main¬ 
tained  at  5  Hz,  since  this  was  the  narrowest  filter  that  encompassed  the  full 
2000  Hz  test  range. 

A  tabulation  was  made  for  each  test  listing  all  data  points  that  ex¬ 
ceeded  the  ±  3  d3  tolerance  band  in  either  the  sine  run  or  the  narrow  band 
analysis  of  the  random  spectrum.  (Appendix -3 ) .  The  difference  between 
the  random  amplitude  measured  and  amplitude  predicted  by  the  sine  sweep  (at 
that  frequency)  was  determined.  This  value  was  corrected  for  the  variance 
and  low  frequency  tolerance  (pars,  i.3.1)  compensation  factors  (since  they 
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vere  applied  only  to  the  random  and  not  the  sine)  to  determine  the  error  in 
the  random  data  in  predicted  by  the  sine  data.  This  data  is  summarized  in 
Table  5.  A  graphical  example  is  presented  in  Figure  27  which  shows  the 
effect  of  a  shift  in  resonant  frequency  on  the  sine  sweep  and  narrow  band 
random  analysis. 

Table  5  -  Summary  of  Error  in  Predicting  Random  With  Sine  Data  j 

Average  Error  (20  to  2000  Hz  -  I3I  data  points)  »  2.06  dB  j 
(without  regard  to  sign)  | 

Average  Error  (20  to  2000  Hz  -  I3I  data  points)  »  -0.35  dB 
_  (with  regard  to  sign) _ 

Average  Error  (20  to  1000  Hz  -  3^  data  points)  =  1.10  dB 
_ (without  regard  to  sign) _ 

Average  Error  (1000  to  2000  Hz  -  97  data  points)  »  2.40  dB 

(without  regard  to  sign) _ 


Table  5  above  shows  an  overall  average  error  of  2  dB  in  using  the 
sine  data  to  predict  the  random  spectrum.  The  errors  are  distributed  normally 
with  respect  to  sign,  averaging  only  -0-35  We  further  divided  the  data 
into  two  bands  corresponding  to  the  tolerance  bands  specified  in  para.  2.3.1. 3 
In  the  low  frequency  band  (20  to  1000  Hz),  with  an  allowable  tolerance  of 
=  3  dB,  the  average  error  was  1.1  dB.  In  the  high  frequency  band  (ICCC  to 
2000  Hz),  with  an  allowable  tolerance  of  =  6  dB,  the  average  error  was  2.k  dB. 
Since  the  average  error  band  is  within  40^  of  the  tolerance  band,  the  method 
of  predicting  the  random  spectrum  using  the  sine  sweep  data  produces  reason¬ 
ably  acc’urate  results. 

One  further  factor,  filter  bandwidth,  must  be  applied  in  using  the 
sine  data  to  determine  if  the  random  spectrum  will  comply  with  test  tolerances 
The  military  specification  permits  averaging  the  randcu  spectrum  over  wider 
bandwidths  than  the  5  Hz  bandwidth  used  to  correlate  the  sine  and  random  data. 
(The  applicable  bandwidths  per  UIL-STB-SlOC  were  tabulated  in  para.  2.3-1)  • 

The  effect  of  averaging  the  random  data  over  wider  bandwidths  can  be  graph¬ 
ically  seen  in  Figvires  28  to  31-  1^6  sine  sweep  curve  (Figure  28) 

shows  a  narrow  -17  dB  drop  in  the  acceleration  level  at  260  Hz.  The  narrow 
band  spectrum  analysis  (averaging  over  a  5  Hz  band)  shows  a  -7  dB  drop.  The 
25  Hz  BW  filter  (Figure  30  )  reduces  this  to  a  -4  dB  drop  and  the  50  Hz 

filter  (Figure  31  )  which  is  the  widest  permissable  at  this  frequency, 

shows  it  to  be  within  tolerance  with  a  -1  dB  amplitude.  While  this  dramatic 
reduction  is  peculiar  to  a  very  narrow  high  amplitude  spike,  the  effect  of 
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averaging  will  reduce  apparent  tolerance  exceedances  to  acceptable  in-toler¬ 
ance  conditions. 

In  order  to  apply  this  averaging  effect  to  the  sine  data  a  table  was 
prepared  to  determine  the  reduction  in  amplitude  that  can  be  applied  to  a 
tolerance  exceedance  in  the  sine  sweep  data,  (assuming  the  use  of  the  widest 
filter  permitted  by  the  military  specifications).  This  table,  including  direc¬ 
tions  for  its  use,  are  presented  in  the  procedure.  (Appendix  D). 


2.3.2  TAPE  DECK  ZVAnJATIOK 

In  Task  A  the  Tape  Deck  evaluation  consisted  of  tvo  major  areas,  l)the 
continuing  evaluation  of  the  primary  tape  deck,  the  Sony  EL-7  and  2)  the  pro¬ 
curement  and  evaluation  of  a  replacement  for  the  inoperative  Hitachi  D3500. 

2. 3- 2.1  Sony  Tape  Deck 

The  Sony  EL-7  deck  was  periodically  tested  using  the  response  tapes  re 
corded  during  Task  A.  Table  2  includes  the  results  of  these  response  tests.  A 
review  of  this  data  indicates  that  no  major  shifts  or  anomalies  were  observed 
after  approximately  300  hours  of  operation. 

Most  of  these  operating  hours  involved  recording  and  subsequent  play¬ 
back  of  sine  and  random  vibration  spectrums.  During  Task  E  eight  production 
hardware  tapes  were  recorded  and  played  back  numerous  times  without  an  opera¬ 
tional  failure  of  either  the  Sony  EL-7  or  a  cassette. 

The  operating  log  presented  in  Appendix  C  reflects  the  specific  tasks 
performed  with  the  Sony  EL-7. 

2. 3- 2. 2  Beplacement  Tape  Deck  Evaluation 

2. 3- 2. 2.1  Specification  Review 

A  review  of  the  manufacturer’s  specification  and  trade  journals,  origi¬ 
nally  solicited  for  Task  A  indicated  that  the  Hsrman/Kardon  HK2000  could  replace 
the  Hitachi  D3500,  and  sejrve  as  a  second  backup  unit.  The  operating  log  summa¬ 
rising  the  tasks  performed  during  this  investigation  is  contained  in  Appendix  C. 

2. 3. 2. 2. 2  Test  And  Evaluation  Program 

The  unit  was  initially  checked  to  confirm  its  operational  status  after 
delivery.  A  limited  test  program  was  then  conducted  to  verify  the  manufactur¬ 
er's  claims.  Figure  iS,  of  the  Task  A  report,  depicts  the  setup  used  during 
these  preiiminart.',  as  well  as  subsequent  tests.  Table  6  presents  the  results 
of  the  preliminary  tests. 

Detailed  Test  Program 

Since  the  Harman/Kardon  was  considered  the  backup'  tape  deck  and  the 
schedule  constraints  restrictive,  the  test  evaluation  as  originally  performed 
on  the  Sony  EL-7  was  not  exactly  duplicated.  The  tests  that  were  performed  were 
those  necessarj”  to  confirm  the  major  evaluation  requirements ,  and  determine 
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TABLE  6  IHITIAL  MEASUESMENTS 


Specimen:  Harman /Kardon  HK2000  with  FeCr-6o  Tapes 

Tests:  Operational  check  of  I^anuf acturer's  Specifications. 


Parameter 

Manufacturer's  Data 

! 

i 

Test  Results 

Frequency  Response 

2O-I6OOOHZ,  =  3i2B 

20-I350OEZ  +1,  -3dB  i 

Sig.  to  Noise  Ratio 
w/Dolby  on) 

-62dB 

-57dB 

Line  Inputs 

0.Q50  &  0.200  vnns 

.027  vrms  8c  .196  vras 

Line  Output 

i.350  'rras 

1.3i;8  vrms 
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the  compensation  necessary  to  use  the  tape  deck  during  the  random  vibration  testing 
of  production  hardware. 

2.3.2.2.2.1  Frequency  Response  Tests 

These  tests  were  conducted  on  the  Harman/Kardon  tape  deck  in  accordance 
with  those  described  in  Para.  2.2. 5.2.1. 

0  Frequency  Response  With  Nominal  Input  Signal 

The  basic  response,  at  the  maximum  recommended  recording  level 
of  0  dB,  is  shown  in  Figure  32.  Comparison  with  the  Task  A  res\ilts,  using 
each  curve's  0  dB  reference,  indicates  the  following: 

a.  Sony  EL-7  -  +.85  dB,  -0-3  d3,  reference  Figure  19 

b.  Hitachi  1)3500  -  +1.0dB,  -6.5dB 

c.  Harman/Kardon  HK2000  -  -tO.J^dB,  -2.6dB,  reference  Figure  32 

An  exploded  view  of  the  low  frequency  (20  Hz)  response  of  the  recorder  was 
made  yielding  a  similar  comparison: 

a.  Sony  EL-7,  output  was  only  -0.8dB  at  20  Hz,  reference  Figure  20 

b.  Hitachi  D3500,  not  specifically  tested  at  this  level. 

c.  Harman/Kardon  HK2000,  -2.6dB  at  20  Hz  but  with  +0.4dB  at 
25  Hi,  reference  Figure  33 

o  Usable  Dynamic  Range 

The  response  of  the  Harman/Kardon,  to  various  input  voltage  levels 
is  presented  in  Figure  32  and  in  Table  7.  The  results  of  this  test  indicate  that 
no  major  response  changes  occur  with  decreasing  signal  levels,  within  the  range  of 
0  to  -40  dB. 

o  Stability  and  Repeatability  of  the  Tape  System 

This  investigation  was  performed  in  order  to  monitor  the  tape  deck’s 
output  variation  as  a  function  of  time.  Unlike  the  more  extensive  evalvtion 
conducted  on  the  Sony,  the  Harman/Kardon' s  response  tapes  were  only  played  back 
periodically.  The  results,  of  the  playbacks,  are  presented  in  Table  7. 

2. 3.2. 2. 2. 2  Additional  Tape  System  Tests 

Several  additional  tests  were  conducted  on  the  Harman/Kardon,  similar  to 
those  performed  in  paragraph  2. 2. 5. 2. 2. 
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L  or  F(  Designated  Recorder  Channel 

*  -  Pre-clean  data  and  Post  Cleaning  of  the  Recorder  Head 


a.  Circuit  Loading  -  A  test  was  run  to  measure  the  effect  on 
frequency  response  as  a  function  of  various  loads  on  the  tape 
deck  output  circuit.  Loading  was  varied  over  a  range  of  LOOK 
to  500  ohms.  The  unit's  output  dropped  by  approximately  -3dB 
when  the  load  was  lowered  to  5000  ohms. 

b.  Tape  Deck  Cleaning  -  No  obvious  improvement  in  response  was 
observed  when  the  heads  were  cleaned  after  100  hours  of  use . 

c.  On-line  Playback  -  A  comparison,  of  output  levels j  while 
simultaneously  recording  versus  the  normal  playback  presented 
two  different  response  characteristics.  The  manufacturer 
was  contacted  and  confirmed  there  was  a  difference  due  to  the 
circuitry  design  of  the  filters.  Therefore,  with  this  particular 
recorder,  the  on-line  playback  cannot  be  used  to  represent  a 
recorder ' s  re  sponse . 

d.  Dolby  Noise  Reduction  -  This  tape  deck  feature,  as  with  the 
Sony  unit,  is  effective  only  in  frequencies  above  2000  Hz  and 
has  no  meastirable  effect  on  the  frequency  range  of  concern, 

e.  Subsonic  Filtering  -  This  high  pass  filter  caused  greater 
attentuation  in  th“  20  to  200  Hz  frequency  band  but  considerably 
lowered  a  high  level  signal  at  25  Hz  and  therefore  was  used 
throughout  the  test  program. 

2. 3. 2. 3  S\iiiimary  of  Test  Results 

a.  Sony  EL-7 

o  Frequency  response  characteristics  remained  relatively  stable 
over  the  one  year  program  and  after  approximately  (300)  hours 
of  operation. 

o  Normal  handling  of  both  the  tape  deck  and  cassettes  induced 
no  mechanical  failures. 

b.  Harman/Kardon  HK2000 

0  Frequency  response  of  +idB  to  -3dB  from  20  to  2  KHz. 

o  Frequency  response  versus  input  signal  levels  from  OdP  to 
-lOdB  remain  within  the  +ldB  to  -3dB  band. 

o  Moderate  testing  over  a  five  month  period  does  not  cause  any 
immediate  deterioration  of  the  tape  deck,  although  one  cassette 
was  broken. 
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o  All  other  contingencies  checked,  Dolby,  cleaning.  Subsonic 
filtering,  etc.,  appear  satisfactory. 

2.3*2.U  Conclusions 

The  Sony  and  the  Haraan/Sardon  are  both  capable  of  meeting  the 
program  requirements  as  proven  by  using  both  the  record  and  playback  functions 
with  synthesized  random  tape.  The  Sony  is  the  superior  of  the  three  tape  decks 
tested.  The  additional  testing  performed  during  Task  B  confirmed  the  Task  A 
test  results  and  established  the  long  term  durability  of  the  Sony  EL-?  deck. 

Comparison  of  the  frequency  response  characteristics  demonstrate  that 
the  Sony  has  a  flatter  response  with  narrower  ezcinrsions.  The  Hsrman/Kardon 
response  (under  200  Hz),  althou^  acceptable  is  not  as  good  as  that  demonstrated 
by  the  Sony.  "Ease  of  handling",  although  a  subjective  quantity,  was  found 
to  be  preferrable  with  the  Sony.  The  larger  cassettes  are  bulky  but  appear  to  be 
more  ruggedly  built. 
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2.3.3  HtEEftRATION  OF  BROCEDURE  _ 

The  purpose  of  this  study  program  was  to  develop  a  technique  for 
economically  generating  random  vibration  utilizing  an  audio  tape  deck  to  drive  an 
electrodynamic  shaker  system.  The  stiidy  effort  results  have  been  documented  in 
this  final  report.  A  detailed  procedure,  delineating  the  specific  steps  reqTiired 
for  implementing  the  technique  was  also  prepared  and  is  included  as  part  of  this 
report  in  Appendix  D. 

2.3.4  HtOCEDURE  VERIFICATIOW  TEST 

A  test  program  was  conducted  to  verify  that  the  operational  portion  of 
the  formal  procedttre  (Appendix  b)  could  be  successfully  run  by  an  outside  facility 
with  test  personnel  nn-fam-tHay  with  the  taped  random  technique.  The  facility 
used  was  the  Grumman  Environmental  Test  Laboratory  located  in  Plant  5t  Bethpage, 

N.  Y.  A  test  engineer  and  technician  were  assigned  to  the  program  i^o  had  no 
previous  experience  with  the  technique. 

The  test  program  was  accomplished  in  three  phases  as  follows; 

a.  Recording  Sine  Transfer  Tape  (Plant  Bethpage) 

b.  Synthesizing  of  Randcv  Tape  (Plant  6,  Calverton) 

c.  Testing  with  the  Taped  Input  (Plant  5,  Bethpage) 

Recording  of  Sine  Transfer  Tape 

The  Plant  5  test  engineer  was  si^li  u  with  a  draft  copy  of  Chapter  3  of  the 
procedTire  (See  Appendix  p),  the  Harman/Kardon  HK2000  Tape  Deck  and  a  blank  cassette. 

The  test  was  performed  on  an  LJV.B.  Corporation  Model  ^430-30  "VA^Rress" 
slip  table.  The  slip  table  was  driven  by  a  Ling  Model  33^  shaker  (13,000  lb.  sine 
force  rating).  A  60  lb.  machined  aluminuffl  test  fixture  was  bolted  to  the  slip 
table  for  the  test.  The  fixture  was  designed  to  bold  multiple  relay  packages 
but  none  were  bolted  to  the  fixture  during  this  test  program  to  avoid  accidental 
damage. 

A  preliminary  l.Og  (peak)  sine  sweep  was  made  to  determine  recording  levels, 
followed  by  the  test  sine  sweep  recorded  on  the  tape.  Only  two  minor  problems 
arose  during  the  teat  which  resulted  in  subsequent  modification  to  the  procedure. 

The  first  problem  was  encountered  during  the  recording  of  a  3*0g  (p«atk) 
acceleration  calibration  signal  on  the  tape.  It  was  found  that  the  calibration 
signal  from  the  charge  amplifier  (which  had  an  output  sensitivity  of  10  mnr/g)  was 
too  low  in  amplitude  (30  mv  peak)  to  permit  attainment  of  the  required  OdB  reading 


89 


on  the  tape  decks  VU  meter.  The  procedure  was  therefore  amended  to  recommend 
a  100  mv/g  sensitivity  setting  on  the  charge  amplifier  for  sinusoidal  tests. 

This  setting  had  been  used  throughout  Task  B  of  the  study  program  to  improve 
signal  to  noise  ratio  when  operating  at  only  l.Og  (peak)  asplitude. 

The  second  problem  encountered  involved  the  selection  of  the  gain 
reference  frequency  to  be  recorded  at  the  start  of  the  sine  sweep.  The  guide¬ 
lines  established  in  the  procedure  suggested  that  the  reference  ftrequency  be 
between  ?00  and  1200  Hz  in  the  center  of  a  200  Hz  band  of  relative  constant 
asplitude  (FJL.  input  voltage).  For  this  test  there  was  no  frequency  band  in 
this  range  with  a  constant  amplitude.  (See  plot  of  PJl.  input  voltage  versus 
frequency  in  Figure  3U).  The  only  relatively  constant  portion  of  the  asplitude 
curve  %ras  between  1500  and  I9OO  Hk,  therefore,  1700  &  was  chosen  as  the  gain 
reference  frequency.  The  procedure  was  subsequently  modified  to  open  the  require¬ 
ments  to  a  100  HZ  wide  band  of  constant  amplitude  between  300  and  I5OO  HZ. 

2.3>^«2  Synthesizing  of  Random  Tape 

The  taped  sine  sweep  recorded  in  Plant  5  was  then  played  back  in  Plant  8 
through  a  Ubiquitous  44qa  Seal  Tism  Analyzer  (5  Hz  BW  filters)  and  an  X-Y  plot 
of  the  control  accelerometer  and  PJl.  input  voltage  versus  frequency  was  made. 

This  data  was  used  to  calculate  the  synthetic  random  voltage  for  the  system 
which  was  then  recorded  on  the  tape  cassette  immediately  after  the  sine  sweep. 

The  procedures  employed  were  used  to  verify  those  outlined  in  Chapter  U, 

(Appendix  b).  Ifo  significant  problems  were  encountered  in  the  syntheslzation 
of  the  random  tape. 

2. 3. **.3  Testing  with  the  Taped  Input 

The  test  tape  and  tape  deck  were  returned  to  the  Plant  5  Test  Laboratory 
for  the  final  phase  of  the  program.  The  bolt  connection  between  fixture  and 
slip  table,  and  between  slip  table  and  shaker  bead  were  loosened  and  re-torqued 
to  specification  prior  to  the  test. 

The  sine  sweep  portion  of  tin*  tape  was  played  tbrou^  the  shaker  system 
and  on-line  plot  was  made  of  the  control  accelerometer  using  the  Ubigitous  WtQA 
Real  Time  Analyser.  The  data  was  within  '*’1  to  -2dB  for  the  entire  sweep  except 
for  a  -21/2  dB  drop  between  1950  to  2000  Hz  (see  Figure  35  ).  Since  these  were 
within  the  allowable  tolerances  specified  in  the  procedure,  the  tape  was  advanced 
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to  the  start  of  the  random  vibration  recording. 

The  random  vibration  test  was  run  for  approximately  minutes  with  an 
overall  amplitude  of  6.3  Grms  indicated  on  the  true  BMS  meter.  On-line  plots 
of  power  special  density  versus  frequency  were  made  from  the  control  aeceleroneter 
using  the  Ublgultous  UkOk  Real  Time  Analyzer.  Individual  plots  were  made  with 
5  Hz,  12.5  Hz,  25  Hz  and  50  Hz  Bandwidth  filters.  The  narrow  band  analysis 
(5  Hz  BW)  showed  only  one  out  of  tolerance  point  at  835  HZ  with  a  narrow  -itdB 
drop  out.  (see  Figure  36)*  With  the  12.5  Hz  BV  filter  or  wider  this  drop  out 
is  reduced  to  -2dB  and  the  entire  spectrum  is  within  tolerance,  (see  Figure  37) 

(It  should  be  noted  that  this  drop  out  was  caused  by  a  -1.7dB  conpensation  factor 
applied  at  this  frequency  in  case  of  a  frequency  shift  down  in  the  resonant  frequency 
of  the  system.) 

One  procedural  problem  was  uncovered  during  playback  of  the  sine  portion  of 
the  tape.  Using  the  tape  counter  to  locate  the  start  of  the  gain  reference  signal 
on  the  tape,  the  test  operator  started  to  turn  up  the  shaker  gain  before  the  tape 
bad  actually  reached  the  start  of  the  gain  reference  signal.  This  resulted  in  the 
shaker  level  coming  on  at  k  to  5  g  which  the  test  conduction  quickly  reduced  to  1  g. 
This  pointed  up  the  need  for  a  visual  indication  of  signal  output  frcm  the  tape 
deck  before  the  shaker  gain  is  turned  up.  The  procedure  was  therefore  revised  to 
ensure  that  the  test  operator  visually  observes  signal  level  on  the  tape  deck's 
VU  meter  before  turning  up  system  gain. 

2.3**<’»**  Result  of  Procedure  Verification  Tests 

In  addition  to  the  procedural  changes  discussed  in  the  previous  paragraphs, 
the  tape  data  sheet  was  modified  to  provide  more  detail  on  recorded  signal  location 
on  the  tape. 

The  mecbcuilcs  of  performing  the  test  went  fairly  smoothly.  The  initial 
recording  of  the  tape  took  about  four  hours  but  the  playback  test  required  only 
one  and  a  half  hours.  As  famllarity  with  the  tape  system  increases,  it  should 
require  less  time  than  it  takes  to  run  a  conventional  random  vibration  test. 


3  -  CONCLUSION 


3-1  OVERVIEW 

The  results  of  this  program  show  that  the  taped  random  technique 
can  be  successfully  applied  for  conducting  random  vibration  tests  of  pro¬ 
duction  hardware  dtirlng  acceptance  testing. 

The  study  Indicates  that  the  variations  between  generally  Identi¬ 
cal  equlpiaent  can  be  accomodated  by  the  application  of  cos^nsatlon  factors 
that  were  developed.  Allowable  tolerances  were  also  developed  to:  assure 
consistency  In  spectrum  definition  during  testing  and  minimize  overtest 
potential.  These  tolerances  are  ±  3  dB  for  the  frequency  range  of  20  - 
1000  Hz,  and  ±  6  dB  for  the  frequency  range  of  1000  -  2000  Hz.  The  testing 
procedures  developed  during  this  test  program  have  been  designed  to  mini¬ 
mize  the  amount  of  new  equipment  necessary  as  well  as  the  required  skill 
level  of  the  test  conductor.  The  measure  of  success  In  this  regard  Is  that 
a  test  laboratory  currently  performing  sinusoidal  acceptance  tests,  purchase  an 
Inexpensive  stereo  cassette  deck  to  achieve  a  random  test  capability.  The 
preparation  of  the  synthetic  random  tape  can  be  accotqpllshed  remotely  and 
at  moderate  expense  by  any  test  laboratory  with  random  noise  equUlzetlon 
and  analysis  equipment. 

The  study  res^llted  in  the  following  specific  conclusions: 

3.2  TASK  A 

3.2.1  MASS  MOCK-UP  EVALUATION 

a.  No  problems  were  found  In  the  operation  of  the  shaker  system 
with  any  of  the  tape  decks  used. 

b.  Input  acceleration  to  the  unit  measured  during  taped  random 
vibration  tests  were  uniformly  good,  with  spectrum  levels 
within  3  of  nominal  spectrum.  (This  Is  within  MIL-STD- 
8lOC  tolerance  for  qualification  tests). 

c.  Sinusoidal  vibration  tests  used  to  measure  transfer  character¬ 
istics  can  be  performed  without  filtering  of  the  control  ac¬ 
celerometer.  (This  Is  Important  since  It  minimizes  the  qual¬ 
ity  of  equipment  a  lab  must  have  to  perform  this  test) . 

d.  Compensation  factors  can  be  used  In  preparing  the  synthetic 
random  tape  to  account  for  tape  deck  characteristics,  as  well 
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as  non-llnearltles  and  variance  In  the  dynamic  characteristics 
of  the  test  article.  (This  technique  of  applying  compensation 
factors  for  anticipated  variances  reduces  the  risk  of  overtest 
and  permits  a  greater  amount  of  flexibility  in  duplicating  the 
exact  setup  from  test  to  test). 

e.  Utilization  of  the  sinusoidal  tape  to  verify  the  test  setup 
prior  to  random  tests  appears  to  be  extremely  accurate.  Fur¬ 
ther  testing  during  Task  B  is  anticipated  to  de-sensitize  it 
in  order  to  provide  better  correlation  with  random  test  re¬ 
sults. 

3.2.2  BASELIME  TRANSFER  CHARACTERISTIC  EVAIUATION 

a.  Variations  in  average  sinusoidal  response  characteristics  over 
the  total  bandwidth  was  minimal  (less  than  ±1.0dB)  from  unit 
to  unit  within  a  particular  type  and  also  between  different 
types  of  equipment. 

b.  The  variation  at  resonant  conditions  averaged  approximately 

This  level  of  variability  can  readily  be  accomodated 
in  the  form  of  a  suitable,  universal  factor,  utilized  during 
the  formulation  of  the  synthetic  spectrum. 

c.  Variations  in  random  vibration  data  is  even  less  than  the 
sinusoidal  differences  and  indicates  that  the  1.0  peak  sine 
utilized  for  response  determination  appears  to  have  univer¬ 
sal  non-linear  impact  level  effects. 

d.  Frequency  variations  between  units  occurring  at  resonant  con¬ 
ditions  can  also  be  accounted  for  during  the  formulation  of 
the  synthetic  spectrum.  Preliminary  results  indicate  that  a 
tolerance  band  of  ±yi>.  be  utilized  below  1000  Hz  and  a  value 
of  ±5^  applied  for  frequencies  between  1000  -  2000  Hz. 

e.  Transfer  errors  between  synthesized  and  actual  random  cal. 
culated  for  one  sample  type,  showed  that  a  maximum  variation 
was  approximately  ±:3.5d5. 

3-2.3  SHAKER  SYSTSM  VARIATION 

a.  No  significant  problems  which  could  impact  the  technique  were 
encountered  with  any  of  the  shaker  system,  test  set-up  arrange¬ 
ment  employed  during  the  program. 


b.  Extensive  tests  with  the  C-25H  shaker  system  show  that  minor 
variations  in  system  parameters  or  gains  have  negligible  effect 
on  transfer  characteristics.  The  signficance  of  these  tests 
to  the  taped  random  program  is  twofold: 

(1)  Normal  degradation  of  system  gains  due  to  aging  of  com¬ 
ponents  is  not  expected  to  be  a  problem. 

(2)  Exact  duplication  of  all  shaker  system  control  parameters 
from  test  to  test  is  not  a  critical  requirement. 

3.2. k  TAPE  DECK  EVALUATION 

a.  The  results  of  the  specification  evaluation  concluded  that  two 
units,  the  SONY  Elcaset  model  EL-T  and  Hitachi  model  D3500  met 
or  exceeded  program  cost  and  technical  requirements. 

b.  The  SONY  tape  deck  was  clearly  the  superior  of  the  two  units 
when  used  in  conducting  the  taped  random  technique  and  net  all 
immediate  program  requirements. 

c.  Long  term  operation  appears  to  be  satisfactory  and  no  major 
problems  or  degradation  are  anticipated  over  an  extended  opera¬ 
ting  time  period. 

3*3  TASK  B 

3.3-1  PROroCTION  HARIWARE  TESTS 

a.  Measurements  of  power  spectral  density  input  to  the  production 
units  were  within  Mil  Spec  tolerances  for  the  majority  of  the 
units.  A  new  level  of  tolerances  was  derived  (based  on  the 
production  unit  data)  which  can  be  more  readily  obtained  with 
the  tape  technique  without  compromising  test  ingetrity. 

b.  The  problems  that  were  encountered  were  Investigated  to  deter¬ 
mine  the  source  of  the  trouble.  Most  were  found  to  be  caused 
by  variations  in  the  mechaniceJ.  setup  of  the  tests.  Where  cor¬ 
rective  action  was  indicated,  modifications  were  made  to  the 
procedures  to  Incorporate  the  necessary  changes. 

e.  Use  of  the  sine  sweep  data  to  predict  the  random  spectrum 
variations  was  found  to  yield  errors  less  than  of  the  al¬ 
lowable  tolerances.  This  was  considered  a  satisfactory  ac¬ 
curacy  for  this  type  of  test,  and  detail  procedures  were  de¬ 
rived  to  use  this  method. 
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3.3*2  PRXEEURE  VERIFICATION  TESTS 

a.  A  detailed  procedure  for  applying  the  random  tape  technique 
was  written  based  on  methods  evolved  during  the  test  program 
on"  production  hardware. 

b.  A  test  program  using  the  tape  technique  was  successfully  per¬ 
formed  by  inexperienced  test  personnel  in  another  test  lab.  using 
the  draft  test  procediire.  The  few  minor  problems  encountered 
were  corrected  in  the  final  test  procedure.  (Appendix  D) 

3.3.3  TAPE  DECK  EVALUATION 

a.  Test  operations  with  the  Sony  Elcaset  model  EL-T  presented  no 
problems.  Frequency  response  characteristics  are  excellent  and 
no  changes  were  noted  during  the  year  it  was  in  use. 

b.  Test  operations  with  Harman  Kardon  model  D3500  were  also  trouble 
free,  though  the  test  period  of  evaluation  was  considerably  lim¬ 
ited  in  comparison  with  the  Sony  Elcaset.  The  frequency  re¬ 
sponse  characteristics,  while  not  as  linear  as  the  Sony  Elcaset, 
did  satisfy  program  requirements. 
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k-  APPLICATION  AMD  LIMITATIONS 


1+a  IHTRODUCTIOK 

The  utilization  of  this  technique  in  the  industry  has  been  extremely 
limited  because  of  the  few  requirements  for  random  vibration  tests  outside  of 
space  applications.  As  random  testing  experience  grows  due  to  increased 
random  vibration  requirements,  the  true  range  of  this  technique's  application 
euid  limitations  can  be  accurately  assessed.  Some  projections  in  these  areas 
can  be  made  based  on  the  results  of  this  study  program. 

k.2  APPLICATION  OF  THE  TAPS  TECHNIQUE 

The  development  of  the  taped  random  technique  was  directed  primarily 
towards  repetitive  testing  of  identical  units,  such  as  a  Reliability  Accep¬ 
tance  Test  (rat)  program  on  a  military  coinponent.  Although  its  main  appeal 
is  to  the  small  laboratory  without  any  random  equalization  equipment,  it 
offers  distinct  operating  advantages  to  the  larger  better  equipped  labora¬ 
tories  as  vrell.  It  facilitates  the  performance  of  acceptance  tests  at  the 
production  site  since  only  a  small  sinusoidal  shaker  system  has  to  be  located 
in  the  area.  It  frees  the  complex  and  expensive  random  equipments  as  well  as 
its  highly  skilled  operators  from  supporting  factory  acceptance  tests.  It 
can  provide  back-up  support  to  existing  random  equipment  during  periods  when 
"down"  for  repair  or  maintenance. The  technique  can  also  provide  a  convenient 
way  of  performing  random  tests  with  multiple  control  points.  The  synthetic 
random  voltage  can  be  calculated  to  provide  control  by  averaging,  highest  or 
lowest  in  any  frequency  band,  or  any  other  complex  distribution. 

The  tape  technique  would  seen  ideally  suited  towards  long  term 
vibration  testing  on  a  single  test  article.  With  a  single  test  article  and 
test  setup  no  significant  changes  in  the  transfer  characteristics  should 
occur  thus  providing  an  accurate  repeatable  random  spectrum.  This  type  of 
test,  normally  used  for  Reliability  demonstrations,  is  discussed  in  Section 

5.0 
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^.3  LIMIIATIOTS  ON  PIE  USE  OF  IHE  TBCHNiqUE 


As  stressed  in  preceeding  sections,  the  primary  reqnireaent  for 
successful  utilization  of  this  technique  is  exact  mechanical  duplication 
from  test  to  test.  The  effect  of  differences  between  production  units  can 
be  minimized  by  designing  the  test  fixture  for  high  mass  and  rigidity 
relative  to  the  test  €u:ticle.  Test  articles  with  soft  or  flexible  mounts 
can  be  expected  to  show  wider  variations  in  the  sine  transfer  characteristics 
than  can  be  adequately  compensated  for  with  the  procedures  developed.  The 
application  of  the  technique  to  this  type  of  test  article  or  with  poorly  de¬ 
signed  fixtures  and  undersized  shaker  systems  should  be  avoided. 

As  discussed  previously,  the  application  of  this  technique  can  be 
expected  to  result  in  wider  tolerance  variations  than  required  for  qualifica¬ 
tion  testing  imder  applicable  Milit£u:y  Test  Specif ications .  For  this  reason, 
qualification  testing  or  testing  at  close  to  qualification  vibration  aa^ili- 
tudes  should  not  be  atten^ited  in  order  to  avoid  the  possibility  of  over 
testing. 

It  should  be  anticipated  that  in  the  course  of  several  years  of 
performing  acceptance  tests  on  a  product,  modifications  to  the  product, 
maintenance  on  the  test  system  or  replacement  of  equipment  will  necessitate 
the  replacement  of  the  test  tape.  It  is  also  conceivable  that  it  may  prove 
practical  to  prepare  two  or  three  different  tapes,  each  with  minor  variation 
in  the  random  spectrum  to  correct  for  repetitive  problems  encountered  during 
long  production  run  tests.  In  any  case,  the  time  and  expense  involved  in 
preparing  a  new  tape  is  minimal,  thus  the  user  is  urged  to  consteuatly  monitor 
the  results  of  the  sine  sweep  data,  and  initiate  the  recording  of  a  new  test 
tape  Tidienever  repetitive  shifts  in  the  sine  transfer  characteristics  are 
observed. 


5-  RSCQMMEHDATIONS  FOR  FURTHER  STUDY 


There  are  several  areas  that  warrent  further  study.  Foremost  among 
these  is  the  application  of  the  tape  technique  to  long  term  Reliability 
Demonstration  tests.  This  type  of  test  typically  requires  that  a  single 
test  article  be  exposed  to  repeated  mission  simulation  tests  combining  the 
environments  of  temperature)  humidity  and  random  vibration.  The  random 
vibration  portion  of  the  mission  simulation  cycle  can  require  four  different 
test  spectrums  and  run  continuously  for  periods  of  up  to  six  hours.  Since  the 
perfozmance  of  this  type  of  test  requires  that  expensive  random  vibration 
control  equipment  as  well  as  skilled  operators  be  available  on  a  2^  hr.  per 
day  basis,  the  application  of  the  taped  random  technique  offers  a  significant 
potential  for  savings.  An  adaptation  of  the  tape  techniques  for  this  purpose 
should  be  investigated. 

Further  refinements  to  the  tape  technique  should  also  be  pursued. 
These  include  four  particular  areas: 

a) -  a  technique  to  ad;3ust  the  random  equalization  at  the 

test  site  to  adj-ost  for  an  out-of-tolerance  condition. 

Some  of  the  methods  that  could  be  evaluated  include  the 
use  of  tunable  bandpass  filters  or  a  set  of  audio  equalizers 
to  accomplish  equalization  ad^justment. 

b) -  a  practical  method  of  applying  the  compensation  factors  to 

the  sine  sweep  portion  of  the  tape  so  that  their  effect 
can  be  seen  prior  to  ruiming  the  random  portion  of  the 
tape. 

c) -  computerization  of  the  random  synthesization  process  using 

the  various  rules  for  compensation  developed  in  the  program. 

This  would  greatly  reduce  the  cost  of  preparing  a  synthetic 
random  tape. 

d) -  application  of  a  digital  tape  technique  to  facilitate 

acquisition  and  process  of  data,  as  well  as  operation 
of  test. 
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APPENDIX  A 


SUMMARY  OPERATING  LOG  OF  MASS  MOCK-UP  TEST  OfBRATIOSS  (Ti>SK  A) 


197T 

Nov  T  - 
Nov  8  - 

Nov  9  - 

Nov  21  - 

Nov  22  - 

Nov  23  - 
Nov  28  - 

Dec  2  - 

Dec  10  - 

Dec  U  - 

Dec  15  - 


Examloed  feasibility  of  using  unfiltered  control  signal  in  servo 
loop  -  4  Runs  •  looks  feasible 

Worked  on  coiqwnsation  techniques  for  recording  sine  sweep  on 
NAGRA-III  recorder  -  1  Run 

Recorded  sine  sweep  on  NAGRA  &  played  it  back  thru  shaker  systea. 
Readjusted  compensation  and  optimized  servo  compressor  speed  • 

13  Runs  -  control  problem  at  1780  Hz 

Used  Nov  9th  sine  tape  and  NAGRA  recorder  to  drive  systcsu 
Significant  problems  S  163O  &  1780  Hz  -  7  Runs  -  problem  9  I630  Hz 
due  to  improper  recording  technique,  problem  9  1780  Hz  is  a  freq 
shift  in  response. 

Used  Nov  9th  sine  tape  &  NAGRA  recorder  to  drive  system.  Meastired 
freq  of  voltage  peaks  •  1  Run 

Made  extensive  sine  survey  of  shaker  system  &  flxtiire  to  map  dyn* 
amlc  characteristics  •  3  Huns 

Continued  sine  survey  of  shaker  system  with  mass  mock-up  attached. 
Very  sharp  rocking  mode  at  1750  Kz  cause  of  previous  problem  - 
3  Runs 

Made  servo  control  sine  sweeps  at  different  "g"  levels  to  check 
for  linearity  -  6  Runs.  There  appears  to  be  a  drop  in  freq  & 
response  with  higher  g's. 

Recorded  sine  sweep  on  Hitachi  Recorder  and  played  back  thru  system 

-  3  Huns  -  tape  speed  on  Hitachi  oscillating  resulting  in  slight 
reduction  in  frequency  of  voltage  peaks.  Control  problem  above 
1600  Hz 

Investigated  control  problem  above  160O  Hz  and  made  new  sine 
tape  with  NAGRA  recorder  &  played  it  back  thru  system  -  29  Huns 

-  Problem  with  control  due  to  operating  log  converter  in  a  peak 
detecting  mode  with  unflltered  signal.  Tape  results  look  good. 
Made  new  sine  tapes  for  both  NAGRA  &  Hitachi  Recorder.  -  1  Run  - 


Both  tapes  showed  good  fidelity  except  for  low  freq  roll-off  on 
NAGRA. 


Dec  l6  - 

Dec  17  - 

Dec  17  - 

1978 
Jeo  10  - 

Jen  U  - 

?eb  U  - 

?eb  k  - 

Feb  22  - 

Feb  23  - 

Feb  23  - 


SOMKAPY  OPERATIKG  LOG  OF  MASS  MOCK-UP  TIST  OPERATIONS  (TASK  A) 

Recorded  rmndom  tepe  (eervo  control)  on  both  NAGRA  end  Eltecbi 
Recorder  end  pleyed  beck  NAGRA  thru  system.  >  3  Runs  -  tepe  re> 
suits  look  good  1  3dB  except  for  low  freq  roll-off.  Hltechi 
recorder  Intermittent. 

Flayed  sine  end  rendom  tepe  on  NAGRA  thru  the  system.  -  2  Runs 

-  Rendom  tepe  looks  goc-i  3^  ud  sine  else  good  except  for  peek 
9  1610  Hz 

Llneerlty  investigetion  -  mede  Ig  end  2^  sine  sweep  end  6.0  Grms 
rendom  run  (ell  servo  controlled)  Computed  the  trensfer  function 
dete  for  eech  run  -  3  ^^uns  -  2^  run  is  closer  by  4dB  to  rendom 
et  tiedown  rcsonence  >  Identical  otherwise 

Recorded  sine  eind  rendom  tepe  (servo  controlled)  with  SONY  Elceset 

-  2  Runs 

Pleyed  sine  end  rendom  tepe  recorded  on  Jen  10  on  SONY  Elceset 
thru  the  system.  -  2  Runs.  Dete  looked  good  except  for  some  3db 
spikes  above  l600  Hz 

Played  sine  end  rendom  tepe  recorded  on  Jen  10  on  SONY  Elceset 
thru  the  system.  -  3  '  Both  runs  hed  a  drop  out  et  l600  3z 

caused  by  e  shift  in  resonance  from  1635  Hz  to  l605  Kz 
Investigated  possible  cause  of  shift  in  frequencies  end  response. 

Mede  repeated  sine  sweeps  (servo  controlled')  while  varying  system 
pereoeters.  Noted  no  significant  change  due  to  varying  electrical 
parameter  or  tiedown  torque.  Alignment  of  mess  mock-up  in  mount  gave 
largest  verletlon  et  l60C  Hz  with  e  ^  of  30  Hz  end  6.7dB  in  re¬ 
sponse. 

Prepared  synthetic  rendom  tepe  from  sine  dete  recorded  on  Dec  17th. 
Applied  compensation  factors  for  tepe  recorder,  linearity  end 
variance  in  mount  alignment.  Recorded  on  SONY  Elceset. 

Played  rendom  tepe  of  Feb  22  on  SONY  Elceset  thru  system.  Mounted 
mess  mock-up  in  three  different  mount  positions  -  3  Runs  -  Dete 
looked  good.  All  spectrum  within  *  3dS. 

Pleyed  sine  tepe  recorded  on  Jen  10  on  SONY  Elceset  thru  the  system. 
Dete  looked  good  except  for  lOdB  notch  et  17S0  Hz.  Increased  the 
time  constant  of  recorder  by  adding  capacitor  across  input.  -  3 
Runs.  -  Slimlneted  notch  completely. 
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SUMMARY  OPERATHTG  LOG  OF  MASS  ?^CK-UP  TEST  OPERATIOMS  (TASK  A) 


Feb  Zk  •  Re-eligsed  oasi  mock-up  In  mount  and  played  sine  tape  recorder  on 

Jan  10  on  SONY  KIcaaet  thru  the  system.  Got  a  vide  8dB  drop  out  at 
1630  Hz.  Drop  out  reduced  to  -2^dB  using  500  mfd  capacitor  at  re¬ 
corder  to  increase  time  constant  -  5  Runs 
Feb  26  -  Played  random  tape  of  Feb  22  and  sine  tape  of  Jan  10  on  SONY  Elcaset 
thru  the  system.  Random  run  was  within  t  3dB.  Sine  run  was  down 
l*dB  ®  1610  Hz  -  3  Runs 
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Mar.  13 


SUMMARY  OPERATING  LOG  OF  TEST  OPERATIONS  (TASK  B) 


Mar.  28 


Mar.  29 


Apr.  27 


May  16 
May  18 
May  19 


May  23 
May  25 


May  31 


Jun  1 


Unit  #1  S/N  HQF-O38  Made  two  1  g  sine  sweeps  in  "x"  axis  and 
recorded  sine  transfer  sweep  on  Sony  Tape  #6 
Side  A  -  2  Runs 

Unit  #1  Calculated  synthetic  randcm  spectrum  and  recorded 
it  on  Sony  Tape  #6  Side  A  -  3  Verification  Plots 
Unit  #1  S/N  HaF-038,  IUR-021  &  HJR-022  Made  1  g  sine  sweep 
and  6.3  <3nns  random  run  in  the  '!x"  axis  using  Sony  Tape  #6 
Side  A  •  7  Runs 

Unit  #U  S/N  Made  two  1  g  sine  sweeps  in  '*Z"  axis 

and  recorded  sine  transfer  sweep  on  Sony  Tape  #7 
Side  A  -  2  Runs 

IMit  #1  Calculated  new  synthetic  random  speccrum  to  include 
a  -^-l  dB  conpeasation  factor  from  20  to  ^00  Hz  in  order  to 
meet  >  1^  db  tolerance  in  this  range.  Recorded  new  random 
spectrum  on  Sony  Tape  ^  Side  A  -  5  Verification  Plots 
Unit  #U  Calculated  synthetic  random  spectrum  and  recorded 
it  on  Sony  Tape  #7  Side  A  -  U  Verification  Plots 
Unit  §2.  S/N  HGF>038  Made  two  1  g  sine  sweeps  in  "x”  axis 
and  recorded  sine  transfer  sweep  on  Sony  Tape  #8  Side  A. 

Made  one  1  g  sine  sweep  in  "y"  ucis  and  recorded  sine  transfer 
sweep  on  Sony  Tape  #6  Side  B  -  3  Runs 
Unit  #8  S/N  JHA-OU  &  s/N  EPG>002  Made  a  1  g  sine  sweep  in 
"x”  axis  on  S/N  JHA-011  and  recorded  sine  transfer  sweep  on 
Sony  tape  #9  Side  A.  Made  two  Ig  sine  sweeps  in  "z"  axis 
on  S/N  EFIj-002  and  recorded  sine  transfer  sweep  on  Sony 
Tape  #9  Side  B  -  3  Nuns 

IMit  #3  s/N  HJR>029  Made  two  Ig  sine  sweeps  in  "x"  *xis  and 
recorded  sine  transfer  sweep  on  Sony  Tape  #10  Side  A.  Made 

two  Ig  sine  sweeps  in  the  "y"  axis  and  recorded  sine  transfer 
sweep  on  Sony  Tape  #10  Side  B.  Played  back  both  tapes 
through  shaker  system  to  verify  test  levels  >  6  Runs 
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Jun  2 


SUMMARY  OPaiATlNG  LOG  CF  TEST  QggtATIOHS  (continued) 


Jiin 

Jul  27 


Aug 


Aug  7 


Aug  8 
Aug  9 


Aug  10 


Aug.  11 


Unit  #7  S/N  fflU-073  Made  tw  Ig  sine  sweeps  in  "X"  axis  and 
recorded  sine  transfer  sweep  on  Sony  Tape  #11  Side  A.  Made 
two  Ig  sine  svreeps  in  "7"  axis  and  recorded  sine  transfer 
sweep  (Ml  Sony  Tape  #11  Side  B.  Played  back  both  tapes  through 
the  shaker  system  to  verify  test  levels  -  7  Runs 
Mass  Mock-Up  ot  Unit  #U  -  Made  two  Ig  sine  sweeps  in  "Z"  axis 
using  Sony  Tape  #^  Side  A  ^  Z  luns 

Unit  #1  S/N  HJR-035  -  Made  6.3  Grms  random  run  in  "X"  axis 
using  Sony  Tape  #6  Sidi.  A.  Made  Ig  sine  sweep  in  ”X"  axis 
to  re-record  sine  transfer  sweep  on  Sony  Tape  #6  Side  A. 
(previous  run  accident;*,!.'  erased)  -  5  Runs 
Unit  #5  Calculateu  synthetic  randoa  spectrum  in  "X"  axis 
and  recorded  it  on  Socy  Tape  #10  Side  A.  Calculated  synthetic 
random  spectrum  in  **7*'  axis  and  recorded  it  on  Sony  Tape  #10 
Side  5  -  S  Verification  Plots 

Unit  #7  Calculated  synthetic  random  spectrum  in  "X"  axis  and 
recorded  it  on  Sony  Tape  #11  Side  A.  Calculated  synthetic 
random  spectrum  in  ’“Y”  axis  and  recorded  it  on  Sony  Tape  #11 
Side  B  -  8  Verification  Plots 

Unit  #U  s/N  CSS-122  Made  Ig  sine  sweep  and  3.3  Qrms  random 
run  in  "Z"  axis  using  Sony  Tape  #7  Side  A  -  3  Runs 
Unit  #8  Calculated  synthetic  randCMa  spectrum  in  "X"  axis  and 
recorded  it  on  Sony  Tape  #9  Side  A.  Calculated  synthetic 
random  spectrum  in  ”Z"  axis  and  recorded  it  on  Sony  Tape  #9 
Side  B  -  8  Verification  Plots 

Unit  #2  Calculated  synthetic  random  spectrum  in  "X"  axis  and 
recorded  it  on  Sony  Tape  #6  Side  A.  Calculated  synthetic  random 
spectrum  in  "Y"  axis  and  recorded  it  on  Sony  Tape  #8  Side  B  - 
8  Verification  n.ots. 

Mass  Mock-Up  of  #U  -  made  Ig  sine  sweeps  to  investigate 
effect  of  mis -locating  the  control  acceler(Maeter ,  and  the 
effect  of  bench  check  equipment  cables  on  the  sine  transfer 
characteristic  -  b  Runs 
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Aug  15 


Aug  17 


Aug  28 
Aug  31 


Sept  6 


Sept  7 


Sept  13 
to 

Sept  18 

Sept  25 
to 

Sept  27 


Oct  2 
Oct  6 


Oct  6 
Oct  9 


SUMMARY  OPERATING  LOG  OF  TEST  OPERATIONS  (continued) 

Unit  #1  Calculated  new  synthetic  random  spectrum  in  "Z"  a^cls 
and  recorded  it  on  Sony  Tape  #6  Side  A.  (Major  slip  table  and 
shaker  disassembly  and  repair  since  first  recording  made) .  - 

it  Verification  RLots. 

Mass  Mock-t^  of  Unit  -  made  Ig  sine  sweeps  to  investigate  the 
effect  of  mis -ins tailing  the  mounting  hardware  and  the  test 
article  to  the  fixture  -  lit  Runs. 

Unit  #8  S/N  EFO-OO^  -  made  Ig  sine  sweep  and  a  6.2  Grms  random 
run  in  the  ”x"  axis  using  Sony  Tape  #9  Side  A.  Made  a  Ig  sine 
sweep  and  a  6.2  Grms  random  in  the  "Z”  axis  using  Sony  Tape  #9 
Side  B  -  15  Rxms 

Mass  Mock-Up  of  Unit  #it  -  Made  Ig  sine  sweeps  in  "Z"  axis  and 
recorded  sine  transfer  sweep  on  Harman  Kardon  Tape  #3A  and  on 
Sony  Tape  #11A.  Calculated  synthetic  random  spectrum  and 
recorded  it  on  Harman  Kardon  Tape  #3A  -  3  Runs. 

Mass  Mock-Up  of  Unit  #it  -  Made  Ig  sine  sweep  and  6.3  Urms 
random  run  in  "Z"  axis  using  Harman  Kardon  Tape  t^A  -  2  Runs. 

Unit  #8  Fixture  Only  -  Made  Ig  sine  sweeps  to  investigate  problems 
in  "Z"  axis  tests  of  Aug  28th  -  17  Runs. 

Unit  #2  S/R  HJR-Oltl,  ORU-Ollt  &  HJR-002  -  Made  Ig  sine  sweeps  and 
6.3  Orms  random  runs  in  the  "X"  axis  using  Sony  Tape  #6  Side  A. 
Made  Ig  sine  sweeps  and  6.3  Grms  random  runs  in  the  "Y"  axis 
using  Sony  Tape  #8  Side  B  -  20  Runs. 

Iftiit  #5  S/R  CSS-lJt8,  HJR-016  &  HJR-OOl  -  Jtode  Ig  sine  sweeps 
and  6.3  Orms  random  runs  in  the  "X"  axis  using  Sony  Tape  #10 
Side  A  -  Made  Ig  sine  sweeps  and  6.3  Grms  random  runs  in  the 
"Y"  axis  using  Sony  Tape  #10  Side  B  -  15  Runs. 

Unit  #7  S/R  GRU-073,  HJR-082  &  CSS-013  -  Made  Ig  sine  sweeps 
and  6.3  Orms  random  runs  in  the  "X”  axis  using  Sony  Tape  #11 
Side  A.  Made  Ig  sine  sweeps  and  6.3  Onus  random  runs  in  the 
"y"  axis  using  Sony  Tape  #11  Side  B  -  16  Runs. 
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SUMMARY  OPERAigP  LOG  OF  TEST  OPERATIONS  (continued) 


Oct  30 


Oct  31 


Nov  1 

Nov  1 


Nov  15 


LVPM  Fixture  -  ftrocedure  Verification  -  oade  Ig  sine  sweeps 
in  "X"  axis  and  recorded  on  Hanaan  Xardon  Tape  #1X  Side  A  - 
2  Runs. 

LVPM  Fixture  -  Procedure  Verification  -  calculated  synthetic 
random  spectrum  and  recorded  it  on  Harman  Kardon  Tape  #1X 
Side  A  -  U  Verification  Plots. 

Unit  #1  S/N  HJR-037  •  made  Ig  sine  sweep  and  6.3  Qrms  random 
run  in  "X"  axis  using  Sony  Tape  #6  Side  A  -  3  Runs. 

Unit  S/N  JCU-004  &  KJR-025  -  made  Ig  sine  sweeps  and  6.3 
Grms  random  nms  in  the  "Z”  axis  using  Sony  Tape  #7  Side  A  - 
5  Runs 

LVPM  Fixture  -  Rrocedure  Verification  -  made  Ig  sine  sweep  and 
6.3  Grms  random  run  in  the  "X"  axis  using  Harman  Kardon  Tape  #1X 
Side  A  -  2  Runs 
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APPIUDIX 


SUMMARY  TEST  LOG  -  ELECTRONIC  EQUIPMENT  (TASK  A 
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SUMMARY  TEST  LOG  -  ELECTRC»JIC  EQUIPMENT  (TASK  A) 


SUMMARY  OF  TEST  DATA  (TASK  B) 


UNIT  #1  -  "X"  TAPE  #6A  based  on  A/N  H6F-O38  tested  3-13-78 


Test 

Article 

Axis 

Date 

Out  of  Tolerance  Anplitudes  -3dB 

Sine  (5H2BW; 

Random  (5HzBW) 

Random  (50HzBW) 

Hz 

dB 

Hz 

dB 

Hz 

dB 

HGF-038 

3-29-78 

X 

1080-1135 

+1*.0 

1060-1120 

1880-1950 

530-51*0 

+1*.5 

+5.5 

-U.o 

- 

- 

HJR-022 

3-29-78 

X 

- 

1850-1950 

1210-121*0 

1080-1150 

535-51*0 

210-220 

+6.5 

+6.0 

+5.0 

-U.5 

-3.3 

1800-1900 

+U.0 

HJR-021 

3-29-78 

X 

- 

- 

1860-1980 

1090-1150 

+5.5 

+U.0 

■ 

— 

RECORDED  NEW  UNIT  #1  TAPE  ON  MAY  19 

(TAPE  6A  based  on  S/N  HGF  -  038  tested  3-13-78) 

HJR-035 

7-27-78 

X 

NO  DATA 
(Tape  erase 
accidental! 

c 

>) 

1300-1360 

+5.0 

1280-1310 

1750-2000 

+3.1 

-3.5 

RECORDED  NEW  UNIT  #1  TAPE  ON  AUG.  15 

(TAPS  6A  based  on  S/N  HJR  -  035  tested  7-27-78) 

i  ^  ^  1  1  ^  ^ 

HJR-03T 


11-1-78 

X 


1950-2000  +6.0 
1360-li*10  -5.5 
1270-1330  +6.5 


131*0-11*00 

1210-1250 


-U.o 

+3.3 


Article 


SUMMARY  OF  TEST  DATA  (TASK  B) 


UNIT  #2  -  "X"  TAPE  #8A  based  on  S/N  H6F-01*5  tested  5-25-78 


Out  of  Tolerance  Amplitudes  -3dB 


Sine  (5HzBW)  Random  (5HzBW)  Random 


HJR-Ol*l 


GRU-Olli 


(50HzBW) 


9-26-78 


1930-2000  -1*.5 

1765-1790  -U.5  1810-1 81*0 

1530-1620  -17.5 


1800-2000  I  >-5.5 


X  I  1890-2000  -6.0  181*0-2000  -1*.0  1830-2000  >-5.5 

9-26-78  I  1815-1850  -13.5  I8l0-l81*0  -11.5 


X  j  1870-200 
9-26-78  1  1815-181*0 


-6.0  j  1870-2000  -1*.5  1750-2000 

1810-1835  1-11.5 


V5.5 


HJR-002 


SUMMABY  OF  TEST  DATA  (TASK  B 


UNIT  #2  "Y"  TAPE  #8B  based  on  S/N  HGF-0i*5  tested  5-25-78 


Out  of  Tolerance  Amplitudes  -3dB 


Random  (5HzBW)  Random  (50EzBW5 


1850-2000  -5.0  1870-2000 
1820-1850  -17.5  1815-1850 
185-265  +i».5  220-260 


1890-2000  -5.5  1890-2000  -U.O 

1830-1870  -18.5  1820-1870  VII.5 


1870-2000 

1815-1860 

235-255 


Test 

Article 

Axis 

Date 

HJR-OUl 

Y 

9-26-78 

GRU-Oll* 

V 

9-26-78 

HJR-002 

Y 

9-26-78 

Hz 

dB 

1 

1800-2000 

>-5.5 

1730-2000 

V5.5 

1730-2000 

V5.5 

SUMMARY  OF  TEST  DATA  (TASK  B) 


UNIT  #li  "Z"  TAPE  #TA  Based  on  S/N  HGF-OUU  tested  U27-78 


Out  of  Tolerance  Amplitudes  ^SdB 


Hz 


690-770 

350-370 

235-310 

1930-2000 


Test 

Axis 

Out  of 

Article 

Sine 

(HzBW) 

Date 

Hz 

dB 

8-8-78 

750-770 

-3.1 

CSS-122 

Z 

535-570 

+3.7 

330-350 

-3.5 

2UO-315 

+7.5 

11-1-78 

530-570 

+1*.5 

JCU-OOl* 

z 

305-330 

+5.0 

265-280 

-9.5 

11-1-78 

530-565 

+3.5 

HJR-025 

Z 

335-3^*5 

-3.5 

260-320 

+8.0 

225-21*5 

-5.2 

Random 

( 50HzBW] 

Hz 

dB 

200-290 

1700-2000 

+5.0 

>3.0 

+3.5  1 

+7.0  230-290 


520-570  +3.5 


255-315 

215-235 

1885-1920 


+8.2 

-1*.8 

-3.6 


SUMMARY  OF  TEST  DATA  (TASK  B) 


UNIT  #5  -  "X"  TAPE  iClOA  based  on  S/N  HJR-029  tested  6-1-78 


Test 

Axis 

Out  of  Tolerance  Aaqjlitudes  -3dB 

Article 

- 

Sine  (5Rzm) 

Random 

(5HzBW) 

Random 

(50HzBW) 

Date 

Hz 

dB 

Hz 

dB 

Hz 

dB 

X 

1920-2000 

-19.9 

1920-2000 

-11.0 

1900-2000 

-5.5 

HJR-001 

10-6-78 

1780-1880 

3.5 

_ 

- 

- 

- 

1530-1615 

+  6.0 

1530-1580 

7.5 

I5UO 

-3.3 

1080-1280 

+  5.0 

1180-1250 

+  5.5 

- 

1620-1680 

-  6.0 

1650 

-3.2 

1315-11*80 

-  1*.5 

* 

- 

X 

1880-2000 

-  7.0 

1820-2000 

-  7.5 

1850-2000 

>-6.0 

css-ii+a 

10-2-78 

1530-1620 

+  7.5 

1530-1580 

+  7.0 

1560-1580 

+I+.5 

1180-1260 

+  6.5 

1200-1230 

+  6.0 

1190-1210 

+3.3 

510-51*0 

*■  1».5 

1*90-  520 

♦  i*.o 

1*75-  1+90 

+3.3 

1620-1690 

-  5.0 

1660-1680 

-U.O 

1310-11*80 

-  u.o 

1350-11*50 

-3.5 

X 

1920-2000 

-  8.0 

1920-2000 

>-  9.0 

1860-2000 

>5.5 

HJR-016 

10-2-78 

1860-1920 

-11.0 

181*0-1920 

-11.0 

. 

1735-1780 

+  u.o 

- 

- 

- 

- 

1520-1620 

+  8.0 

1530-1580 

+  7.0 

1560-1610 

+U.0 

1080-1270 

+  5.5 

1180-1230 

+  5.0 

- 

- 

520-  51*0 

+  3.5 

520-  530 

+  3.3 

- 

1620-1690 

-  6.0 

1670-1700 

-3.7 

StM^ASY  OF  TSST  DATA  (TASK  B 


UNIT  #5  -  "y"  tape  #10B  based  on  S/N  HJR-029  tested  6-1-78 


Article 


Y  i  1930-2000  -10.0 

HJR-001  10-6-78  !  1520-1615  +10.0 

!  1080-1260  +5.5 


Out  of  Tolerance  Anplitudes  -3dB 


(5HzBW)  Random  (5H2BW)  Random  (50H2BW) 


I  760-  800 
j  285-  330 
!  260-  275 
I  215-  235 


j  V  •  1920-2000 
CSS-IU8  10-2-78  1860-1920 
1530-1610 
1170-1250 
:  280-  310 
i  220-  2UO 


HJR-016  10-2-78  1860-1900 

1525-1615 
1150-1250 
275-  330 


+  3.7 

+  1*.5 

-  7.0 
+  U.2 


-  7.5 

-17.0 

+  7.0 

+  5.0 
+  i».5 

+  7.5 


1900-2000  -7.0 


L86O-I9OO  -12 .5 
L525-1615  +8.0 
LI50-I25O  +  li.5 
275-  330  +6.5 
2U0-  270  -17.0 


1920-2000 

1520-1600 

II6O-I2UO 


1620-1670 

1320-11^80 


275-  310 
220-  270 
1620-1720 

1300-11*90 


>-11.0 

+  8.5 
+  6.0 


-3.5 


_ SUMMARY  OF  TEST  DATA  CTASK  B  ) _ 

UNIT  #7  "y"  tape  based  on  3/N  GRU-073  tested  6-2-78 


Test 

JU^icle 

Axis 

Date 

GEU-073 

Y 

10-6-78 

HJR-082 

I 

1 

Y 

10-9-78 

1 

1 

CSS-013 

V 

A 

10-9-78 

Out  of  Tolerance  Amplitudes  -3dB 


Sine  (5EzBW)  Random  (5HzBW) 


Ran  den 


Hz 


I 

-  7.5  1 1820-2000 

-  6.0  11660-1710 
+8.5  11520-1580 

+  U.O  I 


1890-1990  -  6.0 


151+0-1630  +11.5 
1150-1270  +5.5 
185-  220  +5.5 


1870-2000 

1635-1730 

1530-1620 

1135-1260 

II+ 30-1520 


(50HzBW]| 


dB 


>-  5.5 

-  U.o 

+  1+.5 


1910-1980 

1555-1615 

200-  220 

-  5.0 

■+•6.0 

I+.5 

1850-2000 

151+0-1615 

180-  210 

1635-171*0 

11*30-1520 

1150-1260 

-  9.0 

7.5 

•*•  3.2 

-  7.0 

-  6.5 

+  1+.5 

1860-2000 

1510-1560 

1680-1720 

lU00-ll*60 

>-  5.5 

+  l+.O 

-  3.7 

-  3.2 

1910-1990 

-  5.0 

1860-2000 

-  8.0 

1830-2000 

>-  5.5 

1550-1620 

8.0 

161*0-1615 

8.0 

11*90-1570 

•*•  5.0 

1180-1260 

*  5.0 

111*0-1235 

1+.5 

1100-1160 

3.3 

200-  220 

6.0 

185-  212 

+  3.5 

- 

- 

1630-1735 

-  6.5 

161*0-1710 

-  5.0 

IU6O-I52O 

_ 

-  5.5 

- 

- 

_ SUMMARY  OF  TEST  DATA  (TASK  B) _ 

•UNIT  #8  -  "Z"  TAPE  #9B  based  on  SIN  EPG-002  tested  5-31-78 


OPKKATIONAL  SUMMARY  LOG  -  TAPE  DECK 
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1-26-78  Response  Test  Tape  #1  6-2-78  Recorded  Tape  #11 ,  Unit  #7  X  and  Y 

1- :’.1-78  Response  Test  Tape  #1  6-6-78  Playback  Tapes  9,  10  and  11 

2- 2-78  Response  Teat  Tape  #1  6-7-T8  Response  Tapes  1  and  3 

2-14-78  Response  Test  Tape  #4  7-5-78  Response  Tapes  1  and  3 
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10- 9-70  Tested  Unit  #7  W/Tape  #11 

11- 1-78  Tested  Unit  #1  and  #4  W/Tape  #6  and  #7 

11-4-78  Response  Tape  #1  and  #3 

11-30-78  Playback  Tape  #1 


OPEIiATIONAL  SUM^Y  LOG  -  TAPE  DECK 


1-5-78  Shipped  to  Supplier  11-10-78  Powered  W/O  Playback  or  Rec. 

11-14-78  Powered  W/o  Playback  or  Rec. 

11-15-78  Playback  Tape  "IX"  at  Bethpage 

11-17-78  Playback  Tape  ^2  Twice 

11-20-78  Playback  Tape  #2  Twice 
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CHAPTER  1 


INTRODUCTION 

1-1  SCOPE.  This  manual  describes  the  detailed  procedures  necessary  for 
generating  random  vibration  using  an  electrodynamic  vibration  system  and  a 
cassette  tape  deck  as  a  signal  source. 

1-2  BACKGROUND.  The  use  of  random  vibration  as  a  screen  for  latent  workman¬ 
ship  defects  found  in  electronic  equipment,  has  proven  to  be  more  effective  than 
the  sinusoidal  form  of  excitation  normally  employed.  The  major  deterrent  to 
universal  acceptance  of  this  technique  is  the  impact  this  type  of  test  would  have 
on  program  costs  since  a  random  vibration  test  facility  is  extremely  expensive. 

A  concept  for  economically  generating  random  vibration  was  evolved  and  has  been 
developed  which  capitalizes  on  the  fact  that  most  major  electronic  equipment 
manufacturers  maintain  basic  electrodynamic  sinusoidal  vibration  test  facilities. 
This  technique,  which  was  structured  to  utilize  these  existing  facilities,  employs 
a  cassette  tape  deck,  in  lieu  of  expensive  random  programming  devices,  to  excite 
the  basic  shaker  system. 

This  method  of  random  vibration  generation  is  accomplished  as  follows: 

a.  The  system  transfer  characteristics  to  a  l.Og  (peak)  sine 
sweep  input  are  recorded  (Figure  1-1). 

b.  The  synthetic  random  spectrum  requirements  are  calculated  by 
adjusting  the  required  random  spectrum  as  a  function  of  the 
transfer  characteristics  obtained. 

c.  The  resulting  synthetic  spectrum  is  then  recorded  on  tape 
(Figure  1-2). 
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d.  The  tape  is  then  used  to  drive  an  electrodynamic  shaiier  systeic 
(Figure  1-3). 

1-3  THEORY  OF  OPERATION.  This  sect:  i  describes  the  basic  concepts  associated 
with  the  taped  random  technique.  The  concepts  themselves  are  not  new,  but  the 
availability  of  highly  linear  and  reliable  stereo  cassette  tape  decks  has  pro¬ 
vided  a  practical  and  inexpensive  vehicle  for  use  in  the  test  laboratory. 

This  discussion  encompasses  two  major  aspects  of  the  taped  random  technique: 

a.  Test  concepts 

b.  Test  operations 

1-3.1  Test  Concepts.  The  basic  premise  upon  which  the  taped  random 
vibration  technique  has  been  structured  is  that  a  low  asiplitude  sinusoidal 
frequency  sweep  can  be  used  in  determining  the  equalization  required  to  shape  a 
specific  random  spec tram  for  a  test  system. 

In  order  to  use  the  random  equalization  so  derived  in  test  operations,  two  con¬ 
ditions  should  exist: 

a.  The  dynamic  characteristics  of  the  vibration  system  must  not 
vary  significantly. 

b.  The  random  noise  spectrum  must  be  reproduced  acc'orately 
without  significant  variations. 

This  requirement  for  system  stability  is  of  primary  importance  for  making  the 
technique  practical  in  day  to  day  test  operations  with  many  samples  of  a 
specific  product . 

The  degree  of  sticcess  in  achieving  these  conditions  will  determine  the  type  of 
limitations  and  test  tolerances  that  must  be  applied  to  the  techniq'ue. 

This  section  will  examine  these  requirements  and  the  methods  developed  to  assure 


their  achievement 


1-3. 1.1  Sine  and  Random  Equalization.  An  electrodynamic  shaker  operates 


in  the  same  manner  as  a  loud  speaker  does  in  a  high  fidelity  audio  system.  A 
low  level  audio  signal  is  applied  to  a  power  amplifier  to  drive  the  loudspeaker 
or  shaker  with  oscillatory  motion.  In  the  case  of  a  shaker  the  amplitude  of 
the  low  level  audio  signal  is  adjusted  at  the  input  of  the  power  amplifier 
to  achieve  a  specified  motion  on  the  shaker  armature,  (to  which  the  test  article 
is  fastened).  The  ampli tilde  of  the  required  input  voltage  required  to  achieve  a 
constant  motion  of  the  shaker  armature  varies  with  the  frequency  of  the  input 
signal.  This  non-linearity  is  due  to  electrical  and  mechanical  resonances 
in  the  shaker  system  as  well  as  mechauiical  resonances  in  the  cest  package.  The 
process  by  which  the  amplitude  of  the  input  voltage  is  varied  over  the  frequency 
range  to  compensate  for  these  resonances  is  called  equalization. 

In  performing  a  normal  l.Og  sinusoidal  vibration  sweep,  equalization  is 
accomplished  automatically  by  the  servo-controller  which  varies  the  amplitude 
of  the  oscillator  voltage  as  much  as  required  to  hold  the  measured  acceleration 
on  the  shaker  head  at  l.Og.  A  similar  process  is  performed  by  an  automatic 
random  equalization  system  which  varies  the  spectral  density  within  a  frequency 
band  as  required  to  maintain  a  preset  spectral  density  as  measured  by  the  random 
analysis  system  in  that  band. 

If  no  random  analysis  system  is  available  at  the  test  site,  another  method 
must  be  used  to  determine  the  required  random  equalization.  Since  the  required 
equalization  depends  only  on  the  dynamic  characteristics  of  the  vibration  system 
and  not  on  the  type  of  excitation  (sinusoidal  or  random  noise)  the  sinusoidal 
equalization  factors  can  be  used  to  determine  those  required  by  the  random  noise 
spectrum. 

The  method  used  to  measure  these  equalization  factors  and  modify  them  for  the 
random  spectrum  is  discussed  in  detail  in  paragraph  1-3.2. 
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1-3.1.2  System  Stability.  Once  the  process  of  synthesizing  the  random 
equalization  is  accomplished  using  the  sine  sweep  data,  the  next  step  is  to 
determine  if  system  stability  permits  the  use  of  the  same  random  equalization 
factors  over  and  over  again  in  day  to  day  testing.  (An  automatic  random 
equalization  system  continually  samples  the  spectral  density  levels  at  the 
shaker  head  and  adjusts  the  equalization  every  few  seconds  as  required.) 

Since  the  sine  equalization  factors  are  being  used  to  predict  the  random 
equalization,  the  factors  that  affect  the  sine  equalization  can  be  examined  to 
gauge  their  effect  on  the  random  spectrum.  It  was  pointed  out  in  paragraph  1-3.1 
that  electrical  and  mechanical  resonances  of  the  shaker  system  are  the  main 
causes  of  variations  in  the  input  voltage  reqtiired  for  constant  shaker  head 
motion.  Since  the  resonant  frequencies  vary  with  the  mass  and  stiffness  of  the 
system  (mechanical)  as  well  as  the  capacitance  and  inductance  of  the  circuitry 
(electrical)  variations  of  these  parameters  must  be  minimized  by  imposing  the 
following  restrictions  on  the  use  of  a  particular  equalization  curve: 

a.  No  changes  in  the  shaker  and  power  amplifier. 

b.  No  changes  in  the  test  article. 

c.  No  changes  in  the  test  conditions,  i.e.,  (test  axis,  alignment, 

hardware,  torque,  etc). 

If  these  potential  variables  are  stabilized  the  single  equalization  curve 
sho’uld  be  usable  Indefinitely,  without  problems. 

Another  possible  source  of  instability  not  directly  related  to  the  equalization 
curve  is  the  medium  used  to  reproduce  the  equalization  voltage,  namely  the 
magnetic  tape  system.  The  tape  system  used  must  be  capable  of  accurate 
reproduction  of  the  equalizat:.on  voltage  through  repeated  playbacks  in  day  to 
day  test  operations.  The  detailed  procedures  used  in  evaluating  the  fidelity 


and  stability  of  the  tape  system  are  presented  in  Chapter  2  and  4. 

1-3-1.3  System  Lisiitations.  The  requirement  for  system  stability  discussed 
in  the  previous  paragraphs  imposes  restrictions  on  the  type  of  vibration  system 
that  the  taped  technique  should  be  applied  to.  This  technique  is  ideally  suited 
to  single  product  acceptance  test  programs  where  the  entire  vibration  system  (with 
the  exception  of  the  test  article)  remains  unchanged  from  test  run  to  test  run. 

The  effect  of  minor  differences  between  test  articles  can  be  minimized  by  testing 
with  fixtures  that  are  significantly  more  massive  than  the  test  article.  Rigidity 
of  the  fixture  should  be  maximized  to  limit  the  number  of  resonance  that  must 
be  equalized. 

Because  these  conditions  cannot  always  be  realized  in  practice,  the  application 
of  the  technique  stresses  the  details  of  nhe  test  setup  to  assure  the  highest 
degree  oi'  uniformity  from  setup  to  setup.  Test  setups  with  high  degrees  of  flex¬ 
ibility,  non-linearities,  or  high  mechanical  noise  levels  should  be  avoided  in 
the  application  of  this  technique. 

The  verification  of  tolerances  applied  to  the  taped  random  vibration  test  pre¬ 
sents  problems  since  it  is  assumed  that  many  of  the  test  laboratories  utilizing 
this  random  technique  will  not  have  spectrum  analysis  equipment.  A  technique 
was  therefore  developed  zo  use  a  low  level  sine  frequency  sweep  to  determine  if 
the  random  test  will  be  within  tolerance.  These  tolerances  are  discussed  in  de¬ 
tail  in  Chapter  5  snd  6. 

1-3-2  Test  Operations.  The  application  of  the  taped  random  technique  to 
test  operations  has  been  subdivided  into  five  principle  chapters: 

3.  Tape  Tech  Requirements 

b.  Obtaining  Sine  Transfer  Tata 

c.  Preparation  of  S;ncthetic  Random  Tape 
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d.  Testing  with  Tape  Random 


•e.  Troubleshooting  the  System 

A  principle  ground  rule  in  preparing  this  procedure  was  to  direct  it  toward  s 
single  shaker  laboratory  operation  with  a  minimum  of  sinusoidal  vibration  equip¬ 
ment.  Chapters  1,  2,  3  and  5  meet  this  requirement  with  the  only  new  equipment 
requirement  being  the  tape  deck. 

Chapter  1-,  Preparation  of  the  Synthetic  Random  Tape  is  the  exception  to  this 
ground  rule.  This  task  requires,  as  a  minimum,  a  random  vibration  control  console 
and  a  spectrum  analyzer.  The  procedure  however,  has  been  designed  so  that  pre¬ 
paration  of  the  random  tape  can  be  handled  by  an  outside  agency  remote  from  the 
testing  laboratory  performing  the  test. 

1-3. 2.1  Tape  Deck  Requirements.  The  only  new  equipment  required  to  implement 
this  test  technique  is  a  tape  deck.  The  many  inexpensive  stereo  cassette  decks 
on  the  market  today  adequately  fill  the  recording  and  playback  requirements  of 
the  technique.  Open  reel  recorders  were  not  used  because  of  the  greater  potential 
for  tape  damage  due  to  handling. 

The  frequency  response  characteristics  of  a  particular  tape  deck  must  be  de¬ 
termined  experimentally  to  verify  that  it  satisfies  program  requirements.  Minor 
non-linearities  in  the  frequency  responses  must  be  measured  and  compensation  fac¬ 
tors  determined  to  linerlze  the  tape  deck  response  when  recording  the  synthetic 
random  signal.  The  tape  deck  requirements  and  the  procedure  for  evaluating  re¬ 
sponse  characteristics  and  determining  the  compensation  factor  are  discussed  in 
detail  in  Chapters  2  and  6. 

1-3. 2. 2  Obtaining  Sine  Transfer  Data.  Random  equalization  (para.  1-5.1.11 
is  accomplished  synthetically  using  the  results  of  a  l.Og  sinusoidal  frequency 
sweep.  The  sine  data  in  the  form  of  transfer  functions  (Power  Amplifier  Input 
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Voltage  -r  peak  acceleration  -  E/g)  provides  the  basis  for  the  rendon  equalizanion 
process.  Since  the  acc’zrate  deneraiination  of  the  transfer  functions  require  a 
real  time  analyzer  or  equivalent,  for  data  analysis,  a  tape  recording  of  the  two 
required  parameters  is  made  for  transmittal  to  the  agency  which  will  prepare  the 
sj’cithetic  random  tape. 

This  tape  recording  of  the  l.Og  sine  frequency  sweep  will  serve  another  important 
function  besides  providing  the  transfer  function  data.  It  will  provide  a  means  of 
verifying  the  test  setup  prior  to  performing  the  random  vibration  test.  In  this 
sense,  it  substitutes  for  a  spectrum  analysis  of  the  random  test  for  which  the 
target  test  laboratory  is  not  equipped. 

The  utilization  of  this  recording  of  the  l.Og  sine  frequency  sweep  to  verify 
the  zest  setup  by  playback  through  the  shaker  system  necessitated  two  special  re¬ 
quirements  for  the  frequency  sweep: 

a.  Frequency  is  swept  from  upper  limit  (2000  Hz)  to  lower  limit 
(20  Hz)  to  minimize  the  potential  for  structural  damage 'due 
to  incorrect  system  gain  adjustment  at  the  start  of  the  sweep. 

b.  A  one  minute  single  frequency  dwell  at  l.Og  is  provided  on  the 
tape  prior  to  the  start  of  this  frequency  sweep.  This  serves 

,  as  a  reference  for  setting  the  system  gains  for  l.Og  amplitude 
during  playback. 

Another  important  consideration  in  recording  the  sine  sweep  is  the  configuration 
of  the  vibration  system.  Since  this  frequency  sweep  will  serve  as  the  random 
equalization  reference  for  all  subsequent  tests,  the  vibration  system  must  be 
identical  to  that  anticipated  for  subsequent  production  testing.  A  prototype 
or  mockup  of  the  test  article  cannot  be  substituted  for  the  actual  production 
unit.  All  test  support  equipment  such  as  cooling  air  hoses,  electrical  checkout 
cables,  etc.  which  will  be  used  on  the  production  units,  must  be  installed  for 


this  test  run. 


1-3- 2. 3  Preparation  of  Synthetic  Random  Tape.  The  preparation  of  the  syn¬ 
thetic  randoE  tape  is  the  most  demanding  task  associated  with  the  tape  technique 
and,  as  pointed  out  previously,  requires  the  more  sophisticated  equipment.  For 
this  reason,  we  have  included  under  this  heading  all  the  tasks  which  require  this 
level  of  equipment  and  which  can  be  performed  by  a  remotely  located  agency. 

There  are  several  important  preliminary  steps  leading  to  the  actual  synthesizing 
of  the  random  voltage  and  recording  it  on  tape; 

a.  Playback  of  the  l.Og  sine  frequency  sweep  tape  through  an 
analyzer  to  determine  the  sine  transfer  functions. 

b.  Playback  of  the  tape  deck  reference  tape  to  determine  re¬ 
corder  characteristics . 

c.  Determination  of  compensation  factors  to  be  applied  to  the 
sine  transfer  functions.  These  cot!g)ens8tior.  factors  are 
used  to  correct  the  final  random  equalization  for  faults  in 
the  sine  equalization,  or  anticipated  variations  in  the  test 
setup.  Some  examples  are: 

0  Non-linear  tape  recorder  characteristics. 

0  Kon-linear  damping  characteristics  of  the  test, 
setup  (between  l.Og  sine  equalization  end  6.0  Grms 
random  equalization). 

o  Variations  in  resonant  frequencies  from  test  to  test 
of  =:  "iio  (determined  empirically). 

d.  Calculation  of  the  random  voltage  spectrum  based  on  the  random 
equalization  calculated  above  and  the  required  test  spectrum. 


The  final  step  is  to  synthesize  the  required  random  voltage  spectrum  using  a 
random  equalization/analysis  system.  (It  should  be  noted  that  the  term 
synthetic  random  refers  to  the  method  used  for  equalization  rather  than  the 
quality  of  the  random  signal.  The  voltage  recorded  is  a  true  non-periodic 
random  noise  signal  with  a  Gaussian  distribution  of  amplitudes  with  peaks  up 
to  3  times  the  RMS  value).  This  random  voltage  is  recorded  on  the  sine  sweep 
tape  immediately  after  the  sine  frequency  sweep.  This  facilitates  the  playback 
of  the  sine  sweep  before  running  the  random  portion  of  the  test  as  setup 
verification . 

The  completed  tape  contains  all  the  data  necessary  to  perform  the  sine 
and  random  vibration  test  on  a  specific  vibration  system. 

1-3. 2. U  Testing  with  Taped  Random.  The  use  of  a  tape  to 
drive  a  vibration  test  system  is  much  simpler  in  execution  than  a  conventional 
servo-control  system.  Since  the  tape  already  has  all  the  equalization  infornation 
programmed  on  it,  the  test  conductor  needs  only  adjust  the  vibration  system 
gain  control  to  the  required  acceleration  amplitude  and  the  tape  does  the  rest. 

The  acceleration  amplitude  is  continuously  monitored  on  the  RMS  meter  by  the 
test  conductor  so  that  he  can  reduce  the  test  level  or  terminate  the  test  in  case 
of  a  system  malfunction. 

A  gain  reference  signal  is  recorded  on  the  tape  at  the  start  of  the  sine  sweep 
to  provide  a  reference  with  which  the  test  conductor  can  set  his  system  gain  for 
a  reading  of  l.Og  (peak)  on  his  RMS  meter.  The  reference  signal  frequency  is 
chosen  in  a  non-resonant  frequency  range  to  reduce  the  possibility  of  a  shift 
in  the  transfer  function  from  test  to  test.  Once  the  gain  is  set  and  the  sine 
frequency  sweep  started,  the  test  conductor  monitors  the  acceleration  amplitude 
on  the  RMS  meter  to  determine  if  the  amplitude  stays  within  the  allowable 


tolerance  band  around  l.Og  thro\:;ghout  the  frequency  sweep.  If  it  does,  this 
demonstrates  that  the  transfer  characteristics  used  to  derive  the  random 
equalization  have  not  changed.  The  test  conductor  can  then  proceed  to  run  the 
random  portion  of  test  by  advancing  the  tape  to  the  random  portion  of  the  tape  and 
increasing  the  system  gain  control  until  the  required  overall  Grms  is  read  on  the 
RMS  meter. 

If  however,  an  out -of -tolerance  condition  is  noted  during  the  l.Og  sine  sweep 
the  test  conductor  must  troubleshoot  the  system  to  evaliiate  the  significance  of 
the  tolerance  exceedance  and  take  corrective  action  if  indicated. 

1-3 .2. 5  Troubleshooting  the  System.  The  tolerances  to  be  applied  to  the 
l.Og  sine  sweep  have  been  over-simplified  so  that  the  test  conductor  can  determine 
compliance  by  visually  monitoring  the  RMS  meter  during  the  sweep.  If  a  tolerance 
exceedance  is  noted  be  must  obtain  qualitative  da^  i  on  the  bandwidth  and  amplitude 
of  the  exceedance  in  order  to  determine  its  effect  on  the  random  vibration  test. 
This  will  probably  require  that  the  sine  sweep  portion  of  the  tape  be  reran  and 
a  plot  of  acceleration  versus  frequency  made.  With  this  plot  the  test  conductor 
can  determine  if  a  significant  problem  exists  or  whether  the  random  test  can  be 
performed.  Guidelines  for  this  evaluation  are  presented  in  Chapter  6. 

If  a  problem  with  the  vibration  system  is  verified  the  test  conductor  must 
troubleshoot  the  system  to  isolate  and  correct  the  problem.  In  order  to  efficient¬ 
ly  troubleshoot  the  system  a  reference  tape  should  be  made: 

a.  Side  A  of  the  tape  will  contain  the  tape  deck  frequency 
response  data.  (Procedure  outlined  in  Chapter  2) 

b.  Side  B  of  the  tape  will  contain  a  l.Og  sine  frequency 
sweep  of  the  vibration  system  with  the  test  article 
removed  -  fixture  only.  (Procedure  outlined  in  Chapter  3) 
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The  frequency  response  tape  (reference  tape  side  A)  can  be  used  to  verify 
performance  of  the  tape  deck  without  operating  the  shaker  system.  The  fixture- 
only  sine  sweep  tape  (reference  tape  side  B)  can  be  used  to  isolate  problems  in 
the  vibration  system  without  subjecting  the  test  article  to  repeated  sine  sweeps 
during  troubleshooting  operations.  This  tape  should  be  recorded  at  the  start 
of  the  program  and  retained  as  a  troubleshooting  aid  for  the  duration  of  the 
test  program. 

1-3. 3  Sequence  of  Operations.  A  typical  sequence  of  test  operations  is 
shown  in  Figure  1-^+.  The  test  flow  starts  at  the  planning  phase  of  the  program 
and  runs  through  a  typical  production  test  sequence.  Tape  #1  is  the  reference 
tape  which  has  the  recorder  characteristics  recorded  on  side  A,  and  the  fixture- 
only  sine  sweep  on  side  B.  Tape  #2  is  the  production  tape  with  both  the  sine 
sweep  and  the  synthesized  random  recorded  on  side  A.  The  sine  sweeps  of  Tape  #1 
and  Tape  #2  should  be  recorded  at  the  same  time  to  minimize  any  setup  differences. 
The  troubleshooting  process  required  when  test  article  or  test  facility  problems 
occur,  is  iterative  and  may  require  two  or  three  sine  test  cycles  for  problem 
resolution. 
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CHAPTER  2 


TAPE  DECK  RSaUIRSCTTS 

2-1  GENERAL-  A  two  channel  (stereo)  tape  deck  shall  be  used  as  the  vehicle  for 
generating  random  vibration.  This  unit  shall  be  either  a  compact  cassette  (stan¬ 
dard  size)  or  the  larger,  SLCASET  type.  Selection  of  the  deck  shall  be  based 
primarily  on  the  ability  of  the  unit  to  meet  the  low  frequency  and  dynamic  range 
requirements  established  for  this  technique.  The  tape  deck  selected  shell  also 
be  simple  to  operate,  purchased  from  a  reputable  manufacturer  and  embody  a  proven 
history  of  reliability  and  longevity. 

2-2  SPECIFIC  RB^UIRIMENTS .  The  tape  deck  selected  shall  meet  the  following  re¬ 
quirements  : 

a.  Frequency  response:  20-2000  Hz,  r  3  dB 

b.  Dynamic  range:  The  unit  shall  be  capable  of  recording  input  signals 
with  variations  of  ^0  dB  within  the  frequency  response  requirements 
defined  in  a.  above. 

c.  Signal  to  noise  ratio:  50  dB  min. 

d.  Vow  and  flutter:  0.07^  max. 

e.  Tape  speed:  1  7/S  or  3  3/14-  inches/second 

f.  Tape  counter:  The  unit  shall  incorporate  a  tape  counter  with  reset. 

g.  Metering;  The  unit  shall  include  a  VU  meter  for  each  channel  which  will 
function  in  both  record  and  playback  modes. 

2-3  ?EFERE:;CE  tape-tape  deck  frequency  response,  in  establishing  the  synthe¬ 
sized  random  spectrum  an  adjustment  may  be  required  to  account  for  certain  varia- 


2-1 


tions  in  the  tape  declts' response.  The  purpose  of  this  procedure,  delineated  in 
subsequent  paragraphs,  is  to  define  the  methodology  required  to  generate  a  tape 
embodying  these  characteristics. 

The  tape  thus  generated  will  serve  to  establish:  a  record  of  output  versus  input 
voltage  over  both  the  frequency  and  dynamic  ranges  and  also  will  provide  a  base¬ 
line  of  operation  for  future  comparisons  after  extended  usage. 

2-3.1  Technique.  Since  a  variety  of  tape  decks  and  test  equipment  exist  com¬ 
mercially,  it  would  not  be  practical  to  generate  a  procedure  applicable  to  all 
such  items.  The  procedure  defined  has,  therefore,  been  tailored  to  a  particular 
tape  deck  and  equipment  set-ups  and  will  serve  as  a  guide  in  establishing  proce¬ 
dures  for  similar  equipment. 

2-3. 1.1  Equipment .  The  following  equipment  was  used  to  evaluate  a  SONY  EL-7 
and  a  Harman-Kardon  KK2000  tape  deck: 

a.  Sweep  Oscillator;  Spectral  Dynamics,  Model  SD104A-5  (Provides  a 
constant  output  voltage  from  20-20Q0Hz) . 

b.  Precision  Attenuator:  Hewlett-Packard,  Model  350D,  (Provides  a  con¬ 
venient  method  of  decreasing  oscillator  output  voltage  in  even  10  dB 
increments  from  0-i»0  dB). 

c.  A.C.  Digital  Voltmeter:  Fluke,  Jtodel  8800A  (Indicates  the  rms  out¬ 
put  voltage  of  the  oscillator  at  the  reference  frequency) . 

d.  Frequency  Counter;  General  Radio,  Model  1192B.  (Sets  the  reference 
frequency  of  1000  Hz  and  adjusts  the  sweep  limits  of  the  oscillator) 

2-3. 1.2  Recording  The  Reference  Tape.  Figure  2-1  depicts,  in  block  diagram 
form,  the  set-up  required  to  record  the  reference  tape.  The  following  step-by- 
step  procedure  defines  the  requirements  necessary  to  perform  the  recording; 


l.  Set  the  following  tape  deck  selector  swltcnes  to  tr.e  "opr"  position: 

(1)  Filter 

(2)  Memory 
(})  DOLBY'IIR' 

m.  P.ewlnd  the  tape  deck  to  start  and  reset  the  counter  to  zero. 

n.  Beset  the  oscillator  to  the  manual  mode,  preset  to  lOOC  Sz  In  step  e. 
0.  Record  the  reference  voltage  end  adjust  the  tape  deck's  "record  level" 

potentiometers  until  both  VJ  meters  indicate  Odr  (eOdl,  -IdlV  Re¬ 
cord  at  this  level  for  10  seconds,  (/^fter  performing  this  adjustment 
do  not  alter  the  "record  level"  potentiometer  positions', 

p.  After  completing  this  1C  second  recording  enter  the  counter  number 
on  the  Tape  Deck  Data  Sheet  (Fig-ore  2-2)  and  reset  the  oscillator  to 


the  automatic  sweep  mode. 

q.  Record  approximately  10  seconds  at  the  lower  limit  of  20  Hz  and  then 
acti-v-Bte  the  sweep  -op  mode. 

r.  After  the  upper  limit  (2000  Hz'!  has  beer,  attained,  stop  recording  and 
enter  the  counter  numbers  on  the  Tape  Deck  Data  Sheet  (Figure  2-2). 

s.  Reset  the  oscillator  to  the  lower  sweep  limit  (20  Hz ^  and  set  the  atten¬ 
uator  for  -10d3. 

t.  Repeat  steps  q.  thru  s.  for  attenuator  levels  of  -20dE,  -30d2  and 
-^d£. 

u.  An  oscilloscope  can  be  used  to  verify’  the  data  taken  by  observing 
the  recorder  playback. 


2-ii 


Company  Name: , 
Address: _ 


II  Recording  Data 

A)  Recorded  By: _ 

8)  Tape  Recorder  Mfr:  _ 
Model  No:  _ 
C)  Recording  Tape  Mfr:  _ 
01  Tape  1.0.  or  Ser.  No.: 

E)  Recorder  Max.  Input: 

F)  Tape  Counter  Oata 

Side  'A ' 

Ref.  Volt.  From _ 

OdB  From _ 

-lOdB  From _ 

-20dB  From _ 

-30dB  From _ 

-40dB  From _ 

G)  Remarks/Anomalies: 


III  Playback  Info.: 

Al  Playback  By: _ 

81  Tape  1.0,  or  Ser.  No.: _ 

C)  Recorder  Mfr.: _ 

0)  Recorder  Model  No. : _ 

E)  Analyzer  I.O.: _ 

1 1  Filter  Bandwidths:  _ 
2)  Input  Volt.  Range:  _ 

F)  Plot  Sensitivity: _ 

G)  Oata  Points  at  1000  Hz 

OdB  Curve _ 

-lOdB  Curve  _ 

-20dB  Curve _ 

•30dB  Curve _ 

-40dB  Curve _ 

HI  Remarks/ Anomalies: 


,  Tel.  No. 


.Vrms;  Ref.  Volt. 


Ser.  No. _ 

Tape  Type:. 


.Vrms,  1000  Hz  (OdB) 


Company, 


Ser,  No. 


Hz;  Freq.  Range, 


dS/Inch  (Y  axis): 


Hz/In.  (X  axis) 


Figure  2-2  Tape  Deck  Data  Sheet 
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Er.ter  all  the  manufacturers  informaricn  or.  the  Tape  Deck  Date  Sheet, 
Figure  2-2, • including  the  maximum  line  input  voltage  established  by 
the  manufacturer. 

b.  Establish  the  rms  reference  voltage  representing  the  0d£  signal  and 
enter  this  value  on  the  Tape  Deck  Data  Sheet  (Figure  2-2).  (A  level 
of  approximately  83%  to  90^  of  the  manufacturer's  maximum  line  input 
voltage  is  recommended) . 

c.  Connect  the  sveep  oscillator  output  to  the  attenuator  input  and  set 
the  attenuator  to  OdB. 

d.  Connect  the  counter  and  A.C.-DVM  to  the  attenuator  output. 

e.  Set  the  oscillator  to  the  manual  mode  and  adjust  the  frequency  to 
1000  Hz  (-  1  Hz). 

f.  Adjust  the  oscillator  output  voltage  to  the  reference  level  (es¬ 
tablished  in  b ■ '  while  monitoring  the  attenuator  output.  After 
adjustment  is  made  do  not  change  the  oscillator  output  controls. 

g.  Place  the  oscillator  in  the  linear  sweep  mode,  set  a  sweep  rate 

of  c  Hz/sec  (»2,  -0  Hz/sec.)  and  then  reset  the  frequency  to  20  Hz. 

h.  Set  the  oscillator  to  automatic  sweep  and  alternately  adjust  the 
lower  limit  to  2C  Hz  (*  0  Hz  -5  Hz)  and  the  upper  limit  to  2000  Hz 
( +50  Hz,  -0  Hz) . 

i.  Connect  the  attenuator  output  to  both  line  inputs  of  t.he  tape  deck 

j.  Insert  a  cacsette in  a  position  which  will  record  on  side  "A"  only. 

k.  Set  the  tape  deck  switch  selectors  to  the  proper  "Pecord"  positions. 
Verify  that  the  tape  deck  equalization  (if  selectable)  matches  the 
cassette  tape  t:,'pe  and  record  this  information  on  the  Tape  Deck  Data 
Sheet  (Figure  2-2), 
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CHAPTER  3 


OBTAINING  SINE  TRAKSFE3i  CHAHACTERISTICS 

3-1  SCOIE.  This  chapter  defines  the  step  by  step  procedures  for  setting  up  the 
elect rodynamic  shaker  system  and  recording  the  data  necessary  to  determine  the 
sine  transfer  characteristics  of  a  specific  test  system  configuration. 

3-2  TEST  SETUP.  As  indicated  in  Chapter  1,  Background,  the  taped  random 
vibration  test  technique  will  yield  satisfactory  results  only  if  conditions  from 
set  up  to  set  up  are  duplicated  exactly.  Therefore,  it  is  extremely  important 
that  the  detailed  procedures  delineated  in  the  following  paragraphs  be  rigorously 
observed. 

3-2.1  Mechanical  Test  Setup 

3-2, 1.1  Secure  the  test  article  to  the  test  fixture  in  a  manner  that  can  be 
exactly  reproduced  on  subsequent  units.  Tighten  all  bolts  to  specification  require¬ 
ments  with  a  torque  wrench.  Connect  and  support  all  hoses,  ducts,  cables,  etc. 
in  a  manner  which  can  be  duplicated  for  subsequent  units. 

3-2. 1.2  Secure  the  test  fixture  to  the  shaker  head  or  auxiliary  table  in  a 
specified  orientation  (with  respect  to  the  shaker  trunnion)  and  torque  the  tie 
down  bolts  to  specification  requirements. 

NOTE 

The  test  fixt\ire  shall  be  of  rigid  construction  and  shall  be  de¬ 
signed  to  minimize  low  frequency  resonances.  To  minimize  the  handling 
and  disassembly  cycles  required,  the  use  of  multipurpose  fixtures 
(those  utilized  for  more  than  one  test  article)  is  not  recommended. 
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3-2. 1.3  Attach  the  control  accelerometer  to  the  test  fixture  in  close 
proximity  to  one  of  the  test  article  attachment  points.  The  precise  location  shall 
be  selected  to  minimize  mechanical  noise  feedback  from  the  test  article  and  reson¬ 
ant  peaks  (as  determined  from  prior  data). 

3-2. l.U  Document  the  complete  details  of  the  mechanical  test  set-up  so  that 
they  can  be  reproduced  exactly  in  subsequent  tests.  This  documentation  shall 
include  a  sketch  or  photographs  of  the  set-up  plus  a  specification  sheet  which 
lists:  the  vibration  equipment  used,  location  of  control  accelerometer,  location 
and  bolt  torque  of  attachment  hardware,  and  identification  and  location  of  all 
cables,  hoses  and  ducts  connected  to  the  test  article.  A  sample  specification 
sheet  (Figure  3-1)  has  been  included  which  describes  the  equipment,  etc.,  used 
in  conducting  an  actual  test. 

NOTE 

The  test  article  used  in  determining  the  sine  transfer  function 
must  be  mechanically  identical  to  subsequent  production  units 
which  are  to  be  tested. 

3-2.2  Electrical  Test  Setup 

3-2. 2.1  Configure  the  shaker  power  amplifier  for  the  specified  test 
co.nditions,  i.e.,the  shaker  system  shall  be  adjusted  for  the  calculated  power  and 
peak  voltage  requirements  for  the  random  spectrum  which  will  be  used  (see  Chapter  1, 
Theory  of  Operation).  Set  all  variables  such  as  plate  voltage,  field  current, 
amplifier  gain,  output  transformer  tap,  etc.  to  these  calculated  conditions  which 
will  be  used  for  the  Ig  (peak)  sine  run,  as  well  as  for  the  subsequent  taped 
random  test. 
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POWER  AMPLIFIER  (PA| 


Figur«  3-2  Samplfl  Electrical  Specification  Sheet 


3-2.2. 2  Connect  the  output  from  the  control  charge  amplifier  in  parallel 
to  the  tape  deck  and  the  sine -servo  controller  inputs.  Then  connect  the  input 
to  the  left  channel  of  the  tape  deck  in  parallel  with  the  input  to  the  power 
amplifier  from  the  servo  controller  output  thru  the  pre-amplifier  or  gain  controls 
which  are  normally  used,  (see  Figure  3-2  for  sample  block  diagram) 

3-2. 2. 3  Configure  the  sinusoidal  vibration  system  in  the  manner  normally 
used  for  conducting  a  l.Og  (peak)  sine  sweep  from  2000  to  20  Hz  at  a  logarithmic 
sweep  rate  of  one  octave  per  minute. 

3-2. 2. U  Document  the  details  of  all  electrical  parameters  so  that  they  can 
be  reproduced  exactly  in  subsequent  test  set-ups.  This  documentation  shall  include 
a  block  diagram  schematic  of  the  test  set-up  plus  a  data  sheet  listing:  all  equip¬ 
ment  used,  control  settings  of  the  equipment  and  significant  voltage  and  current 
readings.  Figure  3-2  has  been  included  as  a  sample  electrical  specification  sheet 
for  an  actual  test  conducted. 

3-3  TEST  rsOCELURE.  The  following  procedures  shall  be  utilized  for  producing 
a  tape  recording  of  the  transfer  characteristic  of  the  system  under  test.  Table  3-1 
depicts  the  data  to  be  recorded  as  well  as  the  sequence  and  duration  of  each  data 
segment.  The  procedure  is  presented  in  the  four  sequential  steps  necessary  for 
obtaining  a  successful  tape  recording; 

a.  Preliminary  Test  Run 

b.  Recording  Calibrating  Signal 

c.  Recording  Gaia  Reference  Signal 

d.  Recording  Sinusoidal  Sweep 
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Tabit  3-1  Saquantial  Lifting  of  Data  Racordad  on  Tapa 


Elapsad 
Tapa  Tima 

Titia  of 
Sagmant 

Laft  Racordar  Channai 
(P.A.  Input  Voltaga) 

Right  Recorder  Channai 
(Control  Accalaration) 

0  Min 
to 

1.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

1.0  Min 
to 

2.0  Min 

Calibration 

Sine  Signal  —  P.A.  Input 
Voltage  (IK  Hz  typ.) 

3.0g  peak  Sine  Signal  — 

Charge  Amplifier  (IK  Hz 
typical) 

2.0  Min 
to 

3.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

3.0  Min 
to 

4.0  min 

Gain 

Reference 

Sine  Signal  —  P.A.  Input 
Voltage 

1  .Og  peak  Sine  Signal  — 

Charge  Amplifier 

4.0  Min 
to 

4.5  Min 

Reset 

Frequency 

Low  Level  Sine  Signal  — 

P.A.  input  Voltage 

Low  Level  Sine  Signal  — 

Charge  Amplifier 

4.5  Min 
to 

11.3  Min 

Sine 

Sweep 

Varying  Sine  Signal  —  P.A. 
Input  Voltage  (freq.  2000 
to  20  Hz) 

1  .Og  peak  Sine  Signal  — 

Charge  Amplifier  (freq.  20(X> 
to  20  Hz) 

11.3  Min 
to 

30.0  Min 

No  Signal  Recorded 

No  Signal  Recorded 

NOTE :  Table  above  applies  to  the  tape  when  cassette  is  placed  in  recorder  with  side 

A"  marker  facing  outward.  Because  of  the  narrow  width  and  staggering  of  the 
tape  heads,  a  completely  separate  recording  in  the  reverse  direction  can  be 
obtained  when  cassette  is  reversed  with  side  "B"  marker  facing  outward.  See 
illustration  below. 


LEFT  A 
RIGHT  B 
RIGHT  A 
LEFTS 
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3-3.1  Preliminary  Test  Rm  -  A  preliminary  test  nin  shall  be  conducted 
before  the  actual  sine  tape  recording  run.  The  objectives  of  this  initial  run 
are: 

a.  To  measure  the  maximum  power  amplifier  input  voltage  required 
during  the  sine  sweep. 

b.  To  detemine  the  frequency  of  the  gain  reference  which  will  be 
recorded  on  the  tape. 

The  power  amplifier  input  voltage  measurement  will  be  used  to  set  the  recording 
level  of  the  left  tape  channel.  The  gain  reference  (see  Chapter  1,  Theory  of 
Operation)  is  required  to  provide  the  operator  with  a  stationary  taped  signal 
which  will  permit  adjustment  of  system  gains  necessary  to  obtain  a  Ig  (peah) 
sine  level. 

3-3 .1.1  Set  up  the  sinusoidal  oscillator  and  servo  control  equipment  for 
a  l.Og  (peak)  sine  sweep  from  2,000  to  20  Hz  at  a  logarithmic  rate  of  one  octave 
per  minute.  Connect  the  control  accelerometer  to  the  accelerometer  input  of  the 
servo  controller  to  complete  the  servo  loop  (see  Figure  3“2). 

3-3 .1.2  Connect  an  HI«E  voltmeter  or  equivalent  in  parallel  with  the  input 
to  the  shaker  power  amplifier  to  monitor  voltage  during  the  sine  sweep  (see 
Figure  3-2). 

3 -3. 1.3  Energize  the  shaker  system  using  the  nominal  values  of  the  parameters 
discussed  in  para.  3-2. 2.1.  Perform  the  Ig  sinusoidal  sweep  described  above. 
Monitor  and  record  the  power  amplifier  input  voltage  during  the  frequency  sweep 
to  determine  the  following  data  points: 

a.  Maximum  power  amplifier  input  voltage  and  the  frequency  of  this  voltage . 

b.  Gain  reference  frequency.  The  choice  of  this  frequency  is  arbitrary 
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but  should  be  guided  by  the  following  ground  rules. 

(1)  The  frequency  should  be  above  300  Hz  to  minimize  the  potential  *  r 
structural  damage  from  potential  mistakes  made  during  initial  adjustment  of  the 
shaker  system  gain. 

(2)  The  frequency  should  be  at  the  center  of  a  100  Hz  or  wider  frequency 
band  in  which  the  power  amplifier  input  voltage  remains  relatively  constant.  This 
will  avoid  resonant  peaks  whose  frequency  nay  shift  slightly  from  setup  to  setup. 

(3)  In  cases  where  several  non-resonant  bands  are  available,  the  freqiiency 
selected  shall  be  one  in  which  the  amplitude  of  the  power  amplifier  input  voltage 
is  close  to  the  average  for  the  various  bands. 

(U)  Frequencies  above  1500  Hz  should  be  avoided  since  this  region  is  most 
sensitive  to  minor  variations  in  the  test  setup. 

Record  the  gain  frequency  on  the  Tape  Data  Sheet.  (Figure  3-3) 

3-3. l.i*.  It  is  recommended  that  the  preliminary  test  run  be  repeated  as  re¬ 
quired  so  that  an  accurate  determination  of  the  data  points  can  be  obtained.  The 
use  of  an  X-Y  plotter,  if  available,  will  greatly  facilitate  test  data  acquisition. 

3-3-2  Recording  Calibration  Signal.  Recording  a  calibration  sigial  of  known 
frequency  and  voltage  on  both  tape  channels  serves  the  following  purposes: 

a.  It  provides  a  known  reference  for  verifying  tape  system  validity  during 
troubleshooting  operations . 

b.  It  is  used  to  set  the  tape  deck  input  level  to  pro\'ide  maximum  dynamic 
range  during  subsequent  recordings.  This  is  especially  important  for  the  power 
amplifier  input  voltage  recording  when  the  full  Uo  dB  usable  recorder  range  is* 
often  required. 

% 
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3-3. 2.1  Apply  a  3.0g  (peak)  signal  at  approxiiaately  1000  Hz  to  the  right 
(control  accelerometer)  channel  of  the  tape  deck  (a  charge  amplifier  output  sen¬ 
sitivity  of  100  mv/g  is  recommended  for  the  sine  tests  to  minimize  noise  and 
provide  higher  recording  level  to  the  tape  deck).  The  output  calihretion  signal 
of  the  accelerometer  charge  amplifier  may  be  used  for  this  purpose.  Adjust  the 
tape  deck  input  level  to  obtain  a  0  dB  reading  on  the  right  channel  VU  meter. 

3-3. 2. 2  Apply  a  voltage  signal  at  1000  Hz  to  the  left  (power  amplifier  in¬ 
put  voltage)  channel  of  the  tape  deck.  This  shall  be  accomplished  by  turning  off 
the  power  to  the  shaker  system  and  using  the  compressor-off  node  of  the  servo- 
controller  to  provide  the  required  1000  Hz  signal.  Adjust  the  output  level  of 
the  servo- controller  to  approximately  10^  higher  amplitude  than  that  measured 
in  the  preliminary  test  run  (reference  paragraph  3-3.1. 3).  Then,  adjust  the 
tape  deck  input  level  to  obtain  a  0  dS  reading  on  the  left  channel  VU  meter. 

This  will  provide  an  undistorted  recording  range  of  dB/-10  with  respect  to 
the  maximum  level  required  for  the  sine  sweep. 

3-3. 2. 3  Set  the  tape  counter  at  zero  and  then  advance  the  tape  (without  re¬ 
cording)  for  one  minute  of  elapsed  time.  Stop  the  recorder  at  the  conclusion  of 
one  minute. 

3-3.2.^  Place  the  tape  deck  in  the  record  mode  and  record  the  two  calibra¬ 
tion  signals  for  one  minute  of  elapsed  time.  Stop  the  tape  deck  st  the  conclusion 
of  the  one  minute. 

3-3.2. 5  Record  all  significant  parameter  measurements,  including  tape 
counter  readings,  in  the  appropriate  box  on  the  Tape  Data  Sheet  (Figure  3-5 'I . 

3-3.3  Recording  Gain  Reference  Signal.  As  previously  discussed,  the  purpose 
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of  the  gain  reference  signal  is  to  provide  the  shaicer  system  operator  with  a 
stationary  signal  of  sufficient  duration  to  permit  the  shaker  system  gain  adjust¬ 
ment  necessary  to  obtain  a  Ig  (peak)  at  the  control  accelerometer. 

3-3-3.1  Set  up  the  sinusoidal  oscillator  and  servo  control  equipment  for 
a  Ig  (peak)  sine  sweep  from  2000  to  20  Hz  at  a  logarithmic  sweep  rate  of  one 
octave  per  minute. 

3-3. 3. 2  Advance  the  tape  using  the  playback  control  (without  recording)  for 
one  minute  of  elapsed  time.  Stop  the  recorder  at  the  conclusion  of  one  minute. 

KOTZ 

The  tape  deck  must  be  left  running  once  it  is  started  (for  re¬ 
cording  the  gain  reference  signal)  until  the  end  of  the  sweep. 

This  is  done  so  that  no  system  input  levels  need  be  changed  once 
they  are  set  using  the  gain  reference. 

3-3-3‘3  .'Adjust  the  upper  frequency  limit  of  the  sweep  oscillator  from 
2000  Hz  to  the  frequency  chosen  as  the  gain  reference  (see  paragraph  3-3- 1-3) 

5-3-3-^  Energize  the  shaker  system  with  the  nominal  parameter  -/alues  used 
in  the  preliminary  run  (paragraph  3-2. 2.1).  Bring  the  level  to  Ig  (peak)  at  the 
gain  level  frequency. 

3-3.3. 5  Place  the  tape  deck  in  the  record  mode  and  record  the  gain  reference 
signal  and  control  accelerometer  output  for  one  minute. 

3-3. 3. 6  Record  all  significant  parameter  measurements  (including  tape  count¬ 
er  readings'  in  the  appropriate  box  on  the  Tape  Data  Sheet  (Figure  3-3). 


3-11 


3-3-^  Recording  Sinusoidal  Sweep.  As  indicated  in  paragraph  3-5- 3- the  tape 


deck  is  left  running  after  the  gain  reference  signal  has  been  recorded.  It  is 
important  that  the  transition  from  this  single  frequency  dwell  be  made  without 
changing  any  of  the  shaker  system  gains  and  without  consuming  excessive  tape  time. 

3-3. U.l  After  recording  the  gain  reference  signal  for  one  minute,  reduce 
the  servo  controller  "set"  level  to  minimum  (less  than  0.3g  peak)  and  reset  the 
upper  frequency  limit  of  the  sweep  oscillator  to  2000  Hz. 

3-3. h. 2  With  the  upper  sweep  frequency  limit  at  2000  Hz,  read^Just  the  servo 
controller  "set"  level  to  l.Og  (peak)  and  start  the  sweep  oscillator  sweeping 
down. 


3-3. 1+. 3  When  the  sweep  oscillator  stops  at  20  Hz,  reduce  the  serro  level  to 
minimum  and  stop  the  tape  deck. 

3-3. k.l  De-energize  the  shaker  system.  Record  all  significant  or.  the 

Tape  Data  Sheet  (Fig’are  3-3  )• 


NOTE 

If  the  test  laboratory  has  random  test  equipment,  proceed  to 
Chapter  U.  If,  however,  no  such  capability  exists,  the  re¬ 
sponse  tapes  generated  shall  be  forwarded  to  the  agency  for 
synthetic  random  tape  preparation.  When  the  tapes  are  prepared/ 
returned,  proceed  to  Chapter  5. 
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CHAPTER  4 


PREPARATION  OF  SYNTHETIC  RAIIDOM  TAPE 

U-l  SCOPE.  This  section  describes  the  procedures  required  to; 

a.  Determine  the  sine  transfer  characteristics  of  a  particular  test  system 
utilizing  the  sine  sweep  tape  (ref.  Chapter  3)- 

b.  Perform  the  calculations  necessary  for  defining  the  synthetic  random 
spectrum. 

c.  Record  nhe  random  vibration  spectrum  tape. 

ii-2  DETERMINATIOK  OF  SINE  TRANSFER  CHARACTERISTICS.  The  processing  of  the  taped 
sinusoidal  sweep  to  establish  system  transfer  characteristics  can  be  accomplished 
in  various  ways  depending  on  the  analysis  equipment  available.  The  end  product 
is  a  series  of  sine  transfer  functions  presented  in  E/g  terms  i.e.,  power  ampli¬ 
fier  (P.A.'I  input  voltage  (E)  v  control  acceleration  (g).  Each  S/g  value  is 
distinct  for  the  frequency  band  into  which  the  spectrum  is  divided. 

1-2.1  Playback  the  sine  sweep  segment  of  the  tape  (see  Chapter  <,  para.  3-3) 
througn  a  real  cime  analyzer  or  equivalent  in  order  to  remove  unwanted  noise  and 
harmonics  from  t.ne  test  data.  .An  X-Y  plot  of  bonh  the  left  channel,  i.e.,  the 
P.A.  input  voltage  end  the  right  channel,  i.e.,  the  control  acceleration,  is  re¬ 
quired.  (see  Fig-ures  1-1  and  1-2), 

1-2.2  Sub-divide  the  filtered  data  into  frequency  bands.  The  number  and 
width  of  these  frequency  bands  must  correspond  to  those  of  the  random  analyzer/ 
equalizer  system  utilized  to  shape  the  synthetic  .-andom  sveczrjiiz.  (Example; 

If  an  tC  line  random  system  is  used  there  will  be  30  bands  of  23  Hz  each  over 
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Figure  4-1  Setup  for  Ptayback  of  Tape  Through  a  Spectrum  Analyzer 


the  frequency  range  from  0  to  2000  Hz).  A  sample  tabulation  is  shown  in  Figure 


U-2.3  w’ithin  each  frequency  band  divide  the  average  amplitude  of  the  P.A.  in¬ 
put  voltage  (E)  by  the  corresponding  average  amplitude  of  the  control  acceleration 
(g  )  in  that  band,  to  yield  the  sine  transfer  function  (E/g).  The  absolute  values 
of  voltage  and  acceleration  are  not  required, thereby  mahing  it  more  convenient  to 
operate  in  logarithmic  terms  (dE's).  As  shown  in  the  sample  Tabulation  Sheet 
(Figure  ^-3)  the  sine  transfer  function  (s/g)  in  each  band  was  calculated  by  sub¬ 
tracting  the  control  acceleration  from  the  ?.A.  input  voltage. 

NOTE 


When  wording  in  logarithmic  form  (dE),  multiplication  and  division 
can  be  simplified  to  computations  involving  only  addition  end  sub¬ 
traction. 


ij-3  COI'TPEIISATIOE  FACTOPS.  Once  the  sine  transfer  characteristics  (z/g)  of  the 
test  system  have  been  calculated  (see  Figure  ~-3.  corumn  (C)),  factors  can  be 
applied  to  compensene  for  variables  or  non-linearities  which  influence  the  cor¬ 
relation  between  the  sine  and  random  characteristics.  Three  tipjes  of  compensa¬ 
tion  factors  have  beer,  identified  and  are  discussed  in  detail: 

a.  Cassette  tape  deck  characteristics 

b.  Variances  in  sine  transfer  characteristics 

c.  Eon-linearities  in  sine  response. 

1-3.1  Cassette  Tape  Deck  Characteristics.  Each  tape  cassette  deck  has  dif¬ 
ferences  in  frequency  response  characteristics.  Slight  variations  can  often 


FIGURE  4-3  TABULATION  SHEET  FOR  SYNTHETIC  RANDOM  SITOTRUM 


be  found  between  identical  models  due  to  manufacturing  tolerances.  These  charac- 
terisitcs  must  be  compensated  for  during  preparation  of  the  synthesized  random 
tape,  to  assure  that  a  tape  dech  with  a  5  dB  roll-off  at  20  Hz  will  not  result 
in  an  under  test. 

The  procedure  for  testing  a  tape  cassette  deck  to  determine  its  frequenc3’' 
characteristics  is  described  in  detail  in  Chapter  2,  Tape  Deck  Requirements .  The 
average  deviation  jn  playback  from  the  signal  recorded  in  each  band  is  computed 
as  shown  in  para  1+-3-1-2-  Acompensation  factor  is  then  determined  for  each  band 
to  offset  this  deviation.  As  an  example,  if  the  playback  is  down  -  3  dB  in  the 
20  to  31  Hz  ■  and,  a  +3  dB  compensation  factor  would  be  applied  to  that  band.  A 
sample  compensation  factor  is  tabulated  in  Fig'ore  Column  D. 

The  following  paragraphs  describe  the  procedure  required  to  obtain  a  graphical 
plot  or  tabulation  of  the  tape  deck's  response  characteristics  previously  record¬ 
ed  on  a  tape  cassette  (as  described  in  Chapter  2).  Although  this  proced'ore  has 
been  tailored  to  specific  items  utilized,  similar  type  equipment  may  be  substitu¬ 
ted  and  should  provide  equi’/alent  results. 

i*-3‘l.l  equipment  Description.  The  equipment  described  below  was  used  to 
recover  the  test  data  previously  recorded  (see  Chapter  2)  on  two  tape  decks,  a 
Sony  EL-t  and  a  Harmon-.Hardon  HX2000. 

a.  Spectrum  Analyzer:  Hicolet  Scientific  Corporation,  Model  IhC 
(used  to  monitor  the  recorded  output  voltage  as  a  function  of 
frequency.  This  analyzer  provided  data  at  a  bandwidth  of  5  Hz. 
Alternate  equipment  with  a  bandwidth  no  greater  than  25  Hz  is 
acceptable. 

b.  H-Y  Recorder:  Hewlett-Packard,  .Model  TO^TA  (used,  in  conjunction 
with  the  analyzer  to  provide  the  final  plot  of  voltage  versus 
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=y). 

-3. 1*2  Playback  Procedure 

a.  Review  the  applicable  portions  of  the  Tape  Deck  Data  Sheet,  Chapter 
2,  Figure  2-2,  to  verify  that  the  reference  tape  identification/ 
serial  is  the  correct  one  for  this  application. 

b.  Connect  the  tape  deck's  left  channel  output  to  the  analyzer  input. 

NOTE 

Verification  of  the  right  channel  output  should  be  accomplished 

using  the  same  procedure  described  herein.  Significant  differ¬ 
ence  between  channels  should  be  noted  in  the  remarks  section  of 

Chapter  2,  Figure  2-2. 

c.  Set  the  analyzer  input  frequency  range  and  voltage  level  to  encompass 
the  2,000  Hz  frequency  range  and  the  voltage  level  listed  in  Chapter 
2,  Figure  2-2.  (furnished  with  the  pre-recorded  tape). 

Record  this  information,  plus  the  filter  bandwidths  in  the  Playback 
section  of  Figure  2-2. 

d.  Set  the  analyzer  output  mode  to  provide  a  frequency  scale  and 
logarithmic  amplitude  (d3)  scale. 

e.  Set  the  X-Y  recorder  to  the  correct  sensitivities  to  record  the  anti¬ 
cipated  levels. 

IIOTE 

The  Y  axis  (amplitude''  sensitivity  sho'uld  be  capable  of  detecting 


a  one  dB  ’variation. 


( 


Using  the  pre-recorded  reference  voltage  (@  1000  Hz),  set  the  play¬ 
back  level  control  so  that  the  output  voltage  level  is  at  the  -3  dB 
value  of  the  analyzer's  full  scale  input  range. 


NOTE 


I 


I 

i 

« 


Once  the  playback  level  has  been  established  at  1000  Hz,  do  not  re¬ 
adjust  the  level  control  again  for  the  balance  of  the  procedure. 

g.  Playback  the  first  (0  dB)  curve  into  the  analyzer  and  record  the  ac¬ 
tual  dS  level  (@  1000  Hz)  on  the  Tape  Deck  Data  Sheet,  (Chapter  2, 
Figure  2-2). 

h.  Using  the  output  level  (@  1000  Hz),  set  the  X-Y  plotter  pen  to  a 
convenient  level  at  the  top  of  the  graph  paper  during  playback  of 
the  curve. 

i.  Plot  the  0  gB  curve,  which  is  the  first  recorded  on  the  tape. 

j.  Repeat  steps  g  through  i  for  the  -10,  -20,  -30  and  dB  curves. 

The  output  at  1000  Hz. ,  for  each  c'crve,  aay  be  used  as  the  reference 
point  for  that  curve  and  nay  also  be  used  to  locate  the  plotter  pen 
on  the  graph  paper.  Place  each  curve  at  a  convenient  point  below 
the  proceeding  curve  (reference  Figure  1-1) 

1-3.1. 3  Data  Analysis.  The  output  voltage  plots  generated  during  tape 
playback(para .  I.3.I.2)  to  be  used  to  determine  the  compensation  (in  dB) 
necessary.’  to  assure  correct  tape  deck  response. 

a.  Sub-divide  the  curve  into  frequency  bands  corresponding  to  those  for 
the  random  analyzer/equalizer  system  that  is  used  to  shape  the  sj-n- 
thetic  random  spectrum.  Chapter  1,  para  1-2.2. 
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Figure  4-4  Data  Analysis  Technique  w/Typical  Examples 


b.  Deteraine  the  dS  level  for  each  frequency  band. 

c.  Deteraine  the  difference  in  dB  level  between  each  curve  data  point 
(a)  (see  Figure  J4.  )  and  its  corresponding  reference  point  (B) 

(see  Figure  14—1  )  at  1000  Kz,  for  each  of  the  five  curves. 

d.  Average  all  five  difference  values  to  deteraine  the  overall  average 
for  each  frequency  band. 

The  overall  average  established  in  d,  represents  the  coapensation  require  to  ac¬ 
count  for  any  tape  deck  response  characteristics. 

lj-3.2  Variance  in  Sine  Transfer  Characteristics.  It  was  eapiri sally  deter- 
ained  that  sine  transfer  characteristics  (E/g)  varied  in  frequency  between  test 
units  and  froa  day  to  day  test  operations .  These  variations  were  approximately, 
=3 (Frequency) and  less  than  =3  dB( Amplitude)  ss  measured  at  niniauz  and  naximua 
peaks  in  the  (e/g) curve).  In  order  to  compensate  for  these  variances  in  the  pre¬ 
paration  of  the  synthetic  random  tape  a  method  was  evolved  to  nininize  the  po¬ 
tential  for  overtesting  at  resonances  and  anti-resonances  of  the  vibration  sys¬ 
tem  by  reducing  the  synthetic  random  voltage  requirements  in  these  frequency 
bands  and  also  to  prevent  undertesting  at  conditions  of  amplitude  variances.  The 
results  of  these  investigations  concluded  that  no  positive  compensation  factors, 
resulting  in  an  increase  in  voltage  requirements  were  to  be  used  and  negative 
compensation  factors  were  limited  to  -h  d3,  to  reduce  the  under  test  potential. 

The  choice  of  points  in  the  sine  transfer  characteristics  requiring  compense- 
nion  are  chosen  at  frequency  bands  in  which  large  abrcpt  changes  or  peaks,  either 
positive  or  negative,  exist  in  the  transfer  characteristics. 

Calculate  the  required  compensation  factors  for  each  of  these  frequency  bands 
as  follows; 
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ii-3-2.1  Frequency  Variation.  Utilizing  the  test  data  transfer  character¬ 
istic  curve  obtained  in  Chapter  3?  determine  for  each  resonance  or  anti-resonance, 
two  frequency  bands  (in  accordance  with  the  procedure  delineated  below)  and  select 
the  one  that  encompasses  the  fewest  number  of  cycles: 

a.  Establish  the  center  frequency  and  calculate  a  value  equal  to  =c^j  of 
that  frequency.  (The  =6^  includes  =3/5  reflect  the  variance  in 
unit  to  unit  resonances  and  =3^5  which  considers  the  slopes  reflect¬ 
ing  the  increase  and  decrease  of  the  resonant  reference). 

b.  At  each  center  frequency  determine  the  bandwidth  at  the  half  level 
points  (-6  dE),  and  increase  that  bandwidth  by  adding  =3^5  of  the 
center  frequency  to  reflect  unit  to  unit  resonances. 

“-3-2.2  Amplitude  Variation.  Determine  the  average  amplitude  variation  in 
dS  for  each  filter  bandwidth  within  the  frequency  variation  established  in  par. 
1+-3.2.1.  (a  minimum  of  three  25  Hz  bands  is  required).  Reduce  each  of  these 
amplitudes  by  0.5  dB  to  compensate  for  resonant  and  anti-resor.ant  oonditior.s. 

Then  calculate  the  overall  mean  amplitude  of  the  average  level  of  each  of 
these  bands .  Tj-pically  this  would  include  one  or  two  25  Hz  filters  on  either 
side  of  the  maximum  or  minimum  peak  response  frequencies. 

h-3.2.3  Compensation  Factor.  In  each  filter  bandwidth  determine  the  com¬ 
pensation  factor  by  subtracting  its  unmodified  amplitude  from  the  mean  amplitude 
calculated  in  «-3.2.2.  The  positive  differences  are  discarded  and  the  negative 
differences  are  then  added  to  the  filter  amplitude  to  reduce  the  level  to  the 
calculated  mean, 

A  sample  curve  which  illustrates  the  procedures  described  in  per.  u-3.2.1  and 
b-3.2.2  for  a  typical  maximum  and  minimum  peak  is  shown  in  Figure  ^.5.  “he 
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alculatior.s  utilizing  these  procedures  are  presented  for  two  exaaples : 

Example  No.  1.  (E/g)  maximum  peak  occurs  in  filter  No,  1  which  has  an 
average  amplitude  of  7.1  dB. 

a.  Calculate  the  frequency  variance. 

(1)  Center  frequency  of  filter  No.  31  is  662  Hz. 

(2)  =65^  of  622  Hz  =  =39.72  Hz  or  79.1-1  Hz. 

(3)  The  half  level  bandwidth  (-6  dB)  =  150  Hz. 

(1)  -If  of  662  Hz  =  =19.36  Kz 

(5)  il9.S6  Hz  (39.72  Hz)  =  I50  Hz  =  139-72  Hz 

(6)  Select  Tc.!;!  Hz  since  this  is  the  lower  of  the  two  values 
This  frequency  spread  encompasses  a  range  of  662  Hz  ^9- ”^2  Hz  or  622,28 
to  701.72  Hz,  and  includes  filter  No.s  30,  31  snd  32. 

b.  Calculate  mean  amplitude  in  the  compensation  band 


SUI^  OF 

AVERAGE  AI'IPLITUTE  IN 

EACH  BAI.B)  j 

Filter 

No. 

Amplitudes  Correction 
(A)  i Factor  (B) 

(A)-(B)  i 
( 

30 

31 

32 

6.1  dB 

7.1  dB 

6.2  dB 

-0.5  dB 

-0.5  dB 

-0.5  dB 

5.6  dB 

6.5  dB 

5.7  dB 

Total  = 

1^.8  dB 

o  -Mean  =  l^.S  dB/3  =  5-9  6B 
c,  Cslc'zlate  compensation' factor 

Tilner  No.  30:  5-9  uB  (mean)  -  6.1  dB  (a)  =  -0.3  dB 

Filter  No.  32:  5-9  dB  (mean)  -  7.1  dB  (a)  =  -1.2  dB 

Filter  No.  32:  5-9  oB  (mean)  -  6.2  dB  (a)  =  -0.3  dB 

Example  No.  2.  (E/g)minisum  peak  occurs  between  filter  Nos 

average  amplitude  of  l.S  dB. 


a. 


Calculate  the  frequency  variance 


(1)  Center  frequency  between  filter  No.  ana  18  is  1100  Hz. 

(2)  of  1100  Hz  =  =66  Kz  or  132  Kz, 

(3)  The  half  level  bandwidth  (-6  dB)  =  5l  Hz 

(1)  of  1100  Hz  =  =33  Hz 

(5)  :t33  Hz  (66  Hz)  +  51  Hz  =  120  Hz 

(6)  Select  120  Hz  since  this  is  the  lower  of  the  two  values. 

This  frequency  spread  encompasses  a  range  of  1100  Hz  =6C  Hz  or  lOlO  to 
1160  Kz  and  includes  filter  Nos.  1?,  18,  I9  end  50  (only  f-ull  bands  are 
to  be  considered). 

b.  Calculate  the  mean  amplitude  in  the  compensation  bands. 


SlH'l  OF  AVFRAGE  .AliPLITUlE  IN  EACH  BAND 


Filter 

No. 

Amolitude 

■(A) 

Correction 

Factor(B) 

(A)i(B) 

5.3  dB 

-0.5  dB 

5.3  dB 

18 

1.8  dB 

-0.5  dB 

1.3  dB 

19 

1.7  cB 

-0.5  dB 

1.2  dB 

i 

PV 

6.0  dE 

1 

-0.5  dB 

>5  dB 

Total  = 

15.3  dB 

0  y.ear.  =  13-3  <i3/l  =  1-1^ 
ilculate  compensation  factor 


Filter 

No. 

■3  3 

dB  (mean) 

.5.3 

dB  (A) 

=  -2.5 

dB 

Filter 

No. 

13: 

3  3 

dB  (mean) 

-1.3 

dB  (a) 

II 

V/1 

dB  * 

Filter 

No. 

hO; 

J  •  ^ 

dB  (mean) 

-1.7 

dB  (A) 

=  +1.6 

dB  * 

Filter 

No. 

50: 

3  3 

dB  (mean) 

-6.0 

dB  (A) 

*  •2 .  ” 

d3 

:-]OTS 


Positive  compensation  factors  are  not  used  in  order  to  minimize 
overtest  potential. 

The  calculated  compensation  factors  are  tabulated  in  column  7  of  the  sample 
Tabulation  Sheet,  Fig’ure  ^4— 3- 

i;OTS 

This  method  of  compensation  has  been  kept  simplistic  to  provide 
the  evident  application  no  tj^jical  test  articles.  Individual 
test  systems  may  lend  themselves  to  more  precise  methods  of  'var¬ 
iance  compensations. 

h-3.3  IIcn-Lineariny  in  Sine  Response.  In  Chapter  2,  Theory.'  of  Operation,  one 
of  the  premises  of  the  nape  technic'ue  vas  linear  behavior  of  the  -v-ibration  system 
with  respect  to  frequency  and  smplitu'e.  This  idealization  is  not  often  realized 
in  actual  test  operations.  In  tne  initial  study  program  conducted  a  2fg  (peak' 
sine  sweep  yielded  mere  accurate  transfer  characteristics ,  (for  the  required 
6.0  Orms  random  spectrum',  than  did  the  =  l.Og  (peak^  sine  sw'eep.  The  difference 
was  only  significant  an  low  frequency  resonances  and  anti-resonances  where  fric¬ 
tion  damping  decreased  in  effectiveness  as  amtlitude  increased. 

This  situation  does  not  follow  non-linear  'vibration  theory:  and  tends  to  be 
•uniq'ue  to  black  box  attachment  hardware.  This  hardware,  such  as  standard 
''Mil-spec”  swing  bolts  and  high-torq’ue  cam  locking  nuts,  tend  to  respond  in 
a  non-linear  fashion  when  the  attachment  load  is  momentarily  exceeded.  There¬ 
fore,  since  it  is  not  considered  desirable  to  increase  the  amplitude  cf  the 
initial  sine  sweep  to  2jg  (peak',  i.e.,  to  minimize  the  risk  of  accident 
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over  tezz,  the  folloving  is  recommended,  vrtere  it  can  be  determined  that  s 
resonant  condition  exists,  due  to  mounting  hardware,  decrease  the  synthesized 
random  spectrum,  in  those  filter  bands  affected,  to  a  maximum  of  -3  dB. 


--3-^  Corrected  Sine  Transfer  Ch;  .■acteristics .  The  sine  tra 
determined,  (ref.  para.  1.2.3)  snd  tabulated  in  corumn  (c)  of  Fi 
corrected  using  the  various  compensation  factors  described  in  t 
paragraphs.  Since  the  data  is  in  logarithlmic  terms  (dr's)  as 
example,  the  three  different  types  of  compensation  factors ,refs, 
T,  E,  and  F  in  Figure  u-3,  can  be  added  directly  to  the  sine  tr 
to  yield  the  corrected  sine  transfer  characteristics,  tabulated 
This  sample  calculation  is  carried  out  on  an  individual  basis  f 
system  filters  shown. 


nsfer  f-unctions 
gure  U.3  are 
he  preceecing 
shown  in  the 


renced  in  column 


ansfer  f'unctions 

an  Ci  1  1 .  n n  j . 


or  each  of  the 


li-u  STirTITSTIC  F.-irDOK  VOLTAGE.  The  calc'ulation  of  the  synthetic  random  voltage 
Is  influenced  by  only  two  factors:  1)  the  sine  transfer  function,  and  2'  the  re¬ 
quired  random  test  spectrum.  Since  the  former  has  already  been  extensively 
covered  in  previous  paragraphs,  this  section  will  examine  the  determination 
of  the  random  voltage  using  the  nominal  random  test  spectrum,  and  how  it  should 
then  be  normalized  to  conform  with  the  random  equalization  system  utilized  in 
the  synthes ization. 


- .1  required  Fandom  ^est  Snectrum.  The  random  test  zoeotr'um  to  be  util¬ 
ized  in  a  particular  test  nrocram  is  described  in  zhe  aotrotriate  test  speci¬ 


fication.  It  will  generally  be  specified  in  terczs  of  z'/'Az  in  flat  areas  of 
the  spectrum,  and  in  terzzs  of  cE  per  octave  slopes  in  ctr.er  (varying 
For  example,  the  test  spectrum  used  exclusively  in  this  proc« 
specified  as  follows; 


' reas . 


a  Y  c.  1  d  c 


...vC  d:  • 
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UNCLASSIFIED 


Frequency  Band  Spectrum  Density 

20  to  8o  Hz  +3  dB/oct  rise  to  .Ol^g^/Hz 

80  to  350  Hz  0.04g^/Hz 

350  to  2000  Hz  -3  dB/oct  roll  off  from  .O^^/Hz 

Overall  Grms  »  6.0 

For  convenience  in  performing  the  subsequent  synthetic  random  voltage  caclula- 
tlon  the  required  test  spectrum  can  be  put  in  logarithmic  terms  (dB)  specified 
for  each  of  the  bandvldths  used  in  the  random  equalization  system.  This  is  ac¬ 
complished  by  assigning  a  positive  dB  value  to  the  highest  spectral  density  ampli 
tude.  The  dB  value  should  be  chosen  high  enough  so  that  the  lowest  amplitude 
value  can  still  be  represented  by  a  positive  dB  value.  (This  will  avoid  sign 
mistakes  in  the  calculations).  For  the  sample  spectrum  above  a  value  of  +10.0  dB 
was  designated  for  0.04g  /hz  and  the  spectrum  in  dB  is  determined  graphically  or 
by  formula  as  shown  in  Figure  4-6.  The  dB  value  determined  for  the  center  fre¬ 
quency  of  each  filter  bandwidth  is  tabulated  in  column  H  as  shown  in  Figure  4-3. 

4-4.2  Calculation  of  Required  Synthetic  Random  Voltage  (E/Hz).  The  actual 
synthetic  random  voltage  (B/Hz)  required  to  drive  the  vibration  system  to  the 
required  random  spectrum  level  is  determined  by  multiplying  the  sine  transfer 
function  by  the  required  test  spectrum: 

^/g*  8/Hz  “  V 

Utilizing  the  logarithmic  form  (dB)  the  required  random  spectrum  (column 
(H)  of  Figure  4-3)  should  be  added  to  the  tabulated  sine  transfer  functions 
(column  (G)  Figure  4-3).  This  will  yield  the  resultant  synthetic  random  vol¬ 
tage  necessary  for  each  individual  filter  bandwidth,  (column  I  of  Figure  4-3). 
This  data  is  plotted  graphically  in  Figure  4-T. 


Fifiir*  4-7  SyntlMtle  Random  Volti 


the  calculation  Is  to  normalize  the  synthetic  random  voltage  Into  terms  that  can 
be  programmed  Into  the  random  equalization  system  used  for  recording  the  synthe¬ 
sized  random  tape.  Since  most  random  equalization  systems  are  designed  to  handle 

2 

the  spectrum  In  terms  of  g  /Hz  rather  than  E/Hz  expressed  In  dB  (column  (I)  of 

Figure  l(-3'  normalization  factors  must  be  derived  to  make  this  transformation. 

The  first  step  in  the  normalization  calculation  Is  to  choose  a  0  dB  reference 

In  g  /Hz  such  that  all  the  synthetic  voltages  (when  normalized)  will  fall  within 

the  dynamic  range  of  the  analyzer.  This  is  accomplished  by  assigning  the  hipest 

o 

synthetic  random  voltage  (column  (l)  of  Figure  4-3)  a  g  /Hz  value  equal  to  80^ 
of  the  highest  equalization  range. 

Example: 

2 

0  Dynamic  range  of  equalizer:  .001  to  10.0  g  /Hz 

o  Highest  synthetic  random  voltage;  +  18.05  dB, 

set  +  18.05  dB  =  8o^t  of  10.0  g^/Hz  »  8.0  g^/Hz  (g^^)  and  solve  for 

go(  where  dB  »  10  log 

18.05  dB  -  10  log  8.0  -10  log  gg 
o  2 

00  g^  »  .125  g  /Hz  (  0  dB  reference  for  normalization) 

0  To  solve  for  g^  (normalized  spectral  density)  for  any  bandwidth 
filter  (X)  use  the  following  equation: 


dB^  “  ^  Sjj/gjj 

dB  ■  10  log  g  /.I25 
0 

00  g^  ■  .125  X  icr^^  (normalization  equation) 


The  normalization  equation  is  then  applied  to  the  value  of  the  synthetic  random 
voltage  in  each  bandwidth  (column  (I)  Figure  4-3)  to  determine  the  normalized 


spectral  density  -  g^/Ez  which  is  tabulated  in  column  (J),  Figure  l4-3-  An  exatt^le 
utilizing  the  E/Hz  dB  value  (column  1)  for  Filter  No.  lit  is  detailed  below: 

Filter  No.  lit  synthetic  random  voltage:  +13.9  dB 

2 

normalization  reference:  0  dB  ■  0.125  g  /Hz 

ji3.9  ] 

then  g^  (Filter  Ho.  14)  «  0.125  x  l(f^^ 

-  3-07  g^/Hz 

It- 5  RECORDING  OF  SYNTHETIC  RANDCM  TAPE.  The  preparation  of  the  synthetic  ran¬ 
dom  tape  is  handled  in  a  manner  similar  to  that  used  when  conducting  a  normal 
random  vibration  test  except  that  no  shaker  system  is  utilized.  The  output 
of  the  random  equalization  system  is  directed  instead  to  the  cassette  tape  deck. 

It  should  be  pointed  out  that  the  synthezation  of  the  random  tape  requires  lab¬ 
oratory  facilities  which  include  as  a  minimum;  a  30  channel  equalization  system 
(filter  bandwidths  the  maximum  size  permitted  for  analysis  (see  Chapter  6, 

Table  6-1) ^  a  guasslan  noise  generator,  and  a  spectrum  analyzer  with  a  statis¬ 
tical  accuracy  of  100  degrees  of  freedom  minimum  with  filter  bandwidths  refer¬ 
ence  above. 

The  actual  process  of  generating  the  random  tape  will  be  divided  into  three 
sections : 

a.  Programming  of  Random  Equalization  System 

b.  Recording  of  Tape 

c.  Verification  of  Random  Spectrum 

4-5.1  Programming  of  Random  Equalization  System.  While  a  minimum  of  30 
channels  of  equalization  (over  the  20  to  200  Hz  frequency  range)  is  technically 
acceptable,  experience  has  shown  that  for  good  results  the  equalization  filter 
bandwidth  should  be  half  or  a  third  of  the  maximum  permittable  analyzing  band¬ 
width.  It  is  therefore  suggested  that  the  equalization  system  have  as  a 
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minlsum,  8o  channels  dividing  the  test  range  into  25  Hz  bandwldtbs.  Since  the 
operating  conditions  for  the  equalization  system  are  dynamically  stable  during 
the  recording  of  the  tape,  a  manual  equalization  system  will  provide  acceptable 
results . 

^5>1<1  ^e  random  equalization  system  is  operated  in  a  closed  loop  mode) 
i.e.  the  output  of  the  equalization  system  is  fed  bach  into  the  analysis  section 
of  the  random  control  system.  (It  should  be  noted  that  this  technique  was  de¬ 
veloped  using  a  Ling  ASC/lSL  80  Bandom  Control  System  -  it  can  be  applied  with 
only  minor  modifications  to  other  systems  currently  in  use.)  Figure  ^8 
shews  a  block  diagram  of  the  setup. 

^5.1.2  Frogram  the  eqxializatlon  system  using  the  normalized  synthetic 

random  voltages  for  each  bandwidth  which  were  calculated  in  para.  U-3.3  and 

tabulated  in  column  (J)  of  the  tabulation  sheet.  (For  the  Ling  ASL/ESD  80 

System.  This  is  done  by  adjusting  potentiometers  in  each  equalizer  bandwidth 

until  the  corresponding  analyzer  meter  in  the  band  reads  the  correct  spectral 
2 

density  g  /Hz) 

4-5.1. 3  When  all  equalization  channels  have  been  programmed,  the  spectrum 
shape  of  the  synthetic  random  voltage  should  be  verified  by  a  spectrum  analysis, 
(see  para.  4-4.3).  The  resulting  spectrum  analysis  should  be  con^ared  to  the 
required  synthetic  random  voltage  which  is  shown  graphically  in  Figure  4-7. 
Deviations  in  excess  of  ±0.5  dB  should  be  corrected  by  readjusting  the  equal¬ 
ization  in  the  frequency  bands  which  are  out-of- tolerance.  Ibe  spectrum  ana¬ 
lysis  should  be  re-run  and  the  process  repeated  as  required  to  meet  the  ±  0.5  dB 
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tolerance. 


HANDOM  noise  EQtMLIZERS 
80  PARALLEL  FILTEKb 


Figure  4^  Taping  Synthetic  Rinriom 


1».-5.2  Recording  the  Tape.  The  recording  of  the  synthetic  random  spectrum  on 
the  cassette  is  procedurely  identical  to  that  used  in  the  recording  of  the  sine 
transfer  tape  described  in  Chapter  3»  Obtaining  Sine  Transfer  Characteristics. 

The  recording  is  made  on  the  same  tape  cassette  as  the  sine  sweep  in  accordance 
with  the  sequential  steps  outlined  in  subsequent  paragraphs. 

4-5. 2.1  Verify  that  the  tape  cassette  is  the  correct  one  for  the  test  ar¬ 
ticle  and  test  setup.  Determine  which  side  of  the  cassette  corresponds  to  the 
test  axis  or  condition  to  be  recorded.  Load  the  cassette  into  the  tape  decit 
with  the  side  designation  required  (A  or  B)  facing  outward. 

4-5. 2. 2  Rewind  the  tape  cassette  to  its  start  position  and  then  set  the 
tape  deck  counter  to  000. 

4-5.2. 3  Determine  the  tape  deck  counter  reading  for  the  end  of  the  sine 
sweep.  This  information  is  on  the  Tape  Data  Sheet,  Figure  3*3* 

4-h.2.4  Advance  the  tape  using  the  fast-forward  control  till  the  tape  deck 
counter  reads  2  to  3  counts  above  that  locating  the  end  of  the  sine  sweep. 

4-5,2. 5  Advance  the  tape  using  the  play-back  control  (without  recording) 
for  one  minute  of  elapsed  time.  Stop  the  recorder  at  the  conclusion  of  one 
minute. 

4-5. 2. 6  Switch  the  tape  deck  VU  Meter  for  the  left  channel  to  record  (input) 
if  manual  switching  Is  required. 

4- 5. 2. 7  Adjust  the  tape  deck  recording  level  control  for  the  left  channel 
so  that  the  left  channel  VU  Meter  reads  between  0  and  -1.0  dB.  The  master  gain 
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control  of  the  random  equalization  system  may  also  have  to  be  adjusted. 

14-5.2.8  Place  the  tape  deck  In  the  record  mode  and  record  the  random  vol¬ 
tage  signal  for  an  elapsed  time  fo  17.5  minutes. 

l*-5.2.9  At  the  conclusion  of  17-5  minutes  gradually  reduce  the  record  level 
control  on  the  left  channel  to  minimum.  (For  an  elapsed  time  of  approximately 
15  seconds). 

14-5.2.10  Allow  the  tape  deck  to  run  with  minimum  input  signal  until  it 
automatically  stops  at  the  end  of  the  tape. 

I4-5.2.II  Becord  all  significant  parameters  (including  tape  recorder  read¬ 
ing)  on  the  Tape  Data  Sheet,  Figure  3-3. 

I4-5.3  Verification  Of  Random  Spectrum.  Before  using  the  random  tape  in  test 
operations,  it  is  essential  to  verify  the  spectrum  shape  of  the  synthetic  random 
voltage  over  the  17.5  minutes  of  recording.  This  is  especially  important  when 
recording  with  older  random  equalization  systems  where  the  level  in  individual 
filter  bandwidths  can  drift  off  the  set  point, 

I4-5.3.I  It  is  recommended  that  the  analysis  be  made  with  a  real  time  ana¬ 
lyzer  using  narrow  band  filters  of  10  Hz  bandwidth  or  less.  The  sampling  para¬ 
meters  should  be  adjusted  to  yield  a  minimum  statistical  accuracy  of  100  degrees 
of  freedom.  A  block  diagram  of  the  setup  for  spectrum  analysis  is  shown  in 
Figure  I4-I. 

^-5.3.2  As  a  minimum,  four  samples  of  the  recorded  random  spectrum  should 
be  analized: 

s.  After  1  minute  of  elapsed  time 


b.  After  3  slfiutes  of  elapsed  time 

c.  After  10  minutes  of  elapsed  time 

d.  After  15  minutes  of  elapsed  time. 

4-5- 3> 3  Rewind  the  tape  to  the  counter  reading  corresponding  to  1  minute 
of  elapsed  time  In  the  recorded  random  spectrum  (see  Figure  3~3)* 

U-5.3.I4  Activate  the  playback  mode  of  the  tape  and  adjust  the  output  control 
level  to  a  convenient  setting  for  the  analyzer  to  be  used. 

^>5.3.5  Start  the  analyzer  sampling  of  the  playback  data.  When  the  ana¬ 
lyzer  has  sampled  sufficient  data  for  the  required  averaging  confidence,  the  tape 
deck  should  be  stopped. 

J<-5.3‘6  Tb«  random  spectrum  computed  by  the  analyzer  should  then  be  compared 
with  the  required  synthetic  random  spectrum  (shown  graphically  In  Figure  Ii-7).  A 
convenient  way  of  doing  this  is  to  plot  the  analyzer  output  directly  on  the  graph 
paper  containing  the  graphic  outline  of  the  required  spectrum.  It  should  be  noted 
that  the  absolute  values  of  the  recorded  voltages  are  not  significant  so  the  "Y" 
axis  pen  position  can  be  adjvisted  to  superimpose  these  plots,  (provided  the  span 
adjustment  is  not  changed  -  10  dS/lnch  in  the  sample  shown  in  Figure  I4-7). 

^-3.3'7  Ail.OdB  tolerance  shoxild  be  applied  In  comparing  the  recorded 
spectrum  with  the  required  spectrum.  Exceedance  in  excess  of  ±  1.0  dB  will  re¬ 
quire  the  re-equallzatlon  of  the  random  spectrum  and  re-recordlng  of  the  tape. 

lt'-5.3<8  The  tape  should  then  be  advanced  to  the  counter  reading  corres¬ 
ponding  to  5  minutes  of  elapsed  time  in  the  random  recording  and  the  analysis 
repeated  as  described  in  preceeding  paragraphs.  Repeat  with  tape  at  elapsed 
time  of  10  and  I5  minutes. 


^“5'3-9  Folloving  the  successful  verification  of  the  recorded  random 
spectrum,  the  recording  tabs  on  the  tape  cassette  should  be  asoved  or  broicen 
off  (per  manufacturer's  directions)  to  prevent  accidental  errasure  of  the  data. 

NC3TE 

If  the  reverse  side  of  the  tape  is  to  be  used  do  not  position 
the  "record"  defeat  tabs  until  both  sides  have  been  recorded. 
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CHAFER  5 


TESTING  WITH  TAPED  RANDOM 

5-1  SCOPE.  This  chapter  defines  the  procedures  required  for  setting  up  the  vi¬ 
bration  system  and  for  the  playback  of  the  sine  and  random  tape  recording  through 
that  system.  Application  of  these  procedures  will  verify  the  random  test  setup 
and  insure  the  performance  of  the  specified  random  spectrum  vibration  test. 

5-2  TEST  SET-UP.  As  indicated  in  Chapter  1,  Background,  the  taped  random  vibra¬ 
tion  test  technique  will  yield  satisfactory  results  only  if  conditions  from  setup 
to  setup  are  duplicated  exactly.  Therefore,  it  is  extremely  important  that  the 
detailed  procedures  in  the  following  paragraphs  be  rigorously  observed.  The  me¬ 
chanical  setup  for  this  test  should  be  identical  to  that  described  in  Chapter  3, 
para.  3-2.1.  The  electrical  setup  as  described  in  Figiore  3-2  differs  in  one  sig¬ 
nificant  feature  from  that  utilized  in  recording  the  sine  tape,  i.e.,  the  input 
to  the  shaker  system  is  provided  by  the  ceissette  tape  deck. 

5-2.1  Electrical  Test  Set-Up 

5-2. 1.1  Connect  the  left  channel  output  of  the  cassette  tape  deck  to  the 
power  amplifier  input  (see  Figure  5-1) • 


NOTE 

The  right  channel  output  is  not  connected  during  playback.  It  contains 
the  recorded  reference  control  accelerometer  signal. 

5-2. 1.2  Connect  a  tr-ae  rms  meter  to  record  the  servo  output  of  the  control 
accelerometer  charge  amplifier  (see  Figure  5-1).  During  the  sinusoidal  test  run. 


the  signal  can  also  be  monitored  by  the  servo-controller  meter.  Where  equipment  is 


CONTROL 


OUTPUT  LEVEL 
(OPTIONAL) 


293S-4W 


Figur*  5>1  Eiactrial  Ttct  Setup 


available,  it  is  strongly  recommended  than  an  X>Y  plot  of  acceleration  versus 
frequency  be  generated. 

5'*2.1.3  Configure  the  power  amplifier  at  the  same  settings  used  in  record¬ 
ing  the  sine  tape  as  described  in  Chapter  3>  paragraph  3-2. 2.1  and  tabulated  in 
the  Sample  Electrical  Specification  Sheet  (see  Figure  3-2). 

5-2.2  Deviations  From  Specifications  -  In  circumstances  where  unavoidable  de¬ 
viations  from  the  Mechanical  or  Electrical  Specification  Sheets  (see  Figure  3-1 
and  3-2)  exist,  i.e.,  test  equipment  unavailablility ,  changes  in  hardware,  elec¬ 
trical  parameters  or  interfaces ,  it  is  strongly  recommended  that  the  test  article 
be  removed  and  a  fixture-only  sine  sweep  be  made  for  cooparison.  This  procedure 
is  detailed  in  Chapter  6,  Troubleshooting,  paragraph  6-3.1  All  deviations  shall 
be  recorded  on  the  Acceptance  Test  Data  Sheet  (Figure  5-2). 

5-3  TEST  PROCEDURE.  The  following  procediares  shall  be  utilized  in  performing 
the  sine  and-  random  vibration  tests  incorporating  the  pre-recorded  cassette  tape 
as  an  input  to  the  shaker  system.  The  procedure  is  presented  in  two  sequential 
steps : 

a.  Tape  sine  sweep 

b.  Taped  random  vibration  test. 

5-3.1  Taped  Sine  Sweep  -  As  indicated  in  Chapter  2,  Theory  of  Operation,  the 
purpose  of  the  sine  sweep  is  to  replace  the  random  noise  spectrum  analysis  nor¬ 
mally  required  to  verify  the  input  spectrum  applied  to  the  test  article.  This  is 
acconplished  by  accurately  monitoring  the  control  accelerometer  for  deviations 
about  the  required  l.Og  (peak)  input  during  the  application  of  the  sine  sweep 
discussed  in  Chapter  3,  paragraph  3-3.3.^. 

5-3. 1.1  Prior  to  teat,  verify,  that  the  tape  cassette  title  discription  cor- 
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T«p#  No.  Sid«: _ 

Tta  Article; _ 

Pert  No. _ 

Test  Specif icstion: _ 

Test  Location _ 

Tost  Enginer: _ 

Deviations  from  Electrical  and  Mechanical  Specification  Sheets 


Note;  Add  additional  Sheets,  if  required 


I  —  Sine  Sweep  Test  Data 


II  —  Random  Test  Data 


•  Nominal  Test  Grms 

e  Correction  for  Bandpass 

•  Correalon  for  Exclusions 

Test  Grms 


Run 

Start 

No. 

1  Tim«  1 

I  Counttr  1 

5'3-l>9  The  tape  deck  will  rua  contlaiiously  from  that  polat  uatil  the  eod 
of  the  sloe  sveep.  The  tape  Is  programmed  to  loltiate  the  foUowlog  sequential 
events ; 

a.  One  minute  of  dwell  at  l.Og  (peak)  at  the  gain  reference  frequency 
h.  Twenty  second  drop  in  level  while  frequency  Is  reset  to  2000  Hz. 

c.  Ten  second  Increase  In  level  at  2000  Hz  to  approximately  l.Og  (peak) 

d.  Seven  minute  frequency  sweep  from  2000  to  20  Hz. 

e.  Ten  second  decrease  In  level  at  20  Hz. 


5-3-1-10  During  the  frequency  sweep  from  2000  to  20  Hz,  the  control  acceler 
ation  amplitude  shall  be  monitored  continuously  with  the  rms  voltmeter  or  servo> 
controller  "g"  meter.  Deviations  from  the  nominal  l.Og  (peak)  level  or  the  rms 
voltage  equivalent,  shall  be  recorded  when  the  value  exceeds  the  tolerance  band 
specified  in  Table  The  tape  deck  counter  time  shall  also  be  recorded  on  the 

Acceptance  Test  Data  Sheet  (see  Figure  5-2). 


TABLE  5-1 

Tolerance  Band  For  Sine  Amplitude  Deviations 


Frequency  Range 

Upper  Amplitude  Limit 

Lower  Aiqplitude  Limit 

Hz 

Sweep  Time 

db 

g 

db 

g 

2000  to  1000 

0  to  1  min. 

2.0 

-6 

0.5 

1000  to  20 

1  to  6;i*0  min. 

+3 

1.4 

-3 

0.7 

5-3-1.11  It  should  cot  be  necessary  to  change  the  amplitude  or  master-gain 
setting  during  the  sveep  once  It  Is  set  during  the  gain  reference  recording  por¬ 
tion  of  the  tape.  If  a  variation  does  exist,  l.e.,  the  amplitude  consistently 
averages  higher  than  the  upper  tolerance  band  (sec  Table  5-1) >  the  master-gain 
shall  be  reduced  to  an  average  amplitude  closer  to  the  l.Og  (peak)  level  and  the 


responds  to  the  test  article  and  setup.  Insert  the  tape  cassette  Into  the  deck 
such  that  the  side  designation  which  corresponds  to  the  required  test  axis  or 
condition,  faces  outward. 


Utilizing  the  electrical  configuration  described  In  paragreph  5*2.1, 
verify  that  the  aoplltude  or  master  gain  control  of  the  shaker  system  Is  in  the 
zero  or  off  position. 

5-3. 1.3  Rewind  the  tape  cassette  to  the  start  position  and  set  the  tape  deck 
counter  to  000. 

5-3>l-^  From  the  Tape  Data  Sheet  Chapter  3>  (***  Figure  3-3)  determine  the 
tape  deck  counter  reading  locating  the  recorded  Gain  Reference  Slgml. 

5-3>1<5  Prior  to  test,  switch  the  left  channel  tape  deck  VU  meter  to  outlet 
if  manual  switching  Is  required.  If  the  tape  deck  utilized  has  an  output  level 
control,  move  It  to  the  full  output  poaltlon. 

5-3* 1*^  Advance  the  tape  using  the  fast-forward  control  until  the  tape  deck 
counter  reads  two  to  three  counts  beyond  the  start  of  the  recorded  Gain  Reference 
Slgrsl. 


5-3- l.T  Verify  that  the  shaker  system  is  In  a  "ran"  or  operate  mode  and 
activate  the  playback  control  on  the  tape  deck. 

5-3*1*8  Observe  the  left  channel  VU  meter  for  a  poaltlve  reading  (above-20dB) 
when  the  tape  reaches  the  Gain  Reference  Signal.  When  a  positive  reading  Is  ob¬ 
served  slowly  Increase  the  amplitude  or  master-gain  control  of  the  shaker  system 
until  a  I.Og  (peak)  or  Its  equivalent  rss  voltage  Is  read  on  the  rms  voltmeter 
or  servo- controller  "g"  meter. 
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It  should  not  be  necessary  to  readjust  the  eisplitude  or  master  gain 
control  to  maintain  the  overall  Gras  level.  If  sny  chenge  Is  evident 
during  the  test  period  it  may  indicate  a  problem  Involving  the  test 
article  or  test  equlpMnt.  If  the  change  is  greater  than  10%  of  the 
test  level,  terminate  the  test  by  turning  the  aa^litude  or  SMSter  gain 
to  zero  (off)  and  refer  to  Chapter  6,  Troubleshooting,  paragraph  6-3. 


changt  noted  on  the  Acceptance  Test  Lets  Sheet  (see  Figure  3  2). 


3~'i-1.12  At  the  conclusion  of  the  frequency  sveep  portion  of  the  tape,  as 
evidenced  by  a  drop  In  aiiq>lltude  on  the  RMS  voltaetcr  and  left  channel  VU  meter, 
the  amplitude  or  master  gain  control  shall  be  reduced  to  zero  (off)  and  the  tape 
dech  stopped. 


NOTE 

If  asplitude  variations  during  the  test  run  exceeded  the  tolerance 
bands,  in  Table  5'1,  proceed  to  Chapter  6,  Troubleshooting. 

5-3.2  Taped  Random  Vibration  Test  -  This  section  outlines  the  proeediires  re¬ 
quired  to  perform  the  random  vibration  test  using  the  tape  deck  unit.  During  the 
random  vibration  test  the  true  RMS  voltmeter  shall  be  utilized  to  accurately  mea¬ 
sure  the  overall  RMS  amplitude  of  the  vibration  spectrum  (see  Figure  5-1 )• 

5-3. 2.1  The  nominal  Grms  for  the  required  test  spectrum  was  established  by 
basic  test  specification.  This  value  may  have  to  be  modified  to  correct  for 
charge  amplifier  bandpass. 

5-3. 2. 1.1  The  correction  for  the  charge  amplifier  bandpass  may  be  neces¬ 
sary  to  compensate  for  control  accelercmeter  and  charge  amplifier  sensitivity  to 
the  vibration  energy  above  the  nominal  2000  Hz  upper  limit  of  the  test  spectrum. 
This  energy  is  associated  with  mechanical  noise  and  harmonics  of  the  test  spec¬ 
trum.  An  increase  of  3%  in  the  nominal  Grms  level  is  reeomBended  to  compensate 


for  this  energy. 


NOTE 


If  the  charge  as^Ufier  or  RMS  roltaeter  have  a  2000  Hz  lov  pass  filter, 
no  correction  factor  is  necessary. 

5-3. 2. 2  Prior  to  the  test  verily  that  the  shaker  system  is  in  an  operate 
mode  and  the  amplitude  or  master  gain  control  is  in  the  zero  or  off  position. 

5-3. 2. 3  Advance  the  tape  using  the  fast  forvard  control  until  the  tape  deck 
counter  reads  two  to  three  counts  beyond  the  start  of  the  Random  Noise  Spectrum 
(see  Tape  Deck  Sheet,  Chapter  3>  Figure  3"3. 

5-3. 2.1*  Activate  the  playback  control  of  the  tape  deck.  Observe  the  left 
channel  VU  meter  for  a  positive  reading  (above-20dB)  indicating  the  start  of  the 
random  signal.  At  this  point  sloviy  increase  the  as^litude  or  master  gain  until 
a  reading  of  the  required  Grms  times  the  charge  amplifier  sensitivity  is  realized 
on  the  True  HMS  voltmeter  (Example;  a  6.0  Grms  test  with  a  charge  aagjlifier  sen¬ 
sitivity  of  10  mv/g  vill  read  60  ov^^  on  the  voltmeter) . 

5-3.2. 5  At  the  conclusion  of  the  required  random  test  time,  the  an^litude  or 
master  gain  control  shall  be  reduced  to  zero  (off)  and  the  tape  deck  de-energized. 

5-3. 2. 6  The  maximum  duration  of  the  taped  random  signal  is  17.5  mln\ites. 

The  end  of  the  signal  is  indicated  by  a  gradual  decrease  in  noise  level  over  15 
seconds  followed  by  1*5  seconds  of  no  signal.  Test  time  duration  greater  than  17 
minutes  will  require  rewinding  the  tape  to  the  random  signal  start  location  on 
the  tape  deck  counter  and  then  repeating  steps  5-3. 2.1*  and  5-3. 2. 5. 


CHAPTER  6 


TROUBLESHOOTING  THE  SYSTIM 


6-1  SCORE  This  chapter  describes  the  procedures  to  be  used  io  two  principal 


a.  analysis  of  the  sine  sweep  data  to  determine  the  significance  of  an  out- 
of-tolerance  problem. 

b.  troubleshooting  of  the  various  systems  to  Isolate  the  cause  of  the 
problem. 


6-2  OF  SINE  SWEEP  LATA.  Most  potential  problems  that  may  be  encounter¬ 
ed  -be  tape  technique  should  appear  as  out-of- tolerance  accelera¬ 

tion  amplitudes  during  the  taped  sine  sweep,  (see  Chapter  5>  par.  5«3«1)*  Not 
ill  of  these  out-of-tolerance  conditions  present  during  the  sine  sweep  will  re¬ 
sult  in  significant  problems  In  the  random  portion  of  the  test.  Therefore,  before 
proceeding  to  troubleshooting,  some  guidelines  for  measurement  and  interpretation 
of  the  sine  sweep  data  are  provided. 

6-2.1  Measurement  of  Sine  Sweep  Response.  Accurate  determination  of  bandwidth, 
frequency  and  acceleration  amplitude  are  required  for  meaningful  interpretation  of 
the  sine  sweep  data.  Therefore,  it  Is  suggested  that  if  out-of- tolerance  condi¬ 
tions  are  noted  on  the  RMS  voltmeter  during  the  initial  sine  sweep  (see  Chapter 
5,  para.  S.3*l)>  a  second  sine  sweep  be  made  during  which  a  plot  of  acceleration  ver¬ 
sus  frequency  be  recorded.  This  data  can  be  acquired  utilizing  an  x-y  recorder 
with  a  time  drive  and  log  converter  as  shown  in  Figure  6-1  and  6-2.  An  oscillo¬ 
graph  or  similar  recorder  can  also  be  used. 

6-2.2  Exclusions  to  Sine  Sweep  Tolerances.  Three  types  of  exceptions  to  the 
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FROM 
PWR  AMP 
&  TAPE  DECK 


Procedure 

1  Perform  the  Sine  Sweep  in  accordance  with  Chapter  5,  Paragraph  5-3.1  but  with  the  set-up  of  Figure 
5-1  modified  as  shown  above  and  described  below: 

a)  Connect  the  Charge  Amp.  "Servo  Out,"  to  Log  Converter  "AC  Input" 

b)  Connect  the  Log  Conv.  "Output"  to  the  Plotter  "Y  axis  input” 

cl  Set  Plotter  “X  axis'  to  "Time  Function"  selecting  a  sweep  rate  to  capture  at  least  a  seven  minute 
sweep. 

dl  Set  Plotter  'Y  axis*  sensitivity  to  SdB/inch  using  the  Charge  Amp.  Calib.  Signal  and  Log  Conv. 
Attenuator 

2  Set  the  tape  to  the  2000  Hz  dwell  point  prior  to  sweeping 

3  Start  tape  and  sweep  activating  the  Plotter  Sweep  two-three  counu,  using  the  tape  counter,  prior  to  the 
actual  sweep 

4  The  plot  may  be  made  on  either  plain  or  graph  paper. 

5  Prepare  an  overlay,  similar  to  Figure  6-2  of  Frequency  versus  Elapsed  Time  for  a  one  octave/min.  sweep 
rate.  Figure  6-2  was  drafted  for  8%  x  11  paper  with  a  Plotter  Sweep  Rate  of  50  seconds  per  inch. 

6  Since  the  Plotter  Sweep  was  started  while  the  tape  was  at  the  2000  Hz  dwell  the  first  few  seconds  of 
the  plot  will  be  a  flat  line.  Deviation  from  the  line  indicates  "start  of  sweep." 

7  By  placing  the  2000  Hz  point  of  the  overlay  atop  the  "start  of  sweep"  point  the  frequerrey,  at  points 
alorrg  the  plot,  may  be  determined. 
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Figure  6-1  Block  Diagram  for  Acceleration  Vs  Frequency  Plots 


FREQUENCY 


Figur*  6-2  Frtquancy  vi  Elaptad  Tim*  for  On*  Oct«v*/Min  Sw**p  Rat*  and  Plotter  Rate 
of  50S*c./incli 


general  sine  tolerance  specified  in  Chapter  5>  Table  5.I,  have  been  identified 
and  will  be  discussed  in  detail  in  subsequent  paragraphs: 

a.  Compensation  Factor  Exclusions 

b .  Bandwidth  Exclusions 

c.  Lower  Tolerance  Exclusions 

6-2. 2.1  Compensation  Factor  Exclusions.  As  explained  in  detail  in  Chapter 
k,  para.  h.2.h,  compensation  factors  have  been  applied  to  the  random  tape  to 
correct  tape  deck  characteristics  and  shifts  in  resonant  frequencies.  Since  these 
factors  have  not  been  included  in  the  sine  portion  of  the  tape,  these  deviations 
should  be  considered  to  predict  their  effect  when  running  the  random  noise  test. 
For  example,  Chapter  k.  Figure  U-2,  shows  a  total  for  linearity  and  valance 
compensation  factors  of  -k.O  dB  for  filter  No.  13  (213  Hz).  Therefore  a  +7  dB 
spike  at  this  frequency  in  the  sine  sweep  will  be  reduced  to  a  +2.9  dB  spike  in 
the  random  portion  of  the  test,  which  is  within  acceptable  tolerances. 

6-2.2. 2  Bandwidth  Exclusions.  As  discussed  in  Chapter  1,  Theory  of  Opera¬ 
tion,  the  measurement  of  a  random  spectrum  is  accomplished  by  averaging  the  vi¬ 
bration  energy  over  a  finite  band  of  frequencies  with  maximum  bandwidths  ranging 
from  25  to  loo  Hz,  For  example  a  +7  dE  spike  of  30  Hz  duration  at  1500  Hz  in 
the  sine  sweep  would  Increase  the  random  spectrum  in  a  100  Hz  bandwidth  (l**50  to 
1550  Hz)  by  only  +2  dB  which  would  be  within  the  required  random  spectrum  toler¬ 
ances.  A  tabulation  of  sine- random  equivalents  for  different  bandwidths  when 
measTired  at  the  half  signal  level  (-6  dB)  is  presented  in  Chapter  5,  Table  5.2. 

The  deviations  noted  during  the  sine  sweep  (after  correction  for  compensation 
factors  -  para,  6.2,2),  should  be  reduced  by  the  bandwidth  factor  tabulated  in 
Table  6-1  and  6-2.  (but  not  to  less  than  0  dB,  the  nominal  noise  level). 


Table  6-1  -  Sine  -  Random 


Frequency 

Range 

Maximum 

Bandwidth 

dB  ChanRe  in  Random  Deviation  Per  Sine 

10 

20 

30 

ho 

100 

150 

20  to  200  Hz 

25  Hz 

B 

H 

B 

0 

H 

0 

0 

0 

0 

200  to  1000  Hz 

50  Hz 

B 

H 

-2 

-1 

B 

0 

0 

0 

0  • 

1000  to  2000  Hz 

100  Hz 

H 

-5 

-h 

-3 

-2 

-1 

0 

0 

6-2. 2. 3  Lower  Tolerance  Exclusions.  Since  reductions  in  amplitude,  part¬ 
icularly  at  higher  frequencies,  do  not  threaten  the  structural  integrity  of  the 
test  article  or  the  validity  of  the  random  test,  we  can  apply  less  stringent 
tolerances  in  this  region.  Since  most  significant  structural  resonance  occur 
below  1000  Hz,  the  allowable  amplitude  drop  outs  above  1000  Hz  will  be  -12  dB 
with  a  maximum  cumulative  bandwidth  of  300  Hz. 


6-2.3  Non-Exclusion  Area  of  the  Spectrum.  No  exclusions  from  the  upper  tol¬ 
erance  band,  (ref.  Chapter  5>  Table  5*1),  will  be  permitted  because  of  the  po¬ 
tential  for  damage  to  the  test  article.  Likewise  no  exclusions  from  the  lower 
tolerance  band  (see  Table  5-1)  below  1000  Hz  will  be  permitted  since  it  may  com¬ 
promise  the  validity  of  the  test  as  a  quality  control  tool. 

If  amplitude  deviations  (in  excess  of  the  tolerance  limits  which  cannot  be 
disposed  of  or  reduced  in  accordance  with  par.  6-2.2)  are  found,  refer  to  the 
Troubleshooting  Section,  par.  6-3  for  methods  of  isolating  and  correcting  the 
cause  of  the  tolerance  deviations. 


6-3  SYSTEM  TR0U3IESH00TING.  When  it  is  clearly  established  that  an  out-of- 
tolerance  acceleration  density  level  in  the  random  portion  of  the  test  exists, 
random  testing  should  be  postponed  until  the  source  of  the  problem  is  found  and 
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frequency  of  1250  Hz,  a  spike  of  -5  dB  (ralnlma  value)  of  **0  Hz  bandwidth 


corrective  action  applied.  The  specific  troubleshooting  methods  to  be  utilized 
are  discussed  in  two  parts: 

a.  Troubleshooting  aids 

b .  Troubleshooting  guides 

6-3.1  Troubleshooting  Aids.  In  Chapter  1  it  was  directed  that  a  reference 
tape  be  made  to  provide  base-line  data  for  use  in  troubleshooting.  This  tape 
will  provide  test  signals  for  checking  out  the  tape  deck  as  well  as  sine  trans¬ 
fer  data  for  the  vibration  system  without  the  test  article,  (fixture  only). 

6-3. 1.1  Side  A  of  the  reference  tape  will  consist  of  the  tape  deck  frequen^ 
cy  response  sine  sweep  which  was  described  in  detail  in  Chapter  2. 

6-3. 1.2  Side  B  of  the  reference  tape  consists  of  a  sine  transfer  character, 
istlc  tape,  as  described  in  Chapter  3>  except  that  the  test  article  was  not  in¬ 
stalled  on  the  vibration  fixture,  (fixture-only  sine  sweep) 

6-3.2  Troubleshooting  Guide.  The  following  guide  is  intended  to  assist  the 
test  conductor  in  isolating  the  cause  of  some  of  the  more  obvious  problems  that 
could  occur,  when  using  the  tape  test  technl^ii.*,.  It  does  n'frt  provide  an  in- 
depth  solution  to  these  problems  since  many  will  require  equipment  repair  or 
the  preparation  of  new  tapes.  It  is  again  stressed  that  the  tape  technique  re¬ 
quires  exact  duplication  of  test  conditions.  Even  minor  variations  may  shift 
the  dynamic  characteristics  of  the  setup  beyond  the  coinpensation  range  of  the 
tape.  The  variations  must  be  corrected  or  a  new  tape  synthesized  to  reflect  the 
altered  test  conditions. 

6-3. 2.1  Isolating  the  Problem  Area.  All  the  anticipated  problems  can  be 


a.  Tape  System 


b.  Vibration  System 

c.  Test  Article 

These  systems  can  be  further  sub-divided  into  subsystems  as  follows: 

a.  Tape  System 

o  tape  deck 
o  tape  cassette 

b.  Vibration  System 

0  power  amplifier  and  shaker 
o  test  fixtxmres 
o  test  instrumentation 

c.  Test  Article 

o  test  article  mechanical  configuration 
0  support  equipment  intefaces 

6-3. 2. 2  Troubleshooting  Procedures.  la  order  to  isolate  the  cause  of  a 
problem  to  a  particular  system  or  subsystem  a  series  of  verification  checks 
should  be  made  within  the  subsystem  which  reveal  the  source  of  the  problem. 
Figure  6-3  is  a  troubleshooting  guide  for  verifying  the  function  of  each  sub¬ 
system.  The  sequential  order  in  which  the  checks  are  performed  must  be  deter¬ 
mined  on  the  basis  of  most  probable  cause  for  a  particular  test  syr^ttom.  Table 
6-2  presents  a  tabulation  of  possible  test  symptoms  aad  a  list  of  most  probable 
causes. 

Once  the  source  of  a  problem  has  been  Isolated  corrective  action  may  be  ini¬ 
tiated.  It  is  recommended  that  all  troubleshooting  on  the  vibration  system  be 
performed  with  the  test  article  removed  using  the  reference  tape  (fixture  only 
sine  sweeps).  Testing  with  the  test  article  should  not  be  x*esuffled  until  the 


I 


Figure  6-3  Troubhihooting  Guide 


TabI*  6-3  Most  Common  Tatt  ProMamt  &  Probabia  Caiitai 


Tart  Symptom 

Most  ProbaMa  Causes 
(in  decreasing  order) 

Commams 

No  vibration 
amplituda  on  shaker 

1  —  Tape  Deck 

2  -  Tape  Cassette 

3  —  Power  Amplifier  &  Shaker 

Check  for  output  voltaga  from  the  tape 
deck. 

Insufficient  vibration 
level  on  shaker 

1  -  Tape  Deck 

2  -  Test  Instrumentation 

3  —  Power  Amplifier  &  Shaker 

4  —  Tape  Cassette 

Insufficient  gain  —  check  settings  of  all 
gain  controls  and  shaker  field  current. 

Over-all  level  too 
high  or  low  but 
within  tolerance 

1  —  Test  Article 

2  -  Test  Fixtures 

3  —  Support  Equipment  Interface 

Probably  shift  in  response  characteristics 
at  gain  reference  frequer)cy.  Will  not 
affect  random  test  results. 

Minor  out-of- 
tolerance  acceleration 
levels 

1  —  Test  Fixtures 

2  —  Test  Article 

3  -  Support  Equipment  Interface 

4  —  Power  Amplifier  &  Shaker 

5  -  Tape  Deck 

6  -  Tape  Cassette 

7  -  Test  Instrumemation 

Probably  a  shift  in  response  character¬ 
istics  caused  by  minor  variations  in 
mechanical  setup  of  vibration  system. 

Major  out-of¬ 
tolerance  acceleration 
levels 

1  -  Tape  Cassette 

2  —  Test  Fixtures 

3  -  Test  Article 

4  —  Power  Amplifier  &  Shaker 

5  -  Support  Equipment  Interface 

6  -  Tape  Cassette 

7  —  Test  Instrumentation 

Most  probable  cause  would  be  the  wrong 
tape  being  used. 

Variations  in  the  mechanical  setup  is  also 
a  strong  possibility. 

Abrupt  change  in 
random  vibration 
level 

1  —  Test  Article 

2  -  Test  Fixtures 

3  —  Power  Amplifier  &  Shaker 

4  -  Tape  Deck 

5  —  Support  Equipment  Interface 

6  -  Tape  Cassette 

7  -  Test  Instrumenution 

Very  possibly  will  indicate  a  mechanical 
failure  of  the  test  article  or  its  attachment 
hardware. 

Vibration  Amplitude 
on  shaker  but  no 
acceleration  level  on 
RMS  voltmeter 

1  -  Test  Instrumentation 

Accelerometer  not  connected  to  the 
charge  amplifier  is  most  likely  cause 
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fizture-oQly  sloe  sweeps  produce  in>toleraoce  results. 

Is  cases  where  the  problem  cannot  be  resolved,  but  the  response  chsracterls- 
tics  appear  repeatable,  a  new  tape  should  be  made  foUcwlxig  the  procedures  out¬ 
lined  in  previous  chapters.  This  might  be  the  ease  where  a  pre-existing  vi¬ 
bration  system  problem  sueb  as  a  weak  output  tube,  misaligned  slip  table,  etc. 
la  detected  d\irlng  maintenance  and  corrected.  It  would  be  good  practice  to 
run  the  fixtxire-only  reference  tape  after  any  major  maintenance  or  repair  pro¬ 
cedures  are  performed  on  the  vibration  system  in  order  to  detect  this  type  of 
problem  before  production  tests  are  run. 


